Class 22-—Indicating Instruments 


cLass 22 
INDICATING INSTRUMENTS 


INCLUDES$ GALVANOMETERS, AMMETERS,, 
MILLEAMETERS, VOLTMETERS, 
KILOVOLTMETERS, WATTMETERS, 
TUBE LIFE METERS, ETC. 


NOTES PORTABLE TEST EQUIPMENT, COMPLETE 
UNITS COVERED BY CLASS 60. 


RESTRICTED 


NAVSHIPS 900,109 


SASL SASS 

22000 GENERAL USE 17 1 12 
AMMETER - D.C. PR TO 6/1/43 
SCALE 0-1. 3-1/2" FLUSH. 

(2495) 

12/16/31 
mov. 43 

22001 GENERAL USE 17 4 12 


ANMETER - 0.C. 
SCALE 0-145. 


PR TO 641/43 
3-1/2" FLUSH. 


¢€3008) 
b2/t6/31 
NOV. 43 


22002 
AMMETER + D.C. 
SCALE 0-2, 3-1/2" FLUSH. 


GENERAL USE 137 1 12 


PR TO 6/1/43 


(2752) 
12/16/31 
NOV, 43 


22003 
AMMETER - D.C. 
SCALE 0-2 2-4/2" FLUSH. 


GENERAL USE 47 1 12 
PR TO 6/1/43 


€3020) 
32/16/31 
WOov. 43 


22004 
AMMETER - D.C. 
SCALE 0-2 3-1/2" F.0.B. 


GENERAL USE 17 1 12 
PR TO 6/1/43 


€3053) 
12/16/31 . 
wOoV. 43 


GENERAL USE 17 I 42 


PR TO 641/43 
3-172" FLUSH. 


22005 
AMMETER - D.C. 
SCALE 0-2.5. 


C337) 
a2ri7s3a 
NOV. 43 


17:1 T2 
PR TO 6/1/43 


22006 
AMMETER - Dol. 
SCALE 0-3 3-1/2" FLUSH. 


GENERAL USE 


(3050) 
B2/07/34 
NOV. 43 


17 4 «12 
PR TO $/1/43 


22007 
AMMETER - D.C. 
SCALE O-4 3-1/2" FLUSH. 


GENERAL USE 


2922) 
V2/17/31 NX-3SCCAY) 
NOV. 41 S¥#1007007 


besa 


a 


Class 22—lIndicating Instruments 


| sn, nse ssvene vox | RRA 


22008 
AMMETER - D.C. 
SCALE 0-5. 3-1/2" FLUSH. 


GENERAL USE 17 I 12 
PR TO 6/2/43 


(2928) 
V2/17/31 
NOV. 43 


GENERAL USE 17 1 12 
PR TO 6/1/43 


22009 
AMRETER - DoC. 
SCALE 0-10. 3-1/2" FLUSH. 


(3051) 
12/17/31 
NOV. 43 


GENERAL USE 17 1 12 
PR TO 6/1743 


22010 
AMMETER - D.C. 
SCALE 0-15 3-1/2" FLUSH. 


(3052) 
T2/17/31 
NOV. 43 


22014 
ANMETER - D.C. 
SCALE 0-20 3-1/2" FLUSH. 


GENERAL USE 17 1 12 


PR TO 6/1/43 


(3054) 
t2/17731 
NOV. 43 


22012 
AMHETER - D.C. 
SCALE 0-30 3-1/2" FLUSH. 


GENERAL USE 7 1 ¥2 


PR TO 6/1443 


(3048) 
V2/17/31 
wOV. 43 


22013 
AMMETER ~ D.C. 


GENERAL USE T7 1 T2 
PR TO 6/1/43 


SCALE O-50. EXTERNAL SHUNT. 3-1/2" 
FLUSH. : : 
(3255) 
V2s7/51 : 
NOV. 43 
22014 GENERAL USE 17 1 12 
AMMETER - D.C. PR TO 6/1/43 
SCALE 0-50. 3-1/2" FLUSH. 
(3308) 
T2/07/31 
NOV. 43 
22015 GENERAL USE 17 1 12 
AMHETER - RoF. PR TO 6/1/43 
SCALE O-1. 3-1/2" FLUSH. 
(2575) 
V2/N7/31 
NOY, 43 


ISSUED 


BRANES RUE ch 


RESTRICTED 


Ri Shi 


3.22-{ 


ee 


22016 GENERAL USE 17 1 12 
AMMETER - RoFo PR TO0.6/1/43 
SCALE O-1. 2-1/2" F.00B, 

(2768) 
12/17/31 
Nov. 43 
22017 GENERAL USE 17 1 12 


AMMETER - RF. 
SCALE O-1.5. 


PR TO 6/1/43 
3-1/2" FLUSH. 


(3049) 
V2/47/31 
NOV. 43 


22017A = YA-1 Wt re 
AMMETER, ReFs PR TO 6/1/43 
SCALE O - 1.5 AMP, 3-1/2" FLUSH, Sane 
AS TYPE -22017 EXCEPT THAT IT IS OF- 
THE EXPANDED SCALE TYPE. 


3/11/42 CCV) 425 
APR. 43 
22018 GENERAL USE 17 1 12 


AMMETER ~- RAF. 
SCALE 0-1.5. 


PR TO 6/1/43 
2-1/2" FLUSH. 


C4186) 
b2/17/31 
NOV. 43 


22019 
AMMETER - R.F. 
SCALE 0-2. 3-1/2" FLUSH, 


GENERAL USE 17 1 12 
PR TO 6/1/43 


(2996) 
T2/17/31 . 


NOV. 43 


22019-A WEA 
AMMETER - RLF. 
SCALE 0-2 AMP R.F. 3-1/2 INCH FLUSH 
CASE. SAME AS BASIC NUMBER EXCEPT 
WAS EXPANDED SCALE. 


6/27/61 ¢CAY) NT 
NOV. 4t 

22020 GENERAL USE 4171 12 
AMMETER - RF. PR TO 6/1/43 
SCALE 0-2. 2-1/2" FLUSH. 

(4339) 

12/17/31 
NOV. 43 

22020-A GF-3 


AMMETER RoF. 

SCALE O-2 AMP 2-1/2" FLUSH CTHERMO 
COUPLE) EXPANDED SCALE. (FIRST 
FURNISHED BY CY). 


T/V3/36 
NOV. 4} 


[ARR | 


DATE 


SAAT 
NAVSHIPS 900,109 


Class 22—Indicating Instruments 


AMMETER - RF. 
SCALE 0-3. 2-1/2" FLUSH. 


€2572) 
V2/17/31. 
MOV. 43 


22022A V?-t-42 
ANMETER RF? PR TO 6/1743 
SCALE O-3. 2%" FLUSH TYPE. SANE AS BASIC 
NUMBER EXCEPT HAS EXPANDED SCALE, BLACK 
BACKGROUND AND WHITE POINTER, 


6/2/43 CG:8dw-44 
NOV. 43 


CGSP-7761557- 


CENERAL USE 17 2 12 
PR TO 6/1/43 


22023 
AMMETER - RAF. 
SCALE 0-4. 3-1/2" FLUSH, 


» €2923) 
12/17/31 
WOV. 43 


GENERAL USE 17 | 12 
PR TO 6/1/43 


22024 
AMMETER - RAF. 
SCALE 0-4. 2-1/2" FLUSH. 


(3127) 
V2/17/31 
NOY. 43 


22924-A TCK-4 17412 
AHMETER-RES PR TO 6/1/43 
SAME AS +22024 EXCEPT HAS BLACK BACK- 
GROUND AND WHITE MARKINGS. 


6/5743 CG: CGsK-A7 F844 
NOY. 435 2 REY 


DATE 


NAVSHIPS 900,109 


ea A 


AMMETER - ROF 
SCALE O-5. 2-1/2" FLUSH, 


V2s7/31 
NOV. 43 — 


CAY 22026-h 60-5 
AMMETER + RoF. 


PR TO 6/1/43 


(4248) 


SAME AS 22026 EXCEPT; CA) BLACK BACK- 


GROUND WITH WHITE MAQKINCS 


& POINTER, 


GLARE PROOF GLASS, (8) CERANIC STOPS 
SHALL BE PROVIDED, (C) EXPANDED LOWER 


RANGE SCALE TYP®. SEE PAR. 


2-22) OF 


RE13A4720. USES NO EXTERNAL THERHO- 


7197737 WX (507) 
AUG. 43 


COUPLE OR SHUNT. 


22027 
AMHETER - RoF. 
SCALE 0-6. 3-1/2" FLUSH. 


GENERAL USE 


W2/17/31 
NOV. 43 oF 


22028 
AMMETER - R.F. 
SCALE 0-6. 2-1/2" FLUSH. 


GENERAL USE 


t2/7 731 
NOV. 43 


cayv2202G6a 


174 42 
PR TO 6/1/43 


C2989 


t7 4 12 
PR TO 6/1/43 


- AMMETER-R.Fo: 
SCALE O- 10 AMPS. 3-1/2" FLUSH ffFe, 
FREQUJEXCY RANGE 25 CPS TO 20 MCS, 
AS +2203) EXCEPT KAS A SEMI-UNIFORM 
(EXPANDED) SCALE. 

G CAY:T-7605997-41 SUB 27 

@ %-7406563 SUB O 

5/3/42 CATINT~55 @ SEE ABV 
NOV. 45 


22032 GENERAL USE 17 4 12 
AMMETER, RF. 


SCALE G-10. 3-1/2" F.O.B. 


(3302) (34062) 


V2/17/331 
NOV. 43 


22033 
AMMETER - RoF. 
SCALE 0-10. EXTERNAL THERMOCOUPLE. 
3-1/2" FLUSH. 


GENERAL USE 17 ft t2 


(2787) 


62925) 
12/17/33 
NOV. 43 
22034 CENERAL USE 17 1 $2 
ANMETER - RF. PR FO 6/1/83 
SCALE 0-10. EXTERNAL THERMNOCOUPLE. 
3-1/2" F.0.8. 
: (2045) 
V2st7/3t 
NOV. 43 
22035 GENERAL USE 17.1 12 
AMMETZR = RAF, PR TO 6/1/43 
SCALE 0-15. 3-1/2" FLUSH. 
(2975) 


V2a/17/3N 


[sine NOV. 43 
issuEo 


REO 
RESTRICTED 


|__ sare | SUETRS 


oeAth eon |nesr ASSIGNED FOR: OI CRRGN Pas First assighio For | ot HEARN | Deagh ATION EHIST, ASSFENEO: £08 | RSA ISN 
22020-8 ee ; 22c24-8 W712 22029 CENERAL USE 17 | 12 
Seen. a ee ANMETER “RF? PRE TONG s40 43. ANRETER - RAE. PR TO 6/1/43 
SERRE OTC cueh FLUSH TYRE 5 SAE AS SAS 5 0 TO 4 AMP. SAME AS +22024 EXCEPT HAS SCALE OSG. 2et72": BLOeb 
NUNSERUEXCERT SHAS: EXPARDED SCALES: -BEACK BLACK BACKGROUND AND WHITE MARKINGS AND : Cas 
BACKGROUND AND WHITE POINTER. | EXPANDED SCALE. : 
6/2/43 CG: a0N-44 CozP-2761557-20 6/23/43 co2P-7761557- eine, (2788) 
MOVE 4S NOV? 43 23 Nove 43 
5 
peneene . GENERAL USE shy oer 22025 GENERAL USE 17 1 12 22030 CENERAL USE 17 1 12 
SCALE 0-3. 3-1/2" FLUSH AMMETER - RF. PR TO G/I/43 AMMEVER - RAE PR TO 6/6743 
= SCALE 0-5. 3-2/2" FLUSH. SCALE 0-8. 3-1/2" FLUSH, 
12/17/31 nee C2524) (2992) 
Nove a V2/07/31 iavie7si 
NOV. 43 NOY. 43 
a . 
es F: ae oe Cre 220254 Yat Be ete 22031 GeHeRAL USE 17 1 12 
SCALE 0 - 3 AMP, 3-1/2" FLUSH, SAte ANNE LeRe Rens PR TO 6/1/43 AMSETER - RUF. PR 70 6/1/45 
AS TYPE -22021 EXCEPT THAT 11 1S OF SCALE (025. ANP, 371/20 FLUSH «SAME. AS 0-10. 3-1/2" FLUSH. 
Tae EXGANDER’ SCALE REE TYPE 22025 EXCEPT THAT IT iS OF THE 
i. . : EXPANDED SCALE TYPE. 
11/42 Cv:42 (24e7) 
fovea: ‘ SA LUGS: GN S428 VZ/07734 
; Nov. 43 NOV. 43 
22022 GENERAL USE 17 412 0 GENERAL USE 17 1 12 
PR 10 6/1/43 22026 -22031a TOE V7 tte 


PR TO 6/1743 


SAME 


PR TO 6/1/43 


PR TO 6/1/43 


AMORA | 


-  LORASRAMn [Finst asstone ror) HAS ARAMVEN 


22936 GENERGL USE 17 1 12 
AY Ro- R.F. PR TO 6/1/43 
SCALE O-15, EXTERNAL THERMOCOUPLE. 
3-1/2" FLUSH. : 


C3128) 
12/17/31 
NOV. 43 


22937 GENERAL USE 17 1 12 
AMHETER > RAF. PR TO 6/1/43 
SCALE 0-20. {INTERNAL THERMOCOUPLE. 
3-1/2" FLUSH. 


3115) 
V2717/31 
NOY. 43 


22038 GENERAL USE 17 | 42 
AHMETER + RF. ; PR TO 6/1/43 
SCALE 0-20. EXTERNAL THERMOCOUPLE. 
3-1/2" FLUSH. 


€2927) 
12/17/31 
NOV. 43 


22039 GENERAL USE 17 1 12 
ANMETER - ReF. PR TO 6/1/43 
SCALE 0-30. EXTERNAL THERMOCOUPLE. 
3-1/2" FLUSH. s 


C3122) 
T2/17/31 
NOV. 43 


22040 GENERAL USE 1711 12 
AMMETER = ROFe PR TO 6/1/43 
SCALE 0-35. EXTERNAL THERMOCOUPLE. 
3-1/2" FLUSH. 


3112) 
v2/17/31 
NOV. 43 


22041 GENERAL USE 17 1 12 
AMMETER = RAF e PR TO 6/1/43 
SCALE 0-50. EXTERNAL THERMOCOUPLE. 
3-1/2" FLUSH, 


C3134) 
V2/17/31 
NOV. 43 


22042 CENERAL USE 17 P12 
AMMETER’ ~ RLF. PR TO 6/3/43 
scali 0-66. EXTERNAL THERMOCOUPLE. 
3-1/2" FLUSH. 


G C3113) 
T2/17/31 
NOY. 43° 


22043 GENERAL USE 17 1 12 
AMMETER - R.Fe PR TO 6/1/43 
SCALE 0°80. EXTERNAL THERMOCOUPLE. 
3-1/2" FLUSH. 


(2929) 


V2s17/35 
NOV. 45 


eave | “AWHAGTHSER® | gaSNAPTAEE. 


Class 22—Indicoting Instruments 


3.22-3 


MHI _| SEATS [ries assienso rox | HAVER, 


22944 GENERAL USE 17 1 12 
AMMETER - RaF. PR TO 6/1/43 
SCALE 0-100. EXTERNAL THERNOCOUPLE. 
3-1/2" FLUSH. 


(2930) 
12/17/31 
NOV. 43 


22045 GENERAL USE 17 1 12 
MECROANMETER - D.C. PR TO 6/1/43 
SCALE 0-750. 3-1/2" FLUSH. 


(4353) 
T2/18/31 
NOV. -43 


22046 GENERAL USE 17 i 42 


MILLS AMHETER - 0.C. PR TO 6/1/43 
SCALE O-1. 3-4/2" FLUSH. 


(3265) 
12/18/33 CV¥3301 
NCV. 43 


22047 GENERAL USE 37 1 12 
MILLIAMMETER - D.C. PR TO 6/1/43 
SCALE 0-1.5. 2-1/2" FLUSH. 


(2432) 
12/58/31 
WOY. 43 


22048 GENERAL USE 17 1 12 
HILLIAHHETER - D.C. PR 10 6/1/43 
SCALE 0-2. 3-1/2" FLUSH. 


(4266) 
t2/88/31 
HOY. 43 


22049 GENERAL USE 17 1 12 
MILLLANHETER + D.C. PR TO 6/1/43 
SCALE 0-2. 2-1/2" FLUSH. 


€3363) 
12/98/31 


NOV. 45 


22059 GENERAL USE 37 T 32 
MILLEANMETER - O.C. PR TO 6/1/43 
CTBsS-11219. SCALE 0-5. 3-1/2" FLUSH. 


(3057) 
12/18/31 00-24 
WOV. 43 


22051 GENERAL USE 17 1 12 
MILLIASMETER - D.C. PR TO 6/1/43 
SCALE 0-5. 2-1/2" FLUSH. 


. (3082) 
12/98/731 
NOY, 43 


ERAL USE 17 1 12 


7 D.C. PR TO 6/1/43 
SCALE O-19. 3-1/2" FLUSH. 


(2994) 
t2/T8/31 
NOV. 43 


22053 GENERAL USE 17 1 12 


KILud jer + D.C. PR TO 6/1/43 
SCALE 0-10. 2-1/2" FLUSH. 


(3043) 
V2/18/31 
WOV. 43 


22054 GENERAL USE 17 1 12 
MILLIAHSETER + OC. PR TO 8/1/43 
SCALE 0-25. 3-1/2" FLUSH. 


(3126) 
T2/EB/31 C¥S501 
NGV. 43. 


22055 GENERAL USE 17 1 12 
MELLEAWHETER - D.C. PR TO 6/1/43 
SCALE 0-25. 2-1/2" FLUSH. 


(2991) 
12/18/31 


NOV. 43 


22055 GENSRAL USE 17 1 12 


MILLEAMMETER - O.C. PR TO 6/1/43 
SCALE 0°50. 3-1/2" FLUSH. 


(2926) 


t2/13/31 CAY q 
NCY¥. 43 Cvs50l 


22957 GENERAL USE 17 1 12 
MILLIARME - D.C. PR TO 6/1/43 
SCALE 0-50. 2-1/2" FLUSH. 


(3817) 
12/18/31 
NOV. 43 


22658 GENERAL USE 17 1 12 


MILLA? ER - D.C. PR TO 6/3/43 
SCALE 0-100. 21/2" FLUSH. 


(3025) 
r2/18/33 
NOV. 43 

22053-a Go-3 17 442 
MELLIANHETER OC. PR TO 6/1/43 


AIRCRAET TYPE. SANE AS 22696 caer 
(A) BLACK SATXCROUND WETH WHITE 
MARKINGS & PORT NON GLARE, SHATTER: 
PROOF GLASS (3) SUC Pol R STOPS. 


3/22/31 CAV six CSOrP-7781557-16 
NOV. 43 REF. 6. 


MATAR | __ AWHACTURER 


pare | MaUAGTySENS | ARUEATENE | 


RESTRICTED 


NAVSHIPS 900,109 


3.22-4 


22059 GENERAL USE 17 1 12 
HILLIAMMETER - D.C. PR 10 6/1/43 
(384-499 4.1134). SCALE 0-100. 3-1/2" 
FLUSH. 


(2055) 
12/18/31 00-24 
NOV. 43 on 


22050 GENERAL USE 17 | 12 
MILLIAMMETER - D.C. PR TO 6/1/43 
SCALE 0-100... 3-1/2" F.0.B. 


(2434) 
V2s18/34 
NOV. 43 


22061 GENERAL USE - 17 1 12 
MILLEANNETER + 0.0. PR TO 6/1/43 
SCALE 0-150. 3-1/2" FLUSH. 


(3417) 
12/48/31 
NOV. 43 


22562 GENERAL USE 17 1 32 
MILLIAMNETER - D.C. PR TO-6/1/43 
SCALE 0-150. 2-1/2" F.0.8. Me 


(2643) 
12/18/31 
NOV. 43 


22063 GENERAL USE 17 1-42” 
MILLIANMETER - D.C. PR TO 6/1/43 
SCALE 0-200. 3-1/2" FLUSH. 


: (2518) 
12/18/31 ve 
NOV. 43 


CG- 22355-A .TCKe3 W712 

MELLIAMHETER-9C: PR TO 6/1/83 
RANGE O TO 260 HADC. SANE AS TrPe-22U63 
EXCEPT HAS BLACK BACKGROUND AND WHITE. 
MARKINGS AND POINTER. : 


8/22/43 CG:CDO+4I — CGEP+7765919-4 
NOY. 43 . ~ REV O . 


22064 GENERAL USE 17 t 12 
MILLIASHETER - O.C. PR TO 6/1/43 
SCALE 0-200. 2-8/2" FLUSH. 


C4187) 
yastes3t 
NOV. 43 


229565 GENERAL USE 17 1 12 
MILLIANMETER - D.C. PR TO 6/1/43 
SCALE 0-250. 3-3/2" FLUSH. 


(2848) 


v2/t8/34 
NOY. 45 


[_eare MBASTHEET SHANHTASTUNEES, 
NAVSHIPS 900,109 


Class 22—Indicating Instruments 


22065 GENERAL USE 17 1 12 
MILLIAMMETER = D.C. PR TO 6/1/43 
SCALE 0-300. 3-1/2" FLUSH. 


(2490) 
12/18/31 
NOV. 43. 


22057 CENERAL USE 17 1.12 
MULLIAMMSTER ~ D.C. PR TO 6/1/43 
SCALE 0-500. 3-1/2" FLUSH. 


(2945) 
12/18/38 CV¥3301 
wev. 43 


22068 GENERAL USE 17 1 12 
MILLIASMETER - D.C. PR TO 6/1/43 
SCALE 0-500. 2-1/2" FLUSH. 


(3384) 
12/18/31 
NOV. 43 
2206d-A 60-4 17-01-12 
MILLIAMETER - OC PR TO 6/3/43 


AIRCRAFT TYPE. O-500 MA OC; 2-1/2" 
FLUSH, SLACK.SACKGROUND, WHITE POINTERS 
& LETTERS, CERAMIC STOPS. 


11/29/38 COs eDH-41 CC3P-7761557-15 
WOV. 43 , REV 6 : 


22069 GEWERAL USE 47 1 42 
MILLIAHEETER © RoE PR TO 6/1/43 
(735-1193) SCALE 0-100. 3-1/2" FLUSH. 


: ¢€2995) 
12/18/31 09-29 
NOV. 43 


22973 GENERAL USE 17 1 12 
RILLIA zR + RF. PR TO 6/1/43 
SCALG 0-100. 2-1/2" FLUSH. 


(3038) 
12/18/31 
NOV. 43 


22071 GENERAL USE 17 1 12 
MILLIARMETER + RLF. PR TO 6/1/43 
SCALE 0-120. 3-8/2" FLUSH. : 


(3169) 
12/18/31 


NOV. 43 


22072 GENERAL USE 17 1 12 
MILLIANMETER + RLF. PR TO 6/1/43 
SCALE 0-125 3-1/2" FLUSH. 


(3056) 
42/18/31 


NOV, 43 


| RAE | 


RESTRICTED 


sana [| bare [MARTHA 


22073 GENERAL USE 17 1 12 
MILLIANMETER - RF. PR TO 6/1/43 
SCALE 0 TO 150... 3-1/2" FLUSH. 


(2520) 
12/18/31 


NOV. 43 


22074 GENERAL USE 17 | 12 
MILLIAMMETER - RF. PR TO 6/1/43 
SCALE 0-150 2-1/2" FLUSH. 


(3045) 
32/18/31 
NOV. 43 


22075 GENERAL USE 17 1 12 
MILLIASMETER - RLF. PR TO 6/1/43 
SCALE 0-250 3-1/2" FLUSH. 


(2924) 
12/18/31 
HOV. 43 


22076 GENERAL USE 17 1 12 
MILLIAHMSTER - ROFL PR TO 6/1/43 
SCALE 0-250 2-1/2" FLUSH. 


(3167) 
12/18/31 
NOV. 43 


22977 GENERAL USE 17 4 42 
MUILLIANMETER - @.F, PR TO 6/1/43 
SCALE 0-580 3-1/2" FLUSH, 


(2999) 
12/18/31 
NOV. 43 


22673 GENERAL USE 17 4 12 
VOLTHETER - ALC. PR TO 6/1/45 
SCALE 0-10 3-1/2" FLUSH. 


(3181) 
12/18/31 


NO¥, 43 


22979 GENERAL USE 17 | 12 
VOLTHETER - A.C. PR TO 6/1/43 
SCALE 0-10 2-1/2". FLUSH. 


(3576) 
12/10/31 


NOV. 43 


22980 GEWERAL USE 17 1 12 
VOLTMETER - A.C. PR TO 6/1/43 
SCALE 0-15. 3-1/2" FLUSH. 


id 


(2957) 
12/38/35 AO-22 
NOV. 43 


BRAM RU 


| 
] 
| 
| 
| 
| 
f 
: 
| 
| 
| 
| 


BAT [ast assienso ron | SAV LTRAINBs HA ME SAMI [rar assionts vor | tA 


CG- 22080-A TCK-3 74 t2 
VOLTHETER-AC: PR TO 6/1/43 
SAME AS BASIC NUMBER EXCEPT SCALE HAS 
BLACK BACKGROUND WITH WHITE MARKUNGS AND 
AWHITE POENTER WITH A RED MARK AT 12.6 
VOLTS, MEETS 17412 EXCEPT FOR RED MARK. 


$/22/43 CG28A0-22 CG3P-7765919- 
HOV. 43 REV O 


22081 GENERAL USE 17 1 12 
VOLTMETER - A.C. PR TO 6/1/43 
SCALE O-15. 3-1/2" F.0.B. 


€2947) 
12/18/34 


HOV, 43 


22082 GENERAL USE 17 1 82 
VOLTMETER - A.C. PR TO 6/1/43 
SCALE 0-15. 2-1/2" FLUSH. 


(3028) 
12/18/31 
NOV. 43 


22082-4 GP-3 175 420 
VOLTMETER, AC (690 TO 800 PR TO 6/13/43 
CYCLES) - AIRCRAFT TYPE. O-15 VOLTS, 
800 CYCLES, + 2% OF NORFAL WORKIWG VOLT- 
AGEs BLACK BACKGHOUNO, WHETE MARKIGCS, 
WHITE POINTERS, NON CLARE: RED MARK AT 
10 VOLTS, NOR“AL OPERATING VALUE, | 
POINTER STOPS PROVIDED. 2°1/2" FLUSH. 
8/22/36 (CAY) MX 
NOV, 43 


22033 GENERAL USE 17 t 12 
VOLTNETER = A.C. PR TO 6/1/43 
SCALE 0-25. 3-1/2" FLUSH. 


(2931) 
12/38/31 
NOV. 43 


22084 GENERAL USE 147 | 32 
VOLTMETER + A.C. PR TO 6/1/43 
SCALE 0-150. 3:°1/2" FLUSH. 


£3178) 
12/13/33 CV2476 

NOY. 43 

CG- 22084-A TCK-3 171 12 
VOLTHETER=AC3 PR TO 6/1/43 


RANGE O TO 150 V ACs 3-172" FLUSH TYPE. 
SAME AS TYPE -22084 EXCEPT HAS BLACK 
BACKGROUND WITH WHITE MARKINGS AND 
POINTER AND REO MARK AT 110 Ve. MZETS 
17112 EXCEPT FOR. RED MARK, 


S422/43 CG3BA0-22 CGsP-7765919-7 
NOV. 43 REV O 


CV. 22084-8 QoF 

YOLTMETER-AC ae 
RANGE 0 TO 150 VOLTS AC, 3 1/2" FLUSH 
TYPE, SAME AS -22084 EXCEPT HAS RED LINE 
AT 115 VOLTS. MEETS BUSHIPS SPFCIFI- 
CATION 17 1 12 EXCEPT HAS REO LINE AT 
tid VOLTS. 


7/31/43 CNS4TE C¥St10882 
NOV. 43 . 12759742 


665197 O - 45 - 18 


* Class 22—Indicating Instruments 


CG -22084-c Kx 

VOLTHETER-AC 

SAME AS TYPE -22084-A EXCEPT HAS RED 
HARK AT 148 VOLTS, ’ 


12/3/43 
NOV. 43 


22085 GENERAL USE 17 1 12 
VOLTMETER - A.C. PR TO 6/1/43 
SCALE 0-150. 2-3/2" FLUSH. 


(2489) 
12/18/31 
NOV. 43 


22086 GENERAL USE 17 t 12 
VOLTMETER - A.C. PR TO 6/1/43 
SCALE 0-250. EXTERNAL MULTIPLIER. 
3-1/2" FLUSH. 


€3029) 
12/18/31 
NOV. 43 


22087 GENERAL USE 17 4 12 


VOLTMETER - A.C. PR TO 6/1/43 
SCALE 0-250. 2-1/2" FLUSH. 


(3037) 
12/18/31 
NOV. 43 


22088 GENERAL USE 17 3 12 
VOLTMETER - A.C. PR TO 6/1/43 
SCALE 0-300. EXTERNAL MULTIPLIER, 
3-1/2" FLUSH. 


(3179) 
12/18/31 
NOV. 43 


22039 GENERAL USE 17 1 12 
VOLTMETER - D.C, PR TO 6/1743 
SCALE 0-2. 2-3/2" FLUSH. . 


(3818) 
V2/19/31 
NOV, 43 


22090 GENERAL USE 17 1 12 
VOLT¥ETER - D.C. PR TO 6/1/43 
SCALE 0-8. 3-1/2" FLUSH. 


(3058) 
V2719/31 
NOV. 43 


22091 GENERAL USE 17 1 12 
VOLTMETER - D.C. PR TO 6/1/43 
SCALE 0-10. 3-1/2" FLUSH. 


* 


(3046) 
12/19/31 
NOY. 43 


A | 
RESTRICTED 


BEANHIATT 


3.22-5 


22092 GENERAL USE 17 ft 12 
VOLTMETER - D.C. : PR TO 6/1/43 
SCALE 0-10. 2-1/2" FLUSH. 


€2568) 
V2/19/33 
NOV. 43 


22093 GENERAL USE 17 1 12 
VOLIMETER - D.C. PR TO 6/1/43 
SCALE 0-15. 3-1/2" FLUSH. 


(2532) 
T2/19/31 
NOV. 43 


22094 GENERAL USE 17 1 12 
VOLTMETER - D.C. PR TO G/1/48 
SCALE O-1S. 2-1/2" FLUSH. 


(2993) 
V2/9731 
NOV. 43 


22095 GENERAL USE 17 1 12. 
VOLTMETER - D.C. PR TO 6/1/43 
SCALE 0-25. 3-1/2" FLUSH, 


(2536) 
12/19/31 
NOV. 43 


22096 GENERAL USE 17 1 12 
VOLTMETER - D.C. PR TO 6/1/43 
SCALE 0-50. 3-1/2" FLUSH. 


(3352) 
12/19/31 
NOV. 43 


22097 GENERAL. USE 47 1 12 
VOLTMETER - D.C. PR TO 6/1/43 
SCALE 0-150. 3-1/2" FLUSH. 


(2576) 
12/39/31 
NOV. 43 


22098 GENERAL USE 17 1 42 
VOLTMETER - D.C. PR TO 6/1/43 
SCALE 0-150. 3-4/2" F.0.8, 


(2488) 
V2/19/31 
NOV. 43 


22099 GENERAL USE 17 t 12 : 
VOLTMETER - D.C. PR TO 6/1/43 
SCALE 0-300. EXTERNAL MULTIPLIER. 
3-3/2" FLUSH. 


(2932) 
12/49/7314 
NOV. 43 


WRU? | ROHAN] 


NAVSHIPS 900,10% 


3.22-6 


| 


Class 22—Indicating Instruments 


SINGH [rear assionen vox | oWARLARAYHGN | 


ck 


SHAE [res asscnen vox | SIO. | 


22100 GENERAL USE 17 1 12 
VOLIMETER + D.C. PR TO 6/1/43 
SCALE 0-500. EXTERNAL MULTIPLIER. 
3-4/2" FLUSH. 


431239 
12/09/30, ba 8 
NOV. 43 


22101 GENERAL USE 17 t 12 
VOLTHETER - D.C. PR TO 6/1/43 
SCALE 0-750. EXTERNAL MULTIPLIER. 
3-1/2" FLUSH. 


(2565) 
V2/19/31 eS 
NOV. 43 


22192 GENERAL USE 17 4 12 
VOLTMETER - D.C. PR TO 6/1/43 
SCALE 0-1000, EXTERNAL MULTIPLIER. 
3-1/2" FLUSH. 


; (4323) 
r2/19/31 
NOV. 43 


22103 GENERAL USE 17 1 42 
VOLTHETER - O.C. PR TO 6/1/43 
SCALE 0-490. EXTERNAL MULTIPLIER, 
3-1/2" FLUSH. 


i (3305) 
rayigs/3i 
NOY. 45 


22104 CENERAL USE 17 1 12 
KELO-VOLTMETER = 9.0. PR TO 6/1/63 
SCALE O-1.5, EXTERNAL MULTIPLIER, 
3-1/2" FLUSH. 


(2998) 
T2/19/34 
NOV. 43 


22105 GENERAL USE 17 1 12 
KILO-VOLTMETER. OC. PR TO 6/1/43 
SCALE 0:13.58. EX AL MULTIPLIER. 
3-172" F.0,8. FOR REPLACEMENT USE 722592 


(2483) 
2719/31 
oct. 43 : 


22106 GENERAL USE 17 $ 12 
KILS-VOLTMETER, D.C. PR TO 6/1/43 
SCALE O-2. EXTERNAL MULTIPLIER. 
3-1/2" FLUSH. 


(2979) 
V2/19/34 
NOV. 43 


92107 GENERAL USE 17 1-92 
KELO-¥QUTHETER, D.C, PR TO 6/1/43 
SCALE 0°2.5. EXTERNAL MULTIPLIER. 
3-1/2" FLUSH. 


(2567) 
12/19/39 
NOV, 43 


[are | Mawaeunes | ATCT, 
NAVSHIPS 900,109 


ASSIGNED 
ISSUED 


22107A Nisaos-96359 17 1 12 
KILO-VOLTMETZR OC PR TO 6/1/43 
SCALE 0-2.5 KV DC, FLUSH TY¥Pc sAKcLITE 
CASE, 3-1/2" DLA, FLANCE. 1000 OHMS PER 
VOLT, WITH HIGH HUMIDITY RESISTING MUL- 
TEPLIER. 


74V/42 ove3a5 c¥eC0-56240 
Noy. 43 DATED 11/1/38 


22108 GENERAL USE 17 3 12 
KILO-VOLTMETER, D.C. PR TO 6/1/43 
SCALE O-3. EXTERNAL MULTIPLIER. 
3-1/2" FLUSH, 


(2978) 
b2/tg9/34 
NOV. 43 


22109 GENERAL USE 1711 12 
KLLO-VOLIMETER, D.C. PR TO 6/1/43 
SCALE 0-345. EXTERNAL MULTIPLIER, 
3-1/2" FLUSH. 


(3039) 
p2/49/354 
NOV. 43 


22110 GENERAL USE 97 § 12 
KILO-VOLTMETER, O.C. PR TO 6/1/43 
SCALE 0-4. EXTERNAL MULTIPLIER. 
3-4/2" FLUSH. 


(2997) 
§2/19/31 
NOV. 43 


22111 GENERAL USE 17 1 12 
KILO-VOLTHETER, D.C. PR TO 6/5/43 
SCALE O-7.5. EXTERMAL MULTIPLIER. 
3-1/2" FLUSH. 


(31l4) 
12/19/31 
NOV. 43 


22112 GENERAL USE 17 1 12 
KILO-VOLTHETER, D.C. PR TO 6/1/45 


SCALE O-10. ,EXTERNAL MULTIPLIER. 
3-1/2" FLUSH. 


(2990) 
12/39/31 


NOY. 45 


22113 GENERAL USE 17 4 12 
KULO-VOLTHETER, D.C. PR TO 6/1/43 
SCALE 0-15. EXTERNAL MULTIPLIER. 
3-1/2" FLUSH. 


(3044) 
b2/19/31 


NOV. 43 


22114 GENERAL USE 17 1 12 
VOLTMETER - D.C. PR TO 6/1/43 
DOUBLE SCALE 0-2/0-60. PUSH BUTTON 
TYPE. 2-1/2" FLUSH. 


(2971) 
12/19/34 


NOV. 43 


22115 GENERAL USE 17 4 32 
VOLTMETER - D.C. PR TO 6/1/43 
DOUBLE SCALE 0-2/0-C0. FOUR STUD TYPE, 
2-1/2" FLUSH, 


(2972) 
V2/19/31 
NOV. 43 


22116 GENERAL USE 17 1 82 
VOLTMETER - O.C. PR 10 6/1/43 
DOVELE SCALE 0-30/0-120. PUSH BUTTON 
TYPE, 2-1/2" FLUSH. 


(2973) 


V2/t9/3S1 CGT8OKATV K-gta2744 


cork 
NAR. 4S REV 2 
22117 GENERAL USE 17 i 12 
VOLTMETER + DvC. PR 10 6/1/43 
DOUBLE SCALE 0-7.5/0-150 PUSH sUTION 


TYPE, SENSITIVITY 125 OHMS/VOLT SELF- 
CONTAINED MULTIPLIERS. 2-1/2" FLUSH. 


€2974) 
V2A19/3% 
NOV. 43 


22113 GENERAL USE 17 4 t2 
VGLTMETER + D.C. PR TO 6/3/43 
GOUSLE SCALE 0-5/0-150. PUSH wUTION 
TYPE. 2-4/2" FLUSH. 


(3180) 
P2/rg/3t 
NOV. 43 


221193 GENERAL USE 17 $ 12 
VOLTNETER - D.C. PR TO 6/1/43 
DOUBLE SCALE 0-2/0-120. PUSH BUTTON 
TYPE. 2-1/2" FLUSH. 


(3268) 
V2/t9/34 


NOV. 43 


22125 ENERAL USE 17 1 42 
VOLINETER - D.C. PR TO 6/1743 
DOUSLE SCALE 0-4/0-160,. FUSH BUTION 
TYPE. 2-4/2" FLUSH. 


(3269) 
12/43/31 
NOV. 43 


cv- 22121 cK 

MILLIAMMETER - D.C. 

DOUBLE SCALE: 0-20/0-200. PUSH BUTTON 
TYPE. 


3/22/32 SPECIAL CheG-115 
NOV. 41. SHEGT 38 
22122 188 (74 42 


KULO-VOLTHETER - D.C. PR TO 6/1/43 _ 
SCALE: O-8 KILOVOLIS. EXTERNAL 
MULTIPLIER. 3-1/2" FLUSH, 


4/30/32 DO-16A 
NOV. 43 


DATE MACE [HANIA | 


~ RESTRICTED 


Oey Fist assiGnem FoR | GAME ORANG, 
22123 * SEE BELOW 17-1-12 


MILLIAMMETER + ROF. PR TO 6/1/43 
SCALE: 0-100, WITH EXTERNAL THemMucuUPLE 
3-1/2" FLUSH, 


® TBA - T83 - TRC. (4493) 
T/NS/32 
NOV. 63 


22124 RAA + RAB 
VOLTHETER - D.C. 
SCALE: 0-250. 
PER VOLT. 


17-10-12 
PR TO 6/1/43 
2-1/2" FLUSH. 200 OHMS 


(4580) 
8/22/32 
NOV. 43 


cc- 22125 RAF 

VOLTMETER - O.C. - SPECTAL 

SCALE: $0-0-50. 3-8/2" FLUSH. 1,000 
OHMS PER VOLT. 


9/29/32 
WOv. 41 


CG- 22126 RAF 

METER - OUTPUT, 

SCALE: MiNuUS 10 TO PLUS 6 DB'S WITH 

1.9 VOLTS MARKED FOR ZERO 0B. $496 
OWNS IMPEDANCE - RECTIFIER TYPE. 3-1/2" 
FLUSH. 


9/29/32 8-00-275 


NOV. 41 
22727 RAF 17-12-12 
MILL GAM: - D.C, PR TO 6/1/43 


SCALE: O-75. 3-1/2" FLUSH. 


9/29/32 
NOV. 45 


22128 RAF 17 4 42 
MIECQROAMMETER + OC. PR TO €/13/43 
SCALE: 0-200. 3-3/2" FLUSH. 


CRV ret 51096 
CHANGE 4 


9/29/32 CAYINK-35 
HAR. 45 


cc- 22429 TAUST 

TUBE LIFE METER. 

14.0 VOLTS - 60 CYCLES. FRONT OF PANEL 
MOUNTING TYPE - 4+7/32" DIA. 


11/2/32 BKT3A703 GEA-1420A 
Nov. 44 

22130 GF 17 1°12 
ASSETER, RFS ‘ PR YO 6/3443 


SCALE? O@-1, 2-142" FLUSH. 


His 9752 
ROY. 43 


coare | _ MBNRASTHBRS SACHS, 


Class 22——Indicating Instruments 


3.227 


DESIGRATION 


FIRST ASSIGNED FOR SSRI, | 


CAY 22130-A TBX-S t7 b t2 
AMMETER-ROFe PR TO €/1/43 
SCALE? O-t. 2 4/27 FLUSH, SANE AS =22150 
EXCEPT HAS WHITE FIGURES AAD POINTER ON 
A BLACK BACKGROUND & POINTER IS LUMINOUS. 


8/14/43 NX-33 CAY:2-D-1494 
NOV. 43 REV 7 


CG- 22130-8 Tax-4 17 2b tz 
AMNETER RF. PR TO 6/1/43 
SCALE3 O TO ty 2 1/2" FLUSH. SAME AS 
-22130 EXCEPT HAS. A LUMINOUS POINTER. 


B/19/45 
NOV. 43 


CG- 22150-C Tex-4 17 8 12 
AMMETER-RLF. PR TO 6/1743 
SCALE: 0 TO 1 AMP, 2 4/2" FLUSH. 
LUMENOUS POINTER SAME AS -22130-8 EXCEPT 
THIS METER #S OF METAL CASE, HAS SMALLER 
DEPTH OF CASE-HOWEVYER LONGER STUDS WHICH 
MAKE (TEM TOTALLY INTERCHANGEABLE WITH 
-2@2130-8. IS AN INTE Lo PivOT METER. 
Prstasas Ows52 

NOV. 43 MODIFIED 


06+ 22130-Dd Tex-7 17 4 22 
AMMETER RFE PR TO 6/1/43 
SCALE O-1 AMP, 2 1/2" FLUSH. SAME AS 
-22150-B EXCEPT HAS WHITE FIGURES AND 
POINTER ON A BLACK BACKSROUND. SAME AS 
*22150-A EXCEPT FOR DEPTH OF CASE. 


11/40/44 7473297P1 
DEc. 44 


22131 CK-1 171 42 


AMMETER + D.C. PRTG 6/1/43 
CANCELLED USE -22068. 


12/29/32 CG:0WS4 
WOV. 43 


22132 17 412 
MILLIASMETER, G.C. PR TO 6/1/43 
SCALE: 0-18, 3-1/2" FLUSH, 


3/15/33 
NOV. 43 


22133 RAE WT 12) 
MILLIANMETER, D.C. PR TO 6/1/43 
SCALES 0-2.5. 2-1/2" FLUSH. 


3/21/33 
NOV. 43 

22134 RAE 17-1:12 
MICRUANMETER © OC. PR TC 6/4443 


SCALE: 0-500. 2-1/2" FLUSH, 


3/22/33 
HOY. 43 


WY TYPE | 
BEAU [ees ASSIGRED FOR | OR EARP 


22135 RAE 17 $ 12 : 
i TER, D.C. PR TO 6/1/43 
“19. 2-1/2" FLUSH. 


3/22/33 
NOV. 43 

22155-a Go-7 71 v2 
MiLLIAMMETER, DC. FR TO 6/1743 


SCALE GC TO 15 MA DC, SANE AS NAVY TYPE 
~22135 EXCEPT FOR CA) BLACK BACKGROUND 
WITH WHITE MARKINGS AND POINTER, 

(B) NONGLARE SHATTERFROOF GLASS, (C) 
CERAMIC POINTER AND STOPS. 


3/12/40 (CAY) BX 
wOV. 43 


22136 RAE 17: 5.12 
METER - OUTPUT. PR TO 6/1/43 
SCALE: ZERVY CENTER ~ KENUS 15 40 PLUS 
6 DECIBELS. 2-1/2" FLUSH. 


3/22/33 CV 
NOV. 43 


22137 RAE V7 4 42 
WOLTMETER g@ - PR TO 6/1/43 
oc. SCA 2-1/2" FLUSH, 
2000 OMS PER VOLT. 


4/3/33 
NOVY. 43 


cv- 22138 GM 

AMMETER ® RLF. 

SCALE: O-2. FOR USE WITH EXTERNAL 

THE COUPLE ROT SUPPLIED WITH METER. \ 
APPROK 2 MLA, SENSITIVITY, FULL SCALE 
DEFLECTION. 


4/10/33 SPECIAL ON-S-415 

NOV. 41 SHEET 54 PT 35 
cay 22139 TBF 

TUBE LIFE METER 

RANSE? 0-190,000 HOURS; ONE RPH OF SHEEP 


HAHD CALIBRATED IN T/tO HOURS. 6-12 
VOLTS DC - 3-1/2" FLUSH MOUNTED. 

(9 DEALS). (10-35 VOLTS AC WITH TYPE 
CAY+20005 RECTOX UNIT). 


(4480) 
4/11/33 "CX" CASE P-7793042-G6 
KOv. 41 
22140 GENERAL USE 17 1 12 


GALVANOMETER, A.C. PR TO 6/1/43 
SCALE? O-119 M.A, 3-3/2" FLUSH 
CURRENT SQUARED TYPE. 


4/20/33 
NOV, 43 


GENERAL USE 17 4 2 
PR TO 6/1/43 


G/20735 
NOV. 435 


AVATARS | MUTATE, 


pare | MAST? | GGNTATTORE | 


RESTRICTED 


NAVSHIPS 990,109 


3.22-8 


Class 22—Indicating Instruments 


int 
[cures [ruse assoneo ror | IRR | 


wa Finst ASSIGNED FOR | WANE RRAYING, 


CN: 22142 GM. CN-G-11S 
TEST METER HOLOER he : . 
FOR MOUNTING TYPE CV¥-22121 METER. 


S/3/33 
wOoV. 41 


TOG 17-1212 
D.C. PR TO 6/1/43 
SCALE: 0-350. 3-1/2" FLUSH. (iG00 
OuMS PER VOLT). : 


§/24/33 
NOV. 45 

22144 126 17 i 42 
VOLTMETER, O.C. . PR TO 6/1/43 


SCALE: 0-175, 3-t/2".FLUSH. 


8/24/33 
NOV. 43 

22145 TSG 171:12 
KILO-VOLTMETER, D.C. PR TO 6/1/43 


SCALES O-3.5. (1900 ONS PER VOLT) 
3-1/2" FLUSH. EXTERNAL MULTIPLIER. 


6/24/35 
NOY. 43 


22145-A * SEE BELOW 17-1-12 
KILOVOLTMETER D.C. PR TO 6/1/43 
SCALE 0 TO 3.5 KV DC, 1000 Ors Fox 
VOLT; 3-1/2" FLUSH wITH HIGH HUMIDITY 
RESISTING EXTERNAL MULTIPLIER. 


* REPLACEMENT FOR TBL’S. 
7/é1/39 042301 Cv¥:C0-56240 
HOY. 43 eas DATED 11/1/38 


22146 TAd-48TSF-1 17 4 42 
VOLTMETER, D.C. PR'TO 6/1/43 
SCALE: 0-750, (1000 OHMS PER VULT) 
3-3/2" FLUSH. EXTERNAL MULTIPLIER. 


8/24/33 
NOY. 43 


22147 - TAS-48TBF-117:1:12 > 
VOLTMETER, A.C. PR TO 6/1/43 
SCALE: 0°7.5, (184-497) 3-1/2" FLUSH. 


$/26/33 
NOY. 43 


CAY 22148 9 TAU-46TBF-1 
TUBE LIFE METER 
RANGE! 0-10,000 HOURS. 11 VOLTS A.C. 


60 CYCLES - SYNCHRONCUS MOTOR. 4 DIALS & 
SHEEP HAND CALIBRATED IN TENTH URS 3-7/8 


DEEP. 3-172 EXTENDED STANDARD METER 
CASE. FLUSH MOUNTING. ~ 


6/29/33 $#S30399 
wov. 41 


Learnt | MeunaSTHag’s | 


NAVSHIPS 900,109 _ 


CV- 22746-a TeF-1 

TUBE LIFE METER 

11 VOLTS, 60 CYCLES AC; 0 TO 10,000 
HOURS, VEEOZR COUNTER. 


10/26/36 MOSEL #691 
NOV. 41 TYPE 2 


CAY 22148-B TBK-8 

TUBE LIFE METER 

RARGE: O TO 10,000 HOURS. NO. DIALS: $3 
Vt VOLTS, 60 CYCLES. MINUMUH 
CALIBRATION: 1/10 HOUR. 


10/27/38 S#1C01602 CAT 43-553 
Noy. 41 
22149 Do 


METER, OUTPUT 
CCANCELLED - USE 22152) 


6/21/33 
NOV. 43 


ce¢ 22750 PC 

METER (FREQUENCY) 

RANGE: 35.3 - 60 - 68.6 - 80 - 96 CYCLES 
- 415 VOLTS. EXTENDED 3-1/2" PHENOLIC 
CASE. 


8/4/33 K-802595 
NOV. 41 

22151 PC 17 412 
VOLTHETER, AC, PR TO 6/1/43 


RICTEFIER TYPE; SCALE 0 - 3, 3-i/e" 
FLUSH. 


8/9/33 
WOov. 45 


22152 D0.-1.2.3 17:4 «12 
METER, OUTPUT PR TO 6/1/43 
SCALE: ZERO CEXTER; MINUS 10 TO PLUS § 
DECIBELS; 2-1/2" FLUSH; ACCURACY + 6%; 
REF, OUTPUT IMPEDANCE 600 OHMS; O ruWER 
LEVEL; 6 HILLIWATTS; INSTRUMENT RESIS- 
TANCE 8000 OHMS 458; RECTIFIER TYPE. 


8/28/33 $06 
NOV. 43 CRVEK~8150ti-1 


22153 GENERAL USE 17 1 12 
MILLIAUMETER, O.C. PR TO 6/1/43 
SCALE: O-1, 2-1/2" FLUSH. 


10/25/33 
NOV. 45 


22153-a co 
MILLIAMMETER. OC 
SAME AS TYPE -22153 EXCEPT CA) MOFSTURE- 
PROOF, €B) BLACK BACKGROUND WITH WHITE 
LETTERS & POINTER, NONGLARE, (C) NORMAL 
VALUE SCALE MARKINGS, (D) CERAMIC 
POINTER STOPS. INTERNAL RESISTANCE 26 
QuMs, 
7018/37 (CV) $06 
44 


NAY Wd 
SENGIE __[rvnst assionen ror | RVEGREG | 


cay 22154 MODIFIED. TAL 
VOLTHETER, A.C. - SPECIAL 

SCALE! 0°7.5. CALIBRATED TO READ S 
VOLTS ON SCALE WITH 186 VOLTS ON 
TERMINALS. 


1/23/34 CA 
WOV. 41 


cay 22155 MODIFIED TAL 
VOLINETER, AC - SPECIAL 

SCALE: O-5. CALIBRATED TO READ 2.5 
VOLTS ON SCALE WITH 186 VOLTS ON 


TERMINALS. 


1/23/34. CA 


Nov. 41 
22156 = TAY-t 7442 
KILO-VOLTMETER - D.C. PR TO 6/1/43 


SCALE: O-2.5 - EXTERNAL MULIIFLIER. 
SENSITIVITY: 1000 OMMS PER VOLT. 3-1/2" 
FLUSH. 


S/10/34 
ROVE. 43 


cBby 22157 RU-32RU-3a 
TEST METER HOLDER & 
CONNECTING CABLE. 


6/14/34 
NOV. Aft 

22158 GF-1acF-2 17 112 
AMMETER, RF. PR TO 6/1/43 


SCALE: O-1.25. 2-1/2" FLUSH. 


6/14/38 
NOV. 43 


co-22159 See BELOW 17-14-12 
VOLTHETER = A.C. PR 10 6/1/43 
SCALE: 0-30. 6” RECTANGULAR. 


* TBJ, TAWa (69) (13 @ 114). 
9/24/34 AD-6 
NOV. 43 


cc- 22160 TRICZORI4O) 17 6 12 
HILLIAMMETER, D.C. PR TO 6/1743 
SCALE: 0-150. .6" RECTANGULAR. 


9/24/34 00-6 


NOV. 43 
ce- 22161 TRY (21) 17:1 «12 
AMMETER, D.C. PR 10 6/1/43 


SCALE: O-1. 6% RECTANGULAR. 


9/24/34 DD-6 
NOV. 43 


MAETHORS SRAMARETUT CR 


+ 


L 


CRAG [rims aston vor | VAL ORAYING, 


co- 22162 * SEE SELOW 17-11-42 
AMMETER, RAF. PR TO 6/1/43 
SCALE: 0-20. 6" RECTANGULAR. FULL 
SCALE DEFLECTION AT 10 MV DC CALEBRATED 
WITH TYPE 22259 INTERCHANGEABLE THERAO- 
COUPLE RATED & AMP RF, 10 MY DC AND A 
2025 AHP CURRENT TRANSFORMER. (24) 

* TBU (25 & 128) 

9/24/34 DD-6 

NOV. 435 


cG- 221635 TBs (118) 17-5 42 
AMMETER, D.C. PR TO 6/1/85 
SCALE: 0-3. 6" RECTANGULAR. 


9/24/34 00-6 
NOV. 43 


cc- 22164 TBUCH39+327) 17 4 22 
VOLTHETER, D.C. PR TO 6/1/43 
SCALE: 0-900; INCLUDES EXTERNAL MULI}~ 
PLIER CONSISTING OF ONE t-TUBE CAGE. 
6" RECTANGULAR. 


9/24/34 00-6 


NOV. 43 
6G- 22165 TEICI4I) 17.4 12 
VOLTHETER, D.C. PR TO 6/1/43 


SCALE: 0-3,000. INCLUDES EXTERNAL 
MULTIPLIER, CONSISTING OF TWO.4-TYBE 
CAGsS AND ONE 1-TUBE CAGE. 6” 
RECTANGULAR. 


9/24/34 DdD-6 


NOV. 43 
cc- 22166 TBJ(303) 17, 4 12 
VOLTMETER RF. PR TO 6/1/43 


SCALE? 0-2000 (SCALE TO BE CALIBRATED 
AFTER INSTALLATION) CALIBRATED WITH 
NOW INTERCHANGZ ABLE THERMOCOUPLE 
€P°38290452 G-8) RATED 6 AMPS. RoFe 

6" RECTANGULAR. 


9/24/34 0D-6 
NOV, 43 


cG- 22167 *SEE CELON 17-14-12 


AMHETER, D.C. . PR TO 6/1/43 
SCALE: O-1G. 6% RECTANGULAR. 


* 78 (310) (16435). 
9/24/34 DO-6 


NOV. 43 
cG-22168  Te8J¢315) Wt 
VOLTMETER, A.C. PR TO 6/1/43 


SCALE: 0°40, 6" RECTANGULAR. 


9/24/34 AD-6 


NOV. 43 
cc- 22169 1340319) 17,412 
AMMETER, RF. PR TO 6/1/43 


SCALE: 0-500, FOR USE WITH 50025 AWP 
CURRENT TRANSFORMER & AN INTERCHANGEABLE 
5 AMP 30 MILLIVOLT. EXTERNAL THERMO- 
COUPLE. TYPE 22259. 6" RECTANGULAR. 


49/24/34 DD-6 
MOV. 43 


AERARTHORS 


Class 2 2—Indicating Instruments 


| GARETT [rst asso rox | AAR, 


cc* 22170 TBJ , 17412 
AMMETER, DeC. PR TO 6/1/43 
SCALE: 5-0-5, 6" RECTANGULAR. 


9/24/34 DD-6 


NOV. 43 

cc- 22171 TB V7-1-12 
KILO-VOLTMETER, D.C. PR TO 6/1/43 
SCALES 0-20. FULL SCALE DEFLECTIUN AT 
62.5 MA. 6" RECTANGULAR, INTERNAL 


RESISTANCE = 1,56 OHMS. EXTcRNAL MULTI - 
PLIER. (421) 15 -63425 RESISTORS IN 
SERHES. PROTECTIVE RESISTOR(422) 63403 
ADJUSTING RESISTOR(493) 63326, AND 
9/24/34 DBO-6 


NOV. 43 

BY-PASS CAPACITOR (416) 22171 
cG- 22172 TBU 71 «42 
AMMETER, D.C. PR TO 6/1/43 


SCALE: 0-80. EXTERNAL SHUNT. 6" 
RECTANGULAR. 


9/24/34 DD-6 
Nov. 43 


cG- 22173 * SEE BELOW 17-1-12 
VOLTHETER, A.C. “PR TO 6/1/43 
SCALE: 0-300. INCLUDES ONE 1-1U3E CAGE 
EXTERNAL MULTIPLIER, 6" RECTANGULAR. 


* TB (418,621,662) & TAW-1 (481,662) 
9/24/34 AD-6 


NOY. 43 
cc- 22174 TBU(610) 17 1 12 
VOLTHETER, A.C. PR TO 6/1/43 


SCALE: 0-20,000, CALIBRATED FOR USE 
WITH 20,0093166.7 VOLT POTENTIAL 
TRANSFORMER. 6" RECTANGULAR. 


9/24/34 AD-6 
KOV. 43 


cc- 22175 TBU(6148671) 17-1-32 
ANGETER, A.C. PR TO 6/1/43 
SCALE: 0-80, CALIBRATED FOR USE WITH 
8035 AMP. CURRENT TRANSFORMER. 6" 

REC FANGULAR, 


9/24/34 AD-6 


NOY. 43 
cc- 22176 T3J(616) 17-112 
KILOWATTMETER, A.C. PR TO 6/1/43 


SCALE 0-2000 FOR USE WITH 80:5 AMPS. 
CURRENT TRANSFO R AND 13.800:t15 VOLTS 
POTENTIAL TRANSFORMER. § AMP, 115 VOLT 
THREE-PHASE, THREE-wWIRE - 6" REC- 
TANGULAR, 


9/24/34 AD-6 
NOV. 43 


3.22-9 


CHATTER, [rtnst assignen ror | ora. | , 


cG- 22177 * SEE GELOW 17-5-12 
AMMETER - A.C. PR TO 6/1743 
SCALE: 0-150 - FOR USE WITH 15035 CUR- 
RENT TRANSFORMER, 6” RECTANGULAR, 


“% T8J (622 & 653). 
9/24/34 AD-6 


NOV. 43 
cG- 22178 7836625) 17 4 12 
KILOWATTHETER AC. PR TO 6/1/43 


SCALE 0-60 - FOR USE WITH 15035 AP. 
CURRENT TRANSFORMER, AND 220 VOLTS, 
S*PHASE. S-wikS. TuNCLUDES ONE 2-TUBE 
CAGE EXTERNAL MULTIPLIER, 6" REC- 
TANGULAR. 


9/24/34 AD-6 


NOV. 43 
cc- 22179 TBUC641) 17-1:22 
AMMETER, A.C. PR TO 6/1/43 


SCALE: 0-200 - FOR USE WITH 200:5 AMP. 
CURRENT TRANSFORMER. 6" RECTANGULAR. 


9/24/34 AD-6 
NOV. 43 


cc- 22439 *%SEE BELON 17-41-12 
AMMETER, A.C. PR TO 6/1/43 
SCALc? 0-50; FOR USi HiTd 50:5 AMP. CUR- 
RENT TRANSFORMER. 3 PHASE, 3 WIRE, 

25 CYCLES. 6% RECTANGULAR, 


* TAY-1 (770) Tad (645) 
9/24/34. AD-6 


NOY. 43 
cG- 22181 TAW-a 17-1 «42 
AMMETER, A.C. PR TO 6/1/43 


SCALe: O-10 - FOR USE WITH 10235 AMP. 
CURRENT TRANSFORMER, 6" RECTANGULAR. 


9/24/34 AD-6 


NOY, 43 
co- 22132 TBS(661) 17, t 12 
VOLTSETER, D.C. PR TO 6/1/43 


SCALE: 0-150. 6" RECTANGULAR, 


9/24/34 00-6 
NOv, 43 


T3670) 17 4 42 


TER AC. PR TO 6/1/43 
FOR USE WITH 20025 CUKRE 


TRANSFORMER, AND 225 VOLTS - 3-28 
3 WIRE, INCLUDES ONE 2-TUSE CAGE 
EXTERNAL MULTIPLIER. 6" RECTANGULAR. 


9/24/34 ADd-6 


NOY. 43 

ce. 22184 T2J 174 12 
ANHETER, ALC. PR TO 6/1/43 
SCALz: 0-80 - FOR USE WITH 80:5 AUP. 


CURRENT TRANSFORMER, 6" RECTANGULAR. 


9/24/34 AD-6 
NOV. 43 


MAGES | SANIAPRERIA 


pave | MANWASTUBIR'S | 


RESTRICTED 


NAVSHIPS 900,109 


Class 22—Indicating Instruments 


DESIR, riast assignto ror | MAML SRAWING. 


[RA [rast asscnse ron | HASHING, 


cc- 22135 T3U(673) | 17 1 12 


AUMETER. O.C. PR TO 6/1/43 


SCALES 0-30. 6" RECTANGULAR, 


9/24/34 OD0-6 
NOV. 43 


cc- 22185 TAW-3 (674) 37 1 12 


G-600 - FOR USE WITH 60925 AMP. 
NT TRANSFORMER. 6% RECTANGULAR. 


9/24/34 ao~6 


NOV. 43 
cc: 22187 180 174 42 
POWER FACTOR NETER PR TO 6/1/43 


SCALE 0.5 LaG TO 0.5 LEAD. FOR USE WITH 


8005S AMP. CURRENT TRANSFORMER. 220 


VOLTS A.S. 5 AMPS, INCLUDES ONE 2-TUBE 


eCAGE EXTERNAL MULTIPLIER. 6" REC- 
TANGULAK.”. 45 E yh 


9/24/34 AD-6 


NOV. 43 _ 
cs- 22188 ° T3u(677) 174 42 
AMMETER, AC PR TO §/1/43 


SCALE; 0-300 - FOR USE WITH 80035 ANP. 
CURRENT TRANSFORMER. 6" RECTANGULAR. 


9/24/34 AD-6 


NOY. 43 
c6- 22189 TBU(680) 17442 
KULOWATINETER, PR TO 6/1/43 


SCALE 0-120 - FOR. USE WITH 60025 Amp. 


CYRRENF TRANSFORMER. 220 VOLTS - SINGLE 


PHASE, 3 RIRE. 6" RECTANGULAR. 


9/24/34 AD-6 
NOV. 43 


ec- 22190 TRICTI5S) 
VOLTMETER. A.C. - SPECIAL. 
SCALE: 0-150. RECTIFIER TYPE. 


9/24/34 800-27 7350132-PLIS4 


NOV. 41 SPECIAL 


co- 22191 TBRUCLIS3) 
FREQUENCY HETER - SPECIAL 


SCALES 25-0-25 CYCLES - FOR USE ON 115 V 


350 TO 135@ CYCLES.. as 
8/24/34 AH-12 “0  BAHT2F-Y40 
NOV. 41 : 

c6- 22192 tasis2iy I7 1 12 
AMMETER - ALC. PR TO 6/1/43 


SCALE: 0°1500 - FOR USE WITH 30031 AHP. 


CURRENT TRANSFORHER. 7” RECTANGULAR, 


9729/34 A0-7 
WOV. 43 


ER. A.C. PR TO 6/1/43 


cv: 22193 oc 

D.C. VOLT/NILLIAMPERE/OHM 

METER. KANCES 1/2.5/10/25/60/100/250 
VOLTS AT 20,009 OHMS PER V. 500/1000 ¥ 
AT 1,000 OHMS PER VOLT. P/2.5/5/10/257 
50/100 MWA. & O-10 MECOHMS. PORTABLE. 


tO/17/34 665-3 
HOV. 41 


cv- 22194 OE 

A.C. VOLT/CAPACITY METER 

RANGE: 4/8/40/200/400/800 VOLIS - 1000 
OwwS PER VOLT RECTIFIER TYPE. 

10-200/3 -20/0.4-2/.01-22/.0001-.02 MFDS. 
PORTABLE. 


10/17/34 664 
NOV. 41 , 


cv- 22195 GENERAL USE 

POWER LEVEL/VOLTMETER 

RANGES -8/-4/0/4/8/12/16/20/24/28/32 
DECIBELS. MULTIPLIER RANGE ZERO LEVEL 
6 MILLIWATTS AT 500 OHMS. 1.5/6/15/60/ 
150 VOLTS A.C. - RECTIFIER TYPE, 
PORTABLE. 


10/17/34 695~-3A 
NOV. 41 


cV- 22196 GENERAL USE 

OHMNETER 

RANGE: 0-5,000/0-50,000 OHMS. USES ONE 
“oO” Coll OF FEDERAL SPEC. W-B-101; PORT- 
ABLE. 


10/17/34 689-T1E 


NOV. 41 
22197 TBAS2 W727 1092 
KILO-VOLTHETER - 0.C. PR TO 6/1/43 


SCALES O-4 - EXTERNAL MULTEPLIER. SEN- 
SITIVITY - 1,000 OHMS PER VOLT. 3-172" 
FLUSH. 


10/22/34 
NOV. 43 


22198 TAS-54TBK 17-1:42 
VOLTHETER - D.C. PR TO 6/1/43 
SCALE: 0-500 - EXTERNAL MULTIPLIER. 
1000 OHMS PER VOLT. 3-1/2" FLUSH. 


10/82/24 
NOV. 43 


cay 22199 TASS & TBK 

TUBE LIFE METER 

120 VOLTS - 60 CYCLES. 10,000 HRS. HAX- 
(HUM 7800 VOLT INSULATION, 4 DIALS & 


SWEEP HANO, ONE RPH OF SWEEP HAND GARKED 


(NW TENTHS; 3-1/2" FLUSH, 3-7/8" DEEP. 


10/22/34 S'838946 K-7808804 
NOV. 41 


CAY22199A TBK-? 

TUBE LIFE METERS 

145 TO 120 VOLTS, 60 CYCLES, 10000 
HOURS MAXIMUM, 5 DIALS. LOWEST CALIGRA- 
THON 1 REV PER HOUR CALIBRATED IN TENTHS 
WEMCO STYLE S71001606 (NO SHROUD) OR 
S-1205849, (YITH SHROUD). SIMILAR TO 
-22199C EXCEPT SWEEP COUNTER, 

4/4/36 NH-35 CAT243-353 

AUG. 42. 


ae ee a 


_ NAYSHIPS 900,109. 


v" 
oath ation |rnsr ASSIGHED FOR | oe vSRIAS, | 


CV-22199-8 CXANCCXAM-1 
TUBE LIFE HETER. 
11S VOLTS, 62 CYCLE 
VEEDER COUNTER. SA 
v 


9 70 10,090 HOURS, 
AS CV-22148A 


EXCEPT FOR SUPPLY VOLTAGE. 
6/2/ar : CRV 
MAR. 42 TYPE 2 suze 


CAY22199C Tay-1,-2 

TUBE LISE METER: 

RATID 758 125% OF 120 VGLTS 69 
19,993 HOUWS, VEEQER TYPE 

E aS -221998 ExczeT 1-7/9" 

410 PANEL, “271994 

2R BlHtiO PAGEL AND VEE 

COUNTER INSTEAD OF Sues? 5 

6/13/42 CAYSNH-35 Cal 43- 

AUG. 43 $#1205858 


CALIB2ATION 1 REVOLUTION cat 224399¢ 
PER HOUR CALIBRATED IN 
TENTHS. 3-1/2" FLUSH PHENOLIC CASE. 


cay 22200 TAJ-5 & TBK 
VOLTMETER-A.C.-SPECIAL 

SCALE: 0-7.5. CALIBRATED TO READ 5 
VOLTS ON SCALE WITH 260 VOLTS ON TERM- 
INALS - 7509 VOLTS INSULATION - 3-272" 
FLUSH. 


10/22/34 NA 


HOV. al 
cG- 22201 TAW-t (442) 17 1 12 
AMMETER - D.C. PR TO 6/1/43 


SCALE: 0-50, 6" RECTANCULAR 


VI/1/34 DO-6 
WOv. 43 


22202 GF-1 @RU-S 17 1:12 
MILLIAMMETER - 0.C. PR 10 6/1/83 
SCALE: 0°35, 2-1/2" FLUSH. 


11/13/34 
NOV. 43 


cc- 22203 TaWw-acs606) 17 1:12 

KI LO-VOLTMETER - ALC. PR TO 6/1/43 
SCALE: 0-15, FOR USE WITH 19,0397150 
VOLT POTENTIAL TRANSFORMER. 6" REC- 
TANGULAR. : 


1t/14/34 AD-6 
NOV. 43 


CG- 22204 TAd-0(1607) 17 1 12 
KILO-WATIMETER AC. PR TO 6/1/43 
SCALE 0-2,990. Kw - 6" RECTANGULAR. 5 
AMP, 115, VOLT, 3 WIRE, 3 PHASE. FOR USE 
WITH THO 115002115 VOLT POTENTIAL 
TRANSFORMERS, 8 TWO 30:1 CURRENT TRANS- 
FORMERS, 118 VOLT, 3 WIRE, 3 PHASE. 


P4/14734 AD-6 
ROY. 43 


SESEHRE? 
RESTRICTED 


MEARS | AWHAETEA |] 


Class 22—Indicating Instruments 


3.22-11 


[Benue [ruse assonen con | HARGRORG, —|_ 


Deseh eh FIRST ASSIGNED FOR PORK, 


eg- 22205 TAti-a 17 4 12 
WATTMETER PR TO 6/3/43 
RATED 1000 KW + 6” RECTANGULAR. FOR 
USE WITH 15,000:t50 YOLT POTENTIAL 


“TRANSFORMER AND 50:1 CURRENT TRANSFORMER 


11/14/34 ad-~-6 
ROY. 43 


cc- 22206 TAW-aCl614) 17 1 42 
AMNETER - ALC. PR TO 6/1/43 
SCALE: 0-75 - 6" RECTANGULAR, FOR USE 
WITH 7525 CURRENT TRANSFORMER. 


11/14/34 AD-6 
NOV, 43 


cc- 22207 * SEE BELOW 17 1 22 
AMMETER > ALC. PR TO 6/1/43 
SCALE: 0-40 - 6" RECTANGULAR. FOR USE 
WITH 40:5 CURRENT TRANSFORMER. 


* TAW-aCT6163) TAW-16(7418760). 
t1/14/34 AD-6 
HOV. 43 


cc- 22208 TaW-ACHGETD «$7 1 42 


AMHETER - AcCe PR TO 6/1/43 
SCALE: 0°12,.5 - 6" RECTANGULAR. FOR USE 
wWiTH $2,535 AMP. CURRENT TRANSFORMER. 


T1/18434 AD-6 


ROV. 41 
cc- 22209 TAW-a V7--12 
AMMETER - ALC. PR TO 6/1/43 


SCALE: O-150 - 3-1/2" FLUSH. FOR USE 
WiTH 3150:6.5 AM®. CURRENT TRANSFORMER. 


11/14/34 AO-21 
ROY. 43 


co- 22210 * SEE BELOW 17-!-32 
VOLTNETER - D.C. PR TO 6/1/43 
SCALE: 100-150 - 6" RECTANGULAR, 


* TAW-1(01623) TEJS-1623. 
TU/15/34 DO-6 


MOY. 43 
co- 22211 TAW-1 V7-b+92 
AMMETER - A.C. PR TO 6/1/43 


SCALE: O-15 - 6" RECTANCULAR, FOR USE 
WITH 1535 AMP. CURRENT TRANSFORMER. 


TE/b5/34 AD-6 


NOV. 43 
cc- 22212 TAW-i V7-4-02 
AMMETER - AC. . PR TO 6/1/43 


SCALE: 0-30 - 6” RECTANGULAR. FOR USE 
WITH 30:5 AMP. CURRENT TRANSFORMER. 


TB/15/34 AD-6 
MOV. 43 


WAVY TYP! N 
[ _DEsGHATION ease ASSIGNED FOR | On ERR ETON | 


CG- 22243 * SEE BELOW 17-1-12 
AMMETER + RF. PR TO 6/1/43 
SCALE? 0-1000 + 6" RECTANGULAR. FOx USE 
WITH TWO 50025 AMP, CURRENT TRANSFORMERS 
AND TWO TYPE 22259 INTERCHANGEABLE 
THERMOCOUPLES RATED 5 AMP RF, 10 MV OC. 
TOTAL LEAD RESISTANCE .065 OHHS; 

* TAW-10360) (T8N-360). 

12/19/54 OD-6 

NOV. 43 


THERMOCOUPLES FURNISHED WITH 22213 
METER, LEADS NOT FURNISHED. 


CG~ 22214 TAW-10387) 17-t-12 
AMMETER ~ RLF. PR TO 6/14/43 
SCALE: 0-300 - 6% RECTANGULAR, Fute 
SCALE DEFLECTION AT 10 MV DC. FOR USE. 
WITH 30055 ANP. CURRENT TRANSFORMER AND 
THERMOCOUPLE., CINTERCHANGEASLE) 


€P-1290452G-1) (5 AMP RF, 1@ MV OS, TYPE 


22259), 
$2/19/34 DO-6 
NOW. 435 


ec- 22215 TAW-30743) 0 ET +1-92 : 
VOLTMETER - A.C. PR TO 6/1/43 


SCALE: 0-600 - 6" RECTANGULAR. INCLUDES 


ONE F-TUSE CAGE EXTERNAL MULTIPLIER, 


12/19/34 AD-6 


NOV. 43 
cG- 22216 TAWO1C748) 0 UP-E-12 
AMAETER = A.C. PR YO 6/1/43 


SCALE? 0-60 - 6" RECTANGULAR, FOw USE 
WITH 6025 ANP, CURRENT TRANSFORMER, 
(747) 


12/19/34 AD-6 
NOV. 435 


G+ 22217 TAW-10746) [7-1-12 

WATTMETER AC. PR TO 6/3/43 
SCALE O-45KW. 3-°PHASE - 3-wIRE - 440 
VOLTS A.C. FOR USE WITH 60:5 AMP. CUR- 
RENT TRANSFORNER. INCLUDES ONE 4-TUBE 
CAGE EXTERNAL MULTIPLIER. hoa 


12/19/34 AD-& 
NOV. 43 


CG- 22218 TAW-10754) U7 1-82 
AMHETER - A.C. PR TO 6/1/43 
SCALE: 0-120 - 6" RECTANGULAR. FOR USE 
WITH 12025 AMP. CURRENT TRANSFORMER. 


12/19/34 AD-6 
NOV. 43 


CG- 22219 TAW?S6756)  B71-T2 
AMMETER, A.C. PR TO 6/1/43 
SCALE: 0°20 + 6" RECTANGULAR. FOR USE 
WITH 20:5 AMP. CURRENT TRANSFORMER. 


12719/34 Ad-6 


NOV. 43 ASSIGHED. 
issueD 


[ore | Mapagruanr’s | aaAIACTAREA, 


cc- 22220 TAW-1(759) -E7-1-42 
WATTMETER AC. PR TO 6/1/43 
SCALE 0-160 Kw. 3 PHASE, 3 WIRE, 440 
VOLTS A.C. FOR USE WITH 20025 AMP. 
CURR T TRANSFORMER. (NCLUDES ONE 
4-TUBE CAGE EXTERNAL MULTIPLIER. 


12/49/34 Ad-6 
NOV. 43 


cc: 22221 TAW-3(769) 17-t-42 
POWER FACTOR METER PR TO 6/1/83 
SCALE 0.5 LAS TO 0.5 LEAD. F-PiASE, 
B-WiRE, 440 VOLTS A.C. FOR USE WITH 
30025 AMP. CURRENT TRANSFORMER, 
INCLUDES ONE 4-TUBE CAGE EXTERNAL MULTI- 
PLIER. © 6 RECTANGULAR. 


T2/19/34 AD-6 
NOV. 43 


66- 22222 TAWS10752y  V7-1-12 
AMMETER = ALC. PR TO 6/5/43 
SCALES O- a ae CTANGULAR, FUR USE 
WITH 30035 AMP. CURRENT TRANSFORMER, 


12/49/34 AD“6 


NOV. 43 


cG- 22223 TAW-10764) 17-412 
WATT METER PR TO 6/1/43 
SCALE 0-50 KH. SINGLE PHASES, 2-WIRE, 
25 CYCLES. 220 YOLTS A.C. FOR USE WITH 
20025 AMP. CURRENT TRANSFORHER. 


12/19/34 AD-& 


NOV. 43 


cG- 22224 TAW-10763) T7-b-42 
KiLO-WATIMETER PR TO 6/1/43 
SCALE 0-809 Ka, 3-PHASE, 3-wtRE, 25 
CYCLES. FOR USE WITH 59:5 AMP. CURRENT 
TRAVSEORMER AND 115003115 VOLT POTENTIAL 


TRANSFORMER. 


V2/19/54 AD-S 


NGV. 43 
22225 TBL3T3L-3 TP-t12 
VOLTHETER «Dal. PR TO 6/1/43 


SCALE: Cr°109, SELF-CONTAINED. séact~ 
TIVITY: 1,090 OHMS PER VOLT, 3-3/2" 
FLUSH 


1/9/35 

NOY. 43 
eG- 22226 TAW-1 (742) 47 1 12 
KILOWATTMETER PR TO 6/1/43 


SCALE: O-800 KH. 3-PHASE, S-WIXE. FOR 
USE WITH THO 40:5 AMP. CURRENT TRANS- 
FORMERS AND TWO £1,500:7%9 VOLT 
POTENTIAL TRANSFORMERS. 


T/V1/35 AD~6 


NOV. 45 
22227 TAN} 17.1 12 
KILO-VOLTMETER, D.C. PR TO 6/1/43 


SCALE2O-1.5, EXTERNAL MULTIPLIER. 
SENSITIVITY: 3,000 OHMS PER VOLT. 
3+t/2" FLUSH. 


P/ALI/35 
NOV, 43 


cave | ARUEAGTANE® | SHAUHIACTARIRAL 


cone | MRIMAEWON® | SANEACTRAET, 


RESTRICTED 


NAVSHIPS 900,109 


3.22-12 — : Class 22—Indicating Instruments 


[SERRA [rest asscnan ron | RARER BEARS, [rast asienso von | HAMANN | DIAG [vase assionen von | oHATLANMI | 
22229 Tama ren 171120 22235 TAOS Tb tes "es 18J323) 171 12 
AMMETER, RLF. PR TO 6/1/43)... © KILO-VOLTMETER, 0.C. PR TO 6/1/43 ee eee c PR TO 6/1/43 
SCALE: 0-25, 3-1/2" FLUSH. SCALE: O-3, EXTERNAL MULTIPLIER. SCALE kOL9 = 68 RECTANGULAR 
: SENSITIVITYS §,000 OHMS PER VOLT, 3-1/2" a LARS 
FLUSH. 


V/14/35 5%, : ue 4/17/35 
: : : feo 2 8/7/35 006 
i 7 NOV. 43 
NOV. 4300 a : NOV. 43 
cAY 22229 18M & TON a haere 22236 GENERAL USE 17 1 12 22241 Riccar RAGSY. FFA 12 
MODULATION HETER MICROAMMETER PR TO 6/1/43 ef PRT Nd 
SCALE: 0-100%. USED WITH EXTERNAL : SCALE: 0-500. 3-1/2" FLUSH, TNE LER Ree Eee: ei Sa 
- 2 7 ; SCALE: 0-8 - ACCURACY: + 2% UN 60 CICLES 
TRANSFORMER, 3-3/2" FLUSH. LI AC. £ 3£ ON DiGcz 2-1/2" FLUSH. 
sage a. ee “De 3 6/29/35 
MA WAr30 poy ARTO S267 Noyes 9/11/35 517A 
: : : : NOV. 43 
22229-A TaM-4, 5, 6. 17-41-12 22237 174 02 Peer res 
MODULATION METER PR 10 6/1/43 PR TO 6/3/43 
SCALEs 0 TO 100%; 3-3/2" FLUSH; taChLuveSs CANCELLED USE 22147. 
ONE NAVY TYPE Cay-30557 EXTERNAL TRANS- SUPERSEDED + ‘USE 222424, 
FORMER. SAME AS BASIC TYPE EXCEPT FOR 
TRANSFORMER WHICH HAS @EEN HERMETICALLY 
SEALED AND REDUCED IN SIZE. Jo 
9/24/40 CAY:NX . .  CAY3T=7605997- 6/29/43 
: Ve 
NOV. 43 ; . 20 SsbB 7, NOV. 43 Be. ak 
cG- 22230 rey (790) 174 12 22238 GP 174 12 : he 
AMMETER, AoC. PR TO 6/1/43 MULLEAMMETER, D.C. PR TO 6/1/43 tibiae Beer, SELON 
ee " SCALE: 0-300. 2-1/2" FLUSH. 
ee Ae Ort ae a eaeur Tesasrouneare 2 1} VOLTS, 30 CYCLES OPERATION; A HIGH 
10s «: CURREN AN . TOROUE SELF STARTING SYNCHRONOUS MOTOR, 
3-1/2" FLUSH, 2-5/8" DEEPCOVERALL) FOUR 
DIALS 8 SWEEP HAND OF 1, 10, 100, 1000 & 
; : 10,000 HRS, (TOTAL) 
. ; 7/8/35  CV¥2506 CVSCD-65881 * TAS-3 REPLACEMENT. 
hte ADS Z - NOV. 43 REG 1/20/38 NH-35 NRL REPORT 
. met , NOV. 41 (1IV, 80CY) R-1415 
cG- 22231 TRU (731) 17 € 12 CAY 222358-a GP-3 . 
AMMETER, A.C. ; PR TO 6/1/43 MILLEAMETER + DC. cay 22243 SEE PEL 
SCALE: 0-1,000. 6" RECTANGULAR. FOX USE 0 TO 500 MA DCCACCOROING TO 17-1 -12 TOTAL LHe HETER 
WITH 1,000:5 AMP. CURRENT TRANSFORMER. EXCEPT AS FOLLOWS) BLACK BACKGROUND WITH SUPPLY? U1 VOLTS, 40 CYCLES. 10,000 HR 
WHITE MARKINGS & WHITE POINTERS, NON- MAXIMUM 4 OUALS & SWEEP “HANDS ONE RPM 
GLARE POINFER STOPS ARE PROVIDED, SWEEP HAND: AARKEOMENCTENTHS) 3/02 
2°S/16" FLUSH MOUNT (PHENOLIC). FLUSH; 3-7/8" DEEP, 
*TAUCREPLACEMENTS) « 
2/2/35 7 : ; 8/22/36 MK 
Ole ah ee Novena 9/27/35 SH934173 
; watt ; Nov. 41 
cc- 22232 TaW4actet3)) I7-t-12> 22239 cP 17 6 92 ie ig 
TT THETER ; PR To 6/1/43 AMNETER, RoF. PR TO 6/1/45 222 
60 CYCLE, 3-PHASE, 3-WIRE. FOR USE WITH SCALE: Q-9. 2-1/2" FLUSH. CRNCELLED 
4025 AMP. CURRENT TRANSFORMER. AND 
23002115 VOLT POTENTIAL TRANSFORMER. 
2/4/35 AD-6 ok as Ta oe 7/23/35 
NOV. 43. ees : Sos NOW. 43 
cG- 22233 TaAweact62t)) 17 0 12. CAY22239-A GP-3 cay 22245 
Pet ER eA she Ueebaa ay teks cra kine Gk CACCORDING TO 871-12 } 
SCALE: 0-3,000. 6" RECTANGULAR. FORK USE c ore aa 3 : 
WITH 2031 POTENTIAL TRANSFORMER. “SANE EXCEPT AS FOLLOWS) GHNCELLED ¢ USE: 22148 52 B1ABKS 
PL AS FOR O22 87S : .* BLACK BACKGROUND WITH WHITE LETTERS AND 


WHITE POINTERS, MON-GLARE GLASS, POINTER 
STOPS PROVIDED, EXPANDED SCALE, 2-9/16" 
FLUSH. NO EXTERNAL THERMOCOUPLE OR 


3/26/35 AD-6 ae 9 VA22737 HK 
NOV. 43 © ae ace AUG. 43 
22234 *SEE BELOW 17 1 12 Ps : CAY22239-A : 
VOLTMETER. A.C. SPECIAL PR TO 6/1/48 SHUNTS USED. y 22246 RAK 6 RAL 17-h-12 
SCALE: O-15, CALIBRATED FOR 800 CYCLES. : OLTMETER - A.C. D.C PR TO 6/1/43 


SCALE: O-10. ACCURACY: + 2% OW ALC. 


2172" 4: MARKED AT 10 
Set 2 EEURH SCARE Ree “FULL SCALE, (15 TO [00 CY) + 2% OM D.C. 


VOLTS. — ; by & . FROM S TO 7 VOLTS. 2-1/2" FLUSH. 
* GHCREPLACEMENTI. es =3369) 
4/38/35 a : 
A 
nov. 43 10/30/35 S17 


NOV. 43 : K-616830-1 


mpaemisr | amwtarimia [| oars [aa 
NAVSHIPS 900,109. RESTRICTED | 


| sed ee | cil 


~ 


‘ 


_ Class 22—Indicating Instruments 


3.22-13 


AGU AAI. | SHAG, rear assioneo con | AMLARAYINS, || [GRACIAS [rest assionso ron | oNACTRRRRDNS, 


CV" 22247 GP-1 

AMHETER - RoF. CAURCRAFT) 

SCALE: O°7, BLACK BACKGROUND WITH WHITE 
CHARACTERS: 2-1/2" FLUSH = CUSHION PIN 
NEEDLE STOPS, CPHENOLIC). EXPANOED 
SCALE- 


ESA-608995 
_ £S02609357-3 


12/31/35 507 
NOV. 41 


‘ 
c¥- 22248 GP-t 

MILLIAMMETER, 0.C. toe 
(AIRCRAFT), BAKELITE. SCALE: 0-500, 
SAME AS 22068 EXCEPT.SOME MARKED AT 250 
VOLTS OTHERS AT 250 FOR NORMAL OPERATION 
BLACK BACKGROUND WITH WHITE CHARACTERS; 
2-1/2" FLUSH, CUSHION PIN NEEDLE STOPS, 


12/31/35 S06 
Nov. 41 


ESA-608996 


cv- 22249 GP-1 

VOLTMETER, AoC. 

CALRKCRAFT). BAKELITE. SCALE: 0-15, 
BLACK BACKGROUND WITH WHITE CHARACTERS. 
2-1/2" FLUSH - CUSHION PIN NEEDLE STOPS; 
800 CYCLES, 


~ 12/30/35 $17 
NOV. 41 


ESA-608594 
ES0-609857-1 


cay 22250  TBN-1 

TUBE LIFE METER 

120 VOLTS - 28 CYCLES. 7500 VOLT 
UNSULATION, 4 DIALS WITH 1 RPH SWEEP 
HAND MARKED #N TENTHS. SAME AS t 
CAY*22199 EXCEPT 25 CYCLES. 


1/13/36 
NOV. 41 


CAY22250-a Ten-6 170 12 

TUBE LIFE METER PR TO 6/1/43 
10,000 HRS, FIVE DIALS; 115 VOLTS, 
SINGLE PHASE, 25 CYCLES; SAME AS NAVY 
TYPE CAY+22199A EXCEPT DESIGNED FOR 25 
CYCLE OPERATION. 


8/23/40 S#1001614 
HOV. 43 NH-3SS 


cay22251 TeM*SsTeN'S 

VOLUME IHOICATOR METERS 

LOW RANGE: *20/-10/-4 08, .6 VOLT =-10 
0B. APPROX. 1280 OHMS. MIOOLE RANGE: 
°10/0/4+6 08, 16895 VOLTS =0 08 APPROX. 
4000 OHMS. HIGH RANCE: 0/+10/+16 0B, 5.4 
VOLTS =+10 08, APPROX. 11550 OHMS. 
3-1/2" FLUSH. 


2/14/36 NX 19-0-884 
NOV. 41 $y878656 
22252 £o-3 17 442 


VOLTMETER = A.C. PR T0.643/43 
0-130 VOLTS. 2-1/2" FLUSH. FLANGE = 
2-1/2". BOOT = 2-1/16", DEPTH = 
2-9/16", 


* 


6/17/36 $17 
NOY. 43 


22253 | LK-t 174 32 
VOLTHETER - A.C. PR TO 6/1/43 
(RECTIFIER TYPE- HIGH SENSITIVITY). 
0-28 VOLTS. 3-3/2" FLUSH. RECTIFIER 
TYPE (2000 OHM PER VOLT). 


1729/37) C¥s30R 
NOV. 43 . 


17 — 12 
PR TO0.6/1/43 


22254 ‘GENERAL USE 
VOLTNETER A.C. - 
0-300 VOLTS A.C. 3-1/2" FLUSH. 


9/17/36 
NOV. 43 


CV-22254-a NOS 49274 


VOLTNET 


ER A.C. 


17 1 42 
PR TO 6/1/43 


SAME AS 22254 EXCEPT FOR RED NARK AT 


190 V. 


9717/36 
NOV. 43 


476 


22255 TAS~6 
MILLIAMMETER - D.C. 


0-750 M 


A. DOC. 


FURNISHED BY CG). 


10/14/36 00-41 


NOV. 43 
22255-a su 
HILLEAMMETER OC 


wot 12 
PR TO 6/1/43 


3-1/2" FLUSH. CFIRST 


V2-1-12 
PR TO 6/3/43 


O TO 750 MA OC, 3%" FLUSH TYPE. SAME AS 
BASIC NUMBER, BUT HAS BLACK BACKGROUND 


ANO WHI 


4/10/43 
NOV. 43 


TE MARKINGS. 


CG3380041 


CG- 22255-8 TCK-S 


MILLIAR 


METER*OCs 


CG377635253~5, 


171 12 
PR 10 6/1743 


0 TO 750 HADC, 3-172" FLUSH TYPE. SAKE 


AS TYPE 
360 MA. 
MARK. 


5f22743 
NOV. 43 


222 


VOLTMETER - D.C. 
0-200 VOLTS oc, 
3-172" FLUSH. 


-22255-A EXCEPT HAS RED MARK AT 


MEETS 17 3 42 EXCEPT FOR REO 


CG:8D0-41 


CG:P-7765919-5 


REV O 


56 TBL-2 


11/23/36 NX; S#821160 


NOV 43 
cv- 22257 *SEE BELOW 
DECIZELCOUTPUT) METER 


SCALES 


& 200; 
MiCROWA 


OHKS =~=6 + 10% AT 0.6 VOLT, 


*op-4, 
12/1573 
NOV. 43 


2-1/2" WIDE FLANGE, METAL 


CASE. 


17°45 12 
PR TO $71/43 


1000 OHMS PER VOLT, 
(FIRST FURNISHED BY CAY) 


71 12 
PR TO 6/4/43 


“10 TO #5 DS; RESPONSIVENESS 0.6 
SEC. OR LESS; OAMPING FACTOR BETWEEN 16 
SENSHTIVITY: ZERO LEVEL = 72 

TTS, 10.6 VOLTS; IMPEDANCE 5000 


Se 6 & OQ-1. 
6 506 
WIDE FLANGE 


RESTRICTED 


+ 


1000 CYCLES 


CRVSK-837019-1 


22257 


. 


CV- 22257-A DP-7,820Q-2 

OUTPUT METER - OB. 7 

SANE AS 22257 EXCEPT DEPTH INCREASED 
FROM 1-39/64" TO 2-1/64" OVERALL. 


¢ 
f 


9/10/37 K-837019-1 
WOV. 41 : ALT 3 
cc- 22258 TBO 17 12 


VOLT*AMMETER + 3 RANGE OC PR TO 6/1/43 
2-1/2" FLUSH, WITH EXTERNAL MULTIPLIER 


SHUNT UNIT. 0-140 MA OC, O-140 VOLT OC ° 


(wiTH RED MARK “BETWEEN 67 T0 93 VOLTS & 


100 TO 140 VOLTS}. 0-500 MA DC(WITH REO 


LINES AT 300 AND 360 MA DC) BASIC METRE 
1 MA OC. 

12/29/36 0841 

NOV. 43 


cG- 22258-a Te0 171 42 
VOLT-AMMETER-3 RANGE DC PR TO. 6/1/45 
2.0/2" FLUSH TYPE WITH EXTERNAL MULiI- 
PLIER TYPE -631598. METER IS MA DC WITH 
RED- MARK AT 60% AND 72% FULL SCALE. 
THREE MEASUREMENTS AVAILABLE WITH SHUNT? 
140 MA DC 140 VOLTS DC AND $00 HA OC. 
SIMILAR TO BASIC HUMBER EXCEPT FOR 
7/21/45 Dwat : i 

NOV. 43. 


. CG-22258-a 
DIMENSIONS AND INTERNAL MAKE-UP OF SHUNT 
SHUNT HAY BE USED WITH EITHER ASSEMBLY. 


Ce- 22259 
THERMOCOUPLE 
INTERCHANGEASLE THERMOCOUPLE, INPUT: § 
AMP RoF. OUTPUT: 5 MA AT 10. MV DC, 


* SEE BELOW 


* TAW-a, TAW-1 & TBJ. 
6/11/37 P-1290482G~1 CG3K-1284093 
NOV. 41 REV 6 


17 12 
PR 10'6/1/43 


cv- 22260 Qc-7 
AMMETER - RF. 


O-S AMP. EXTERNAL THERMOCOUPLE. 3-1/2" 


“CASE. 


10/14/37 425 


wOoV. 43 


- €PO022264 bv 


AZIMUTH POSITION INDICATOR 
800 CYCLE SYNCHRONOUS REPEATER. 


1/20/38 CRRIN-90161-2 
Nov. 41 : 


CRREN-90161-2 
PO. 8849 


CHE 22262 * SEE BELON G6RE22J1004A 
BEARING REPEATER INOICATOR ’ 

115 VOLTS, 60 CYCLE, SINGLE PHASE OPER- 
ATION. USING TYPE -21290 SELF SYNCHRONOUS 
mWOTOR. 


® JK/Q33 XQB/0C-7, 
2/37/38. 


CHES 10-839 
ALT ¥ TYPE 2 


3.22-14 


Class 22—Indicating Instruments 


MAG [rinse assrons ror | HARLAPAYHE, HATTA, SAM GFANNSA { HASTA HAVRE, 


CHE 22263 IK*2/0C°4 GEREZ2ZJIOO4A 
BEARING REPEATER tNOICATOR 
230 VOLT, 60 CYCLE, SINGLE. PHASE OPER- 


ATION USING TYPE -21291 SELF SYNCHRONOUS 


MOTOR. 
2/3/38 CHE:10-839 


NOV. 41 TYPE I. 


22264 GENERAL USE 17 1 42 
DECIBEL METER CRECTIFIER* PR TO 6/1/43 
TYPE AC VOLTMETER). +15 TO + 3 D8, 0 
D3 = 6 VOLTS, FULL SCALE = 8.47 VOLTS, 
41,195 OHMS, SELF CONTAINED, HIGH SPEED 
HOVEMENT, 3-1/2" FLUSH. (CY) 

*FOR SIZE * 
4/5/34 301 
NOV. “5 


22265 DT 17 12 
VOLTMETER = OC PR TO 6/3/43 
DOUBLE SCALE 0-8/0-250. PUSH BUTION 
TYPE. 2-1/2" FLUSH. (CV). 


~ 4/19/38 506 


NOV. 43 


cBY 22266 RU/GF SERIES 

TEST METER 

USES AO TO 35 MA OC MILLIAMMETER, 
PHENOLIC CASE, (CV TYPE $08) WITH 
CARRYING CASE. 


4725/38 3140 3140-20 
NOV. 41 


CAN 22266-8 QFA-3 

STEERING STAND 

SAME AS CAN-23266 EXCEPT (1) ALTERATION 
TO TURNING CIRCLE INDEPENDENT OF SPEED, 
(2) ADDITSON OF RUDDER RELAY, (5) 
ADDITION GF A SPEED DECAY WHERE TURNING 
AND (4) THE ELIMINATION OF ELECTRO- 


MAGNETIC DAMPING IM THE DESTROYER RUDDER 


8/12/43 
HOV. 43 


CAN22266-8 
CIRCUIT & THEREFORE THE ELIMINATION OF 
THE DDO-PC SWITCH ON THE TOP PANEL. SAME 
AS CAN+23266-A FOR SLIGHT MOOIFICATIONS 
tN TERMINAL BOARD. ELECTRICALEY AND 
MECHANICALLY ENTERCHANGEABLE Whit 
CAN*23266-Ae 


22267 TBR & TRR-i 371 42 
VOLT AMMETER = DC PR TO 6/1743 
0 TO 25 AMP DC AND 0 TO 8 VuLTo Ov. . 
2-1/2" FLUSH, (PUSH BUTTON NORMAL TO 
REAO AMPERES). (CG). : 


6/16/38 B8DW-16 CGs:P-7761557 
NOV. 45 PT & REV 4 


22268 ° TeR/TBR-1 17 1 12 
AMMETER = RF PR TO 6/1/43 
0 TO 8 AMPS RF. 2-8/2" FLUon. (Code 


6/16/38 8oN-44 CGOsP-7761597 
NOV. 43 eT 6 REV 4 


[care] RuRASTRER® | AASHRAPTHEEA, 
NAVSHIPS 900,109 


22268-a co-4 wet 12 
AMMETER - RF. AIRCRAFT PR TO 6/1/43 
TYPE. 0-8 AMP RF EXPANDED SCALE, BLACK 
BACKGROUND WITH WHITE FIGURES AND 
POINTER; CERAMIC STOP. 


10/29/38 CG:80W-44 CGsP-7761577-135 
NOV. 43 REV 6 


22269 TBR/TBR-1 71 42 
VOLTHETER - AC PR TO 6/1/43 
(RECTIFIER TYPE), © TO 150 vOLIS Aue 
2-1/2" FLUSH. (C6). 


6/16/38 B8DW-46 CG2P-7761597 
NOV. 43 PT 6 REV 4 


22269 ase-s 
VOLTMETER AC? 
RECTIFIER TYPE, 0-150 VOLTS AC, 2-1/2" 
FLUSH TYPE, SAME AS ~22269 EXCEPT HAS 
BLOCK BACKGROUND, WHITE MARKINGS AND 
POINTER, ETC. ‘ 
CANCEL. 


7/14/42 V7112 
Oct. 42 


22270 TBR/TBR-1 174 82 
KILOVOLTMETER -.0C PR TO 6/1/43 
0 To 2. KV OC. CEXTERNAL MULT IrLled, 
1000 OHMS PER VOLT). 2-1/2" PLUSH. 
(CG). 


6/16/38 B80W-43 COsP-77€1557 
NOV. 45 PT tO REV 4 


cca 22271 TBR/TBR-1 

FREQUENCY METER 

(VIBRATING REED TYPE). CALIBRATED FOR 
57, 58, 59, 60, 61, 62, 63 CYCLES; 

+ 24; 115 VOLTS OPERATION; 3-1/2" FLUSH; 
3-1/716" DEEP, PLUS 3/4” TERMINALS. 
*TRAHM (MINIATURE). 


6/16/38 *SEE AGOVE CO2M+7462680 
NOV. 41 Rev 2 
22272 TBC-2 178 2 


KILOVOLTMETER - OC PR TO 6/1/45 
0 TO 8 KV DC, 1000 OHMS PER vurt, 
EXTERNAL RULTIPLIER. 3-3/2" FLUSH. 
(CG). 


7/12/38 00-41 CGsK-4121298 
NOV. 43 REV 2 


22273 T8C-2 171 12 
VOLTMETER OC PR TO 6/1/43 
0 TO 100 VOLTS DC (1000 OHMS Pix VOLT). 
3-1/2" FLUSH, (66). 


a 


7/12/33 00-41 CG:K+4121298 
WovY. 450 2 REV 2 


CG- 22274 TBC~2 

MILLIAMMETER, DC. 

0 TO 750 MA DC. 7" RECTANGULAR, SEMI 
FLUSH TYPE. 


7/13/38 800-7 K24135570 
HOV. 41 REV 6 


_7/V8738 800-7 


co- 22275 TeC-2 

AMMETER, DCs 

0 10 4 AMP DC. 7 RECTANGULAR, SEMI 
FLUSH TYPE. 


7/19/38 800-7 K:4115570 REV 6 
NOV. 41 


cc- 22276 Tec-2 

AMMETER, OC 

0 TO 8 AMP. DC. 7" RECTANGULAR, SEMI 
FLUSH TYPE, 


7/19/38 800-7 K:4115570 REV 6 


NOV. 41 


cc- 22277 TBC-2 

VOLTMETER, D.C. 

0 TO 1200 VOLTS - EXTERNAL MULTIPLIER, 
100 OHMS PER VOLT, 7” RECTANGULAR, SEMI 
FLUSH TYPE. 


K34115570 REV 6 
NOV. 41 


cc- 22278 TeC-2 

KILOVOLTMETER - 0C 

0 TO 20 KV, EXTERNAL MULTIPLIER OF 
286,000 OHMS 7" RECTANGULAR, SEM! FLUSH 
TYPE. 


7/49/38 8 ab0-7 
NOV. 41 


K24115570 REV 6 


cc- 22279 TOC-2 

VOLTMETER. AC 

FULL SCALE DEFLECTION ON 300 VOLTS AC 
WITH SCALE MARKED 7.8 VOLT FULL SCALE. 
7” RECTANGULAR, SEMI FLUSH TYPE. 


7/19/38 GAD-7 
NOV. 41 


K34115570 REV 6 


cc- 22280 TBC-2 

AMMETER - AC. 

0 TO 25 VOLTS AC. 7" RECTANGULAR, SEMI- 
FLUSH TYPE, 


7/19/38 8A0-7 K-4115570 REV 6 
NOV. 41 31 


CAY 222814 CxX 

CROSS POINTER INSTRUMENT. 

TWO MICROAMMETERS IN SINGLE AIRCRAFT 
TYPE INSTRUMENT CASE; CASE TO MOUNT IN 
3-1/8" Dia. HOLE - WITH FOUR MTG EARS. 
NOT TO EXTEND BACK MORE THAN 4-1/4", 


7/26/38 WX-27 
NOV. 41 


Cv- 22282 *SEE BELOW 17 1 12 
AMMETER RE PR TO 6/1/43 
0 TO 3 AMP RF. EXTERNAL THERMOCOUPLE. 
3-1/2" FLUSH. 


* -52094 (NM-10) -52095 (QCH). 
8/10/38 425 
NOV. 43 


MAERUA RAWLS ROE 
RESTRICTED 


carr | “SARS | GAMICTNR | 


k 


k 


NAVY. 


RAR HSn 


BeghATION 


FIRST ASSIGNED FOR 


cv- 22283 * SEE @ELOW 17 1 12 
KILO VOLTMETER D.C. PR TO 6/1/63 
O-2KV (1000 OHMS PER VOLT) EXTERNAL 
MULTIPLIER 3-1/2" FLUSH. 


# NM-Tt. QCd & QCK. 
10/12/38 301 
NOV. 43 


cc- 22284 TBC-2 175 12 

WATER CONDITION INDICATING PR TO 6/1/43 
INSTRUMENT. FULL SCALE DEFLECTION 75 MA 
AC. 3-4/2" FLUSH PHENOLIC CASE. 


10/18/38 8A022 - 


NOV. 41 
22285 TeL-4 171 12 
DECIBEL METER PR TO 6/1/43 


-10 T0 +6 db;0 db = 6 VOLTS; HIGH SPEED 


MOVEMENT 3-1/2" FLUSH. 


12/8/38 ; CRVSM-418316-14 
NOY. 43 REV. 1 


CS- 22286 TAQ*S 

TUBE LIFE METER : 

HE VOLTS 60 CYCLES; 3-1/2" FLUSH, 3-5/8" 
DEEP OVERALL; RECORDS 99,999 HOURS WITH 
S WHEEL VEEDSR COUNTER; LOWEST CALI- 
BRATION 1 HR, NAMEPLATE RATING $2 VOLTS 
60 CYCLES. 


3/24/39 8KTAClO3 M-7463729-2 
NOV. 41 REV O 

CG+ 22287 TAQ-5 wt 2 

KILO VOLTNETER D.C. PR TO 6/1/43 
0 101 KV OC, 1000 OHMS PER VOLT, 
EXTERNAL MULTIPLIER - 1 MEGOHM, 1 WATT. 


®CGIK-4121298 REV 2, K-4126736 REV O- 


3724/59 83041 *®SEE ABOVE & 
NOV. 43 

22288 TBA-3 17-4 12 
VOLTMETER DC PR TO 6/1/43 


0 T0 250 VOLTS OC. 3-1/2" FLUSH 
INTERNAL MULTIPLIER, 


‘ 
4/26/39 CG0044VCY4 CGOSK-44 21298 
NOV. 43 REV 2 


22289 TBA-3 
TUBE LiFE METER 
110 VOLTS, 60 CYCLES, 0.036 AMP, 3-1/2" 
FLUSH, 35/8" DEEP OVERALL; RECORDS 
99,999 HOURS WITH 5 WHEEL yEEDER COUNTER 
LOWEST CALIBRATION | HOUR. SAME AS 
+22286 EXCEPT VOLTAGE RATING. 


4/25/59 CG28KTSC3 M-7463729°4 
Nov. 41 REV O 
cc- 22290 Le 171 82 


CARRIER LEVEL/MODULATION pR TO 6/1/43 
METER, 0200 MICRO AMMETER vO afin 
SPECIAL SCALE, 3-3/2" FLUSH WITH V/2® 
studs, 


4/27/39 BDIATALY279 CAG2605-10 
NOV. 435 REV 8-24-37 


MREUEARTABER SRST 


Class 22—Indicating Instruments 


C6- 22294 TBX t7 4 12 

OC VOLT/AMMETERS 3 RANGE PR TO 6/1/48 
0 TO 140 MA DC, O TO $00 MA DC, WITH RED 
LINES AT. 300 & 360 MA OC, 0 TO 140 V OC 
WITH REO HARK BETWEEN 67 TO 93 V AND 100 
TO 140 Vi 2+t/2" FLUSH; PHENOLIC CASE; 5 
*CGEK-7874926 PART 2 REV O & K-7874936 
REV 2. . 

S/19/39 DW4t *SEE ABOVE 

NOV. 41 


SEPARATE EXTERNAL EVACUATED 22291 
RESISTOR UNITS 2-7/16" LONG X 11/16" 
DLA; OF 1,43 OHS, 143,000 ONMS AND 0.4 
OHMS + 1%. BASIC METER 1 NA OC. 


CAY2229T-A TBxX-5 17-612 

DC VOLT/AMNETER-3 RANGE PR TO 6/1/43 

SAHE AS -22291 EXCEPT HAS WHITE FISURES 

@ POINTER ON A BLACK BACKSROUND. POSNTER 
#S LUMINOUS AND SCALE HAS LUMINOUS KARK- 
INGS AT 0,300 & 360 MILLIANHETER POJRTS. 


8/14/43 NX-33 CAY38-0°5259 
NOY. 43 REV J 
CG- 22291-8. TBX-4 V7-1-12 


OC VOLT/AMMETER- 3 RANGES PR TO 6/1743 
0 70 140 MA OC; O TO S00 MA OC; WEIH RED 
LINES AT 300 & 360 MA DC: O TO 140V¥ DC 
WITH REO MARKS BETWEEN 67 & 95¥ &@ 100 TO 
1404: 2 $72" FLUSH; PHENOLIC CASE: 3 
SEPARATE EXTERNAL EVACUATED RESISTOR 
UNITS 2 7716" LONG X 11/716" DEA: OF 4.43 
B119/43 

Dec. 44 


cG-222)91-8 
OHMS, 143,000 OHNS. AND +0.4 OHMS 41%. 
BASIC METER I MA DC. SAME AS -22295 EX- 
CEPT HAS LUMINOUS POINTER AND SCALE HAS 
LUMINOUS KARK4NGS AT 0, 300 & 360 MA 
POINTS, 


CG- 22291-C Tax-4 w7dne 

DC VOLT/AMHETER-3 RANGE PR TO 6/1/43 
0 TO 140 MA OC: O TO SOOMA DC: WITH REO 
LINES AT 300 AND 360%A DC, 0 TO t40V oC 
WITH REO MARKS BETHEEN 67 93V 100 TO 
140¥; 2 1/2" FLUSN; METAL CASE: 3 SEP- 
ARATE EXTERNAL EVACUATED RESISTOR UNITS 
2 7/16" LONG X 11/16" OIA; OF 1.43 OHMS, 
11/19/43 DHeS1 

NOV. 43 MODIFAED 


cG-22291-c¢ 
143,000 OHMS AND 0.4 OHMS +1%. BASIC 
METER RATED | MA OC. LUMINOUS MARKINGS 
AT 0.500 & 360A POINTS. SAME AS 
+22291-8 EXCEPT THIS METER 1S OF METAL 
CASE, HAS SMALLER DEPTH OF CASE-HOWEVER 
LOSER STUDS WHICH MAKE THE ITEM TOTALLY 
ENTERCHANGEASLE WITH -22291-8. THIS ES 
AN UNTERNAL PIVOT METER. 


CAY 222391-0 T3xX-8 17a 42 

DC VOLT/AMMETER-3 RANGE PR TO 6/1743 
SAME AS -22291-A EXCEPT FOR RED SHADING 
BETWEEN 67 AND 93 VOLTS AND 200 TO 240 

NA, WITH LUMINOUS NARKINGS AT 67 VOLTS, 
93 VOLTS. 0,200 AND 240 MA. 


$2/350/43 NX+33 CGQ33-PP-§0007 
FER, 44 aur Q 


RATAN 


‘ RESTRICTED 


aa oe 


3.22415 


AAAI, SEER, [rest assioneo von | MAR | 


tG-22291-£ TaXx-7 17432 PRIOR 
OC VOLT AMMETER 3 RANGE: TO 6/1743 

SAKE AS +-2223)-B EXCEPT FOR RED SHADING 
BETWEEN 67 AND 93 VOLTS AND 200 TO 240 
MA. WITH LUMSMOUS HARKINGS AT 67 VOLTS, 
93 VOLTS, AND 0.209 AND 240 MAs SAME AS 
°22293-D EXCEPT FOR LENGTH OF CASE. 


TN710744 7473296 PF 


JAN, 44 
cv- 22232 RAP 174 12 
CONPASS INDICATOR PR TO 6/1/43 


ZERO-CEUTER DYSANOTOR TYPE (NS(XUMENTS 
MOVING COIL NOT INTERCONNECTED TO CENTER 
TAPPED FILELO. FULL SCALE DEFLECTION 700 
MICRO AMPERES FOR OPERATION FROM 68 
NOLTS AT 48 CYCLES. 


7/6/39 637 CRRICSSBSE 
NOV. 41 REV 3 


cV- 22293 * se— BELOW 17 i 12 
VOLIMETER OC-KIGH HUMIDITY PR TO 6/1/45 
RESISTING. SCALE O TO $00 VOL) OL; 1000 
OH PER VOLT; INTERNAL WAX FILLED WULTI- 
PLIER; 3-1/2" FLUSH, PHENOLIC CASE; 
DEPTH OF CASE BEHIND FLANGE 1-5/8", STUD 
LENGTH 3/4"," 

* REPLACEMENT FOR TEL'S. - 

Tlélsod SUL8WE SUB BASE 

NOV. 43 


22294 Y3, YC, YO 17 1 12 
AMMETER AC * PR TO 6/1/43 
© TO 50 AMP AC, 3-1/2" FLUSH, EXTERNAL 
SHUNT. 


10/18/39 CAY2NA=35 , 7 
NOV. 43 $5 1006978 


22295 Ye, YG, YO 17 1 12 
AMMETER OC. PR TO 6/1/43 
$0-0-50 AMP DC, 3-1/2" FLUSH, INTERWAL 
SHUNT. 


10/18/39 CAYSNX-35 
NOV. 443 


22296 GENERAL USE 17 | 42 
RoF. AMMETER / PR TO 6/1743 
0 TO & AMPS RF; EXTERNAL THERNOCOUPLE 
3-1/2" FLUSH. RESISTANCE OF METER 4.52 
OHMS, THERMOCOUPLE HEATER O.Iti OHMS. 4 
FOQT 0.0137 Git LEADS USED. 15.5 OC 
M.V. BALL SCALE DEFLECTORS. 


V1/1/39  CCAY) NT-35 
NOV. 43 CAY K23871671 


CAY 22296-A Y8, YC, yO 17 4 12 

RE AMMETER PR TO 6/1/43 
O TO 8 AMP RFs EXTERNAL THE ROCOUPLEs 
EXPANDEO SCALE BETWEEN 3 AND 6 AMPS, 
3-1/2" FLUSH, 


Lt/t/38 NT-3S WITH 43-350 18/2/36 
NOY, 43 878646 


22297 YB, YC, YD. 47 4 32 
Ruf. AMMETER PR TO 6/1743 
O TO-2° AMPS RF; EXTERNAL THERMUCOUPLES 
3-1/2" FLUSH PHENOLIC CASE. RESISTANCE 
OF METER 5.74 OHMS, THERMOCOUPLE HEATER 
O.0%2 O8NS. 4 FOOT 0.0137 OHM LEADS 
uses. $5,5 DC MV FULL SCALE DEFLECTION. 
*100076$2 & WITH 8786460 
llsss3y (CAT) NT+35 
NOV. 43 *SEE ABOVE CAY K3871675 


actA AUstO cae ANH EAS RUE 


NAVSHIPS 900,109 


3.22-16 


Class 22—Indicating Instruments 


HAE rest assicnn ron | HARRIE, BNF WAAR, BATHE, _|rnsr assionso vor | oWAPERROXHBY 


22298 WEA 171 12 
KILOVOLTHETER, D.C. PR TO 6/1/43 
RANGE O TO 2 KILOVOLTS DC, 1000 OnxS PER 
VOLT; FULL SCALE DEFLECTION 1 MA OCs 
INCLUDES ONE NAVY TYPE 63747 (2 MEGOHA) 
EXTERNAL MULTIPLIER, 


6/27/41 (CAY) MFB 
NOV. 41 


22299 17-1 42 
PR TO 6/1/43 
CANCELLED REASSIGNED -~22298. 


11/16/39 
NOV. 43 


22300 * SEE BELow 47 1 12 
DECIBEL METER: RECTIFIER PR TO 6/1/43 
TYPE, RANGE -10 TO +6 08; uv Do Civica 
SCALE; FULL SCALE 3.8 VOLTS AC; INSTRU- 
MENT RESISTANCE $000 OHMS; REFERENCE 
LEVEL 6 MILLIWATIS IN 600 OHMS. HIGH 
SPEEO MOVEMENT; DAMPING FACTOR 16 TO 50. 
w -45061 & -460654 
11/16/39 CVz301 TYPE 61 
AUG. 42 ; 


RESPONSIVENESS 0.29 TO 22300 
0.35 SECONDS, 1.9 VOLTS 

AC EQUALS 0 08. 2% TO 6% OVERTHROW. 
3-1/2" FLUSH, PHENOLIC CASE, TROPICALLY 
TREATED.” SAME AS -22388 EXCEPT HAS 
HIGH SPEED MOVEMENT 


22301 ToD 171-12 
MILLIAMMETER OC DOUBLE PR TO 6/1/43 
SCALE. RANGE: SCALE “130 TO 100 MA UC; 
SCALE #1:0 TO 100 MA DC; SCALE #2-0 10 
300 MA OC; 2-1/2" FLUSH PHENOLIC CASE, 
1-19/32" BEHIND FLANGE PLUS 1/2" X 8-32 
STUDS; FULL SCALE OEFLECTION 1 MA OC; 
200 OHMS + 1% DC RESISTANCE; SCALE #1 TO 
1/2/40 CGsDW41AEW CG,K-7875571 
NOV. 43 Rev i 


x 


READ 100 MA WITH 2.02 OHMS 22301 
EXTERNAL SHUNT; SCALE #2 TO READ 300 MA 
WITH 0.67 OHM EXTERNAL SHUNT. 


22302 Too 17432 
MILLIAMMETER DC - DOUBLE PR TO 6/1/43 
SCALE. RANGE: LOWER SCALE 0 T0 10 AA 
OC: UPPER SCALE(REO) O TO 10 IN UNIT 
HARKUNGS CORRESPONDING TO EACH 1/10 HA 
OF METER WITHOUT SHUNT TO INDICATE RF 
OUTPUT IN ARBITRARY UNITS. 2-1/2" FLUSH 
PHENOLIC CASE, 1-19/32 BEHIND FLANGE 
1/2/40 CG aDWATAEX CGrK-7875572 
NOY. 43 REV 1 


PLUS 1/72" X 8-$2 STUDS FULL 22302 
SCALE DEFLECTION 1 MA DC, 200 OHMS + IS 
DC RESISTANCE; SCALE #2 TO READ 10 MA 
WITH 22.62 ONM EXTERNAL SHUNT. 


NAVSHIPS 900,109 


22303 Tco 17-1 42 
MODULATION METER PR TO 6/1/43 
RANGE O TO 100% MODULATION; 2-1/2" FLUSH 
PHENOLIC CASE 1-19/32" PLUS 1/2 X 8-32 
STUOS; BASICALLY A RECTIFIER TYPE AC 
VOLTMETER: FULL SCALE: DEFLECTION 425 
VOLTS AC WHEN IN SERIES wWiTH A 420,000 
OHM EXTERNAL MULTIPLIER. 

1/2/40 COs d0w46VAV CG3K-7875570 
NOY. 41 REV t 


22304 TRU,-1,2,3 125 12 
AMMETER: RF O T1025 AMPS PR TO 6/1743 
RF. FULL SCALE OZFLECTION 3.1 MA AT 
12.37 MV DC. INCLUDES A NAVY TYPE -22343 
EXTERNAL THERMOCOUPLE. 3-1/2" FLUSH, 
WHEN USED WITH O11 OHM LEADS (LOOP RE- 
SUSTANCED REQUIRES 3.1 MA AT 12.4 MY OC, 
FOR FULL SCALE DEFLECTION. 

6/14/41 CavsS#1199516  CAY24-D-1565 
NOY. 43 REV 1 


1 


22305 TBL-6 17:1. 42 
K{LOVOLTMETER - OC PR TO 6/1/43 
RANCE O TO 1.5 KV OC; 1000 OHMS PER 
VOLT; 3-1/2" FLUSH, PHENOLIC CASE 
15/6" BEHIND FLANGE PLUS 27/52" sTUDS; 
FULL SCALE DEFLECTION I MA OCs INCLUDES 
NAVY TYPE -65755 (3.5 MEGOHM) EXTERNAL 
MULTIPLIER. 

V1/29/39 (CAY) 
NOV. 43 


22306 TBL-S 17:6 12 
KILOVOLTMETER, OC PR TO 6/1/43 
RANGE O TO 2.5 KV DC; 1000 OHMS PER 
VOLT; 3-1/2" FLUSH PHENOLIC CASE; 1-5/8" 
BEHIND FLANGE PLUS 27/32" STUD. FULL 
SCAL® DEFLECTION | MA DC; INCLUDES NAVY 
TYPES =657594 (ONE MEGOH™) AND -63755 (3.5 
MEGOA4) EXTERNAL MULTIPLIERS.» 

11/29/39 ¢€CAY) 
NOY. 43 


22307 RAR 171«42 
MILLIAMMETER, DC PR TO 6/3/43 
FULL SCALE DEFLECTION 50 MA oC. orecsal 
SCALE CALI@RATED IN MICROVOLTS; 2-1/2" 
FLUSH PHENOLIC CASE MOISTURE PROOF CON- 
STRUCTION. 


12/8/39 CGsBOW41AEV § CG2Kk-7875647 
NOV. 45 REV O 


22308 RAR 171 42 
DECIBEL METER - RECTIFIER PR TO 6/1/43 
TYPE. FULL SCALE DEFLECTIOs 51.4 VOLTS 
ac. SCALE CALIBRATED EN DS ABOVE AND 
BELOW 1.9 VOLTS; 2-1/2" FLUSH, PHENOLIC 
CASE. MOISTURE PROOF CONSTRUCTION. 


12/8/39 CG: 80W46¥ATS COSK-7875646 
Nov. 43 REV O 


22309 YE 171 42 
KILOVOLTMETER - O€ PR TO 6/1/43 
RANGE: 0 TO 1.0 KILOVOLT DC; IuyO OHMS 
PER VOLT; 3-1/2" FLUSH, PHENOLIC CASEs 
1-5/8" DEEP PLUS 27/32" STUD; FULL SCALE 
DEFLECTION 1 MA DC: BNCLUOES NAVY TYPE 
-63754 CONE MEGOWM) EXTERNAL MULTIPLIER. 


42/26/39 (CAT) CRVIM-418316-22 
NOV. 4) Rev 5 


22310 Qcs TBL-4 174 12 
KILOVOLIMETER - OC PR TO 6/1/43 
RANGE: O TO 2.5 KILOVOLTS DG; 1000 OHxs 
PER VOLT; 3-1/2" FLUSH PHENOLIC CASE; 
1-5/8" DEEP PLUS 27/32" STUD; FULL SCALE 
DEFLECTION 1 MA OCs INCLUDES NAVY TYPE 
“63774 (2.5 MEGOHM) EXTERNAL MULTIPLIER. 


12/26/39 (CAY) CRYIM~4E 8316 
NOV. 45 REY 5 


: ISSUED 


OR ac 


RESTRICTED . 


CG 22510-A TCK-3 17-242 
KILOYVOLTMETER-OC3 PR TO 6/1/43 
RANGE O TO 2.5 KVOC, 1000 OHHNS PER VOLT. 
3-172" FLUSH PHENOLIC CASE #-5/8" DEEP 
PLUS 27432" STUD; FULL SCALE DEFLECTION 
1S 4 MADC. INCLUDES TYPE -63775 (3.5 
MEG) EXTERHAL MULTIPLIER. HAS REO HARK 
AT 1.8K¥. MEETS 17 3 12 EXCEPT FCR RED 
5/22/43 CG2890-43 CG:P-7765919-3 


NOY. 43 REV O 
cG-22310-4 
MARKe 
22311 TBK-8 171 «42 


KILOVOLINETER - OC PR TO 6/1/43 
RANGE: O TO 3.5 KILOVOLTS Ov; FUGO GrmS 
PER VOLT; 3-1/2" FLUSH PHENOLIC CASE; 
1-5/8" OFEP PLUS 27/32" STUD; FULL SCALE 
OEFLECTION 3} MA OC; INCLUDES NAVY TYPE 
763775 (3.5 MEGOHM) EXTERNAL MULTIPLIER, 


12/26/39 (GAY) NX-35 CRVIM-418316-9 
Nov. 43 Rev § 
4 
22312 ur 17.0 12 


MILLIAMMETER - DC PR TO 6/1/48 
O TO 3 MELLIAMPS DCs 2-1/2" FLUSH. 


2/7/40 (CY) 506 
NOV, 43° METAL CASE 


cv- 22313 tr 17 F 12 
FREQUENCY INDICATOR - PR TO 6/1/43 
FOUR SCALES. SCALE RANGES: 0 10 5-1/2 
KC, 0 TO 11 KC, 4-1/2 TO 10 KC & 9 TO 20 
KC; FAN TYPE OC MICROAMMETER; 0 FO 600 
MiCROAMPS DC, + 0.52; 233 OHMS OC, 

+ 258. 


2/7/40 271 CAGIP-400-1 
NOV. 43 
cv. 22314 TAs-8 17: 4:«12 


VOLTMETER - DC PR TO 6/1/43 
0 TO 750 VOLTS OC, 1000 OMS FER VULT; 
WITH WAX FELLEO UNFERNAL MULTIPLIERS 
3-1/2" FLUSH PHENOLIC CASE. 


4/23/40 301 ORR 2L-31800-6 
NOV. 43 MAX FILLED REV @ 


cam 22315 * SEE BELOW S5RE22J1005 
BEARING REPEATER INDICATOR 

SCALES FOR TRUE AND RELATIVE BEARINGS; 
USES TWO CG-24285 SELF-SYNCHRONOUS 
GENERATORS; FOR OPERATION FROM 115 
VOLTS, SINGLE PHASE, 60 CYCLES. 


* FOR USE WITH XQC-ia & XOC-tb. 
6/27/40 8118 C8M DAG 60,004 
NOV. 41 8 ALT O 


cay 22316 ZA 

LANDING INOICATOR 

CROSS POINTER INSTRUMENT, REASSIGNED 
"AS" DESIGNATION (0-24/ARE-9, 


*2-0-1542 SUB 2 & CDE OWG 3148 REV 1. 


7/31/40 NX27 *SEE ABOVE 
NOY. 43 


BAHN? BRANES TUNE ch 


a tame et acer ieee ane nace ina 


Class 22—Indicating. Instruments 


3.22-17 


[tare ior assent rox | SAH | HARLEY, Breeus 


22317 Qcu-2 & QCL 17-5 42 
DECIBEL METER PR TO 6/3443 
-10 FO +6 DECIBEL; 3-1/2" FLUSH CASE; 
REFERENCE LEVEL 6 MILLIWATTS IN CERCYIT 
OF 600 OHMS AT 1000 CYCLES: HIGH SPEED 
MOVEMENT; 200 MICROWATTS (MAX) REQUIRED 
FOR ZERO 08. 

8/13/40 (CAY) NC-35 CRVSM*S20721 
NOV. 43 Sus 2. ; 


« 22318 TBM-4.5,6 171 «12 
MILLIAMMETER DC PR TO 6/1/43 
0 TO 30 MA OC; 3-1/2" FLUSH. 


* CAY DWG T-7805997-19 SUB 7. 


9/17/40 (CAY) WX *SEE ABOVE 
NOV, 43 

22319 TBC-3 74 82 
VOLTMETER - OC PR TO 6/1/43 


RANGE: 0 TO 750 VOLTS DC; 800 OHMS FER 
VOLT; IWTERNAL MULTIPLIER; 3-4/2" FLUSH. 


* CG ONG P-7762173-15 REV 7. 
9/26/40 (CG)8D04IVHY *SEE ABOVE 
NOV. 43 


22319-A SM 
VOLTMETER, DC: 
RANGE 0 TO 750 VOLTS DC; .800 OHMS PER 
VOLT, EXTERNAL MULTIPLIER; 3%” FLUSH. 
SAME AS -22319 BUT HAS BLACK BACK GROUND 
AND WHITE MARKINGS, 


4/10/43 80041 CG7763233-2 
AUG. 43 


co- 22319-8 TCK-3 

VOLTMETER-DC$ ; 

RANGE 0 TO 750 V DC; 800 OHMS PER VOLT, 
EXTERNAL MULTIPLIER 34” FLUSH. SAME AS 
TYPE -22319-A EXCEPT HAS A RED MARK AT 
500 ¥. HEETS 12112 EXCEPT RED MARK. 


5/22/43 CG:800-41 CGsP-7765919-2 


AUG, 43 REV 
22320 TBC-3 17 1 32 
KILOVOLTMETER DC. PR FO 641443 


RANGE 0 TO 8 KSLOVOLTS DC; 1000 OHMS PER 
VOLT; 3-1/2" FLUSH; FULL SCALE 
DEFLECTION 1 MA OC- INCLUDES TWO NAVY 
TYPE -63815(4 MEGOHMS) EXTERNAL MULTI 
PLIERS, 

*CG3P-7762173-18 REV 7, 


9/26/40 CG:B004I1VH2 ¥SEE ABOVE & 
NOV. 83 

22321 TeC-3. 17 1 42 
TUBE LIFE METER PR TO0-6/1/43 


230 VOLTS, 25 CYCLES; 3-1/2" FLUSH, 
3-5/8" DEEP OVERALL, RECORDS 99,999 HRS 
WITH FIVE WHEEL VEEDER COUNTER; LOWEST 
CALIBRATION J HOUR; SAME AS -22286 
EXCEPT FOR VOLTAGE & FREQUENCY RATING. 
*CGSM-7463729-4 REV 8. 

9/27/40 COS8KTBE26 *SEE ABOVE 


NOV. 43 
22322  tac-3 YY a Re 
TUBE LIFE METER PR TO 6/1/43 


230 VOLTS, 60 CYCLES; 3-1/2" FLUSH, 
3-5/8" DEEP OVERALL, RECORDS 99,999 HRS 
WITH FIVE WHEEL VEEDER COUNTER; LOWEST 
CALIBRATION ! HOUR; SAME AS +22286 
EXCEPT FOR VOLTAGE RATING. 
¥CG3M-7465729-3 REV 8. 

9/27/40 CG:4aKTSE6 *SEE ABOVE 
WOV. 43 


BEART ONS 


CRY 22323 0 


HRD ICATOR 
10/18/40 K-865115 SUB O 
NOV. 41 

22324 TAB-S 17:4 42 
KiLOVoLT METER OC PRT) 6/1/45 


RANGE 0 TO 3 KELOVOLTS OC, 1000 OHMS PER 
VOLT; 3-1/2" FLUSH; FULL SCALE DE- 
FLECTION 1 MA DC; |NCLUOES OWE NAVY TYPE 
"63825 (3 MEGOHM) EXTERNAL MULTIPLIER. 


30/23/40 CAYINX 
NOV. 43 CGL3004IVJLE 


22325 TAB-S 171 12 
AMMETER RF PR UO 6/1/43 
RANGE O TO 40 AMPS RF WITH EXTERNAL 
THERMOCOUPLE. 


*CAYSS {11596163 S7873653. 64476) — 


10/23/40 *SEE ABOVE & 
NOV. 43 CAY TIPE NT-35 


22326 TBCe3 17 9 2 
VOLTMETER - OC (ZERO PR TO 6/1/65 
CENTER). 150-0-150 VOLTS OC; 1000 OHMS 
PER VOLT; INTERNAL MULTIPLIER; 3-172" 
FLUSH. 


*CGSP-7762173-23 REV 9, 
12/17/40 COsBD04IVEY *SEE ABOVE 
NOV. 43 


22327 —TAJ-t0 

KELOVOLTMETER DC 

RANGE 0 TO 4 KV; 1000 OHMS PER VOLT; 
3-1/2" FLUSH; FULL SCALE DEFLECTION 1 MA 
OC; #NCLUOES ONE NAVY TYPE -65315 

(4 MEGOHM) EXTERNAL MULTIPLIER, 


2/14/41) CGOSS80041VUN P7762173-27 
NOV. 41 Sue it 


22328 *SEE BELOW 17 4 I2CENT) 
HICROAMMETER - DC PR 10 6/1/43 
0 TO 200 MICRCAHPS. 2-1/2" rust 
RHEWOLIC CASE. 


* CNA-50079 (RBE) 
3/6741 (CV) 506 
MAR. 45 


22329 * SEE GELOW 17 3°12 
VOLTMETER - OC PR TO 6/1/43 
0 TO $00 VOLTS, 1000 OHMS PER vOLT - 
SELF CONTAINED, 2-1/2" FLUSH PHENOLIC 
CASE. 


# CNA-50079 (RBE) 
S/os4l (CV) 506 
NOV. 43 


22330 TBW 8 TBH-} 17 1 12° 
VOLTMETER - AC (DOUBLE PR TO 6/3743 
SCALE) © TO 15 VOLTS + 0-TO 150 vOLIsS, 
800 CYCLES; 15 VOLT SCALE HAS A RED MARK 
AT'10 VOLTS, INTERNAL MULTIPLIER 75 OHMS 
CS OHMS PER VOLT); 150 VOLT SCALE HAS A 
RED MARK AT 120 VOLTS, INTERNAL 
*CAY DWG 1:7605997-25 SUB 13. 

3/15/41 (CAY) RA *SEE ABOVE 
NOV. 43 


RESISTANCE $00 OHMS, EXTERNAL 22330 
MULTIPLIER (TYPE -63860) 4500 OH“S + 2% 
(33-143 OHMS PER VOLT); 2-172" FLUSH; 
NON GLARE GLASS. ‘ 


. 


22331 YC, yO (YB) 17 4 12 
VOLTMETER, OC PR TO 6/1/43 
0 TO 750 VOLTS DC, SELF CONTAINED MUL- 
TIPLIER 1000 OHMS PER VOLT. 


3414/41 CCAY) NX-35 
NOV. 41 


cau 22332 CXAY 

BEARING REPEATER ANO LOUD 

SPEAKER ASSEMBLY. HOUSES A REPEATER 
DIAL DRIVEN FROM THE PROJECTOR SHAFT BY 
MEANS OF A FLEXI@LE SHAFT AND A LOUO- 
SPEAKER UNIT WITH ITS COUPLING TRANS- 
FORMER, (LOUD SPEAKER AND TRANSFORMER 
SAE AS USED IN C8M-49032) TLLUMENATION | 


3/21/41 823 CaM OnG 
NOV. 41 SK24655 ALT 0 
PROVIDED FOR THE BEARING 22332 
SCALE. 

22333 FA & FB V7 142 
KILOVOLTMETER - 0¢ PR TO 6/1/45 


SCALE 0 TO 15 KV DC; 1000 OHMS FER VOLT; 
3-3/2" FLUSHs FULL SCALE DEFLECTION 

1 MA OC; INCLUDES A NAVY TYPE -6313026 
(1S MEGOHM) EXTERNAL MULTIPLIER - FOR 
REPLACEMENT PURPOSES ONLY. 


4/24/41 (CV) 301 


NOV. 43 
22334 FA & FB 17-1 32 
AMMETER, AC PR TO 6/1/43 


SCALE 0 TO 15 AMP AC; 2-1/2" FLUSH wiTK | 
NARROW FLANGE; FOR REPLACEMENT PURPOSES 
ONLY. 


4/24/41 (CV) $17 


NOV. 43 
22335 TCG 17142 
AMMETER AC. PR TO 6/1/43 


SCALE O 10 1200; 6" RECTANGULAR. FOS 
ENCLUDES AN EXTERNAL 1200/5 AMP CURRENT 
TRANSFORMER TYPE -30685. 


*CAD-6 CAT94X117) & (PLUS SCALE MARKING) 
S/i/4l cc 
NOV. 43 *SEE ABOVE 


22336 ceo 17-412 
AMMETER 0.C. PR TO 6/1/43 
SCALE 0 10 1 AMP OC INTERNAL SHUNT, 7* 
RECTANGULAR SEMI-FLUSH TYPEs 7" REC- 
TANGULAR, SEMI-FLUSH CASE. 


B/E 41 CG:8007A-Y699- 
NOV. 43 


SHANI TURE ch 


RESTRICTED 


Aa | AARNE | 


NAVSHIPS 900,109 - 


3.22-18 


Ppa ay A [nase ASSIGNED fOR ey isd 


Cless 22—Indicating Instruments 


fe: AUTRE [pas ASSIGNED FOR aman. | 


NAVY TYP: {NAY AWM 
oe AON rast “ASSIGNED ror | oR SEAR RMTICR 


22337 tcc 171 «12 
AMMETER RE PR TO 6/1/45 
SCALE 0 TO 125 AMPS RF FULL SCALE 
OEFLECTION 13 HV AT 0.4 MA DCs INCLUDES 
A TYPE -22346 EXTERNAL THERMOCOUPLE AND 
TYPE =47175 CURRENT TRANSFORMER; 7" RECO 
TANGYLAR, SEMI FLUSH TYPE, CALISRATED 
FOR USE WITH 19 FEET OF CONDUCTOR. 
5/1/41 CG28007V-¥495 


NOV. 43 
22338 Tcs 17:4 «12 
AMMETER RE PR TO 6/1/43 


SCALE 0 TO 209 AMPS RF; FULL ScALe ver 
FLECTION 13 MV AT O14 MA OCSENCLUDES A 
TYPE +22386 EXTERNAL THERMOCOUPLE AND | 
TYPE +47174 CURRENT TRANSFORMER; 7" REC- 
TANGULAR; SEMI-FLUSH TYPE; CALI 3RATEO 
FOX USE wiTH 15 FEET OF CONDUCTOR. 

S/Is At (CO) 80D7V-V496 


NOV. 43 
22339 TCG : w741e 
AMMETER RF PR TO 6/1743 


SCALE 40 AMP RF: INCLUDES A NON-SNicR- 
CHANCEASLE EXTERNAL THERMOCOUPLE; 3-1/2" 
FLUSH CASE. 


B/t/4) CGLBDO44A-Y48 
NOV. 45 


22340 FB 171 42 
VOLT-AMMETERCTRIPLE SCALE) PR TO 6/1/43 
0 TO 300 YOLTS DC; INCLUDES (1) NAVY 
TYPE +631039-1 6300,000 OHMS) EXTERNAL 
RESISTOR. 0 TO 00 VOLTS OC; INCLUDES 
(2) NAVY TYPE -631039-1 (300,000 OH%S) 
EXTERNAL RESISTORS. O TO 190 MA OC; 
INCLUDING A 1900 OANS SERIES RESISTOR 
B/18/4!) CVv2301 z 
NOV. 43 


ACROSS A TEN OHM RESISTOR- 22340 
KOT ACCURATE- GENERAL (NOSCATION ONLY. 


cc- 22341 FA 171 12 
TRAIN-METER (ZERO CENTER? PR TO 6/1/43 
O TO + 1 MA OC, RECTANGULAR ritcuOLILC 
FRONT 4 X 4-1/2" WITH ILLUMINATED OFAL, 
CASE DIA. 248". SAME TO -22409 EXCEPT 
FOR OANPING & SCALE HARKING. 

o CWw3280-+6+9555 baste dy Ati CG OWG 
K-4138331 REV. 2, 
5/15/41 BD0-S2a-Y62 
NOY. 43 ; 


@ SEE ABOVE 


22342 YC-1 @ YD-1 17:1 12 
MICRCAMMETER DC - ZERO PR 10 6/1/43 
* CENTER. 100°0-100 MICRO AMPS DC, 194 
OHMS OC. 3-3/2" FLUSH, 


*SF1189525 MOO SCALE. 
9/20/41 CATINK@ 55 chy 
HAR. 45 ¥*SEE ASOVE CHA 


ashd12 
IGE O 


cAY 22343 * SEE BELOW 17 1 12 
EXTERNAL THERMOCOUPLE; PR TO 6/1/43 
RANGE O TO 25 AMP RF, FOR USL WITH KF 
AMMETER CAY-22504, KAX (NPUT 25 AMP, 
OUTPUT 3,1 MA AT 12.4 NV OC, FOR FULL 
SCALE DEFLECTION. 


* TRU, TBU-1, 25 33 
6/28/41 $3323650 CAY2M+ 7407926 
Noy, 43 Sus 0 


SHAT TUE 


DATe 


[_MARHEASTHBRRS 


NAVSHIPS 900,109 


22344 cK 17:1:12 
MILLIASMETER DC PR YO 6/1/43 
© TO 750 MA DC; 2-1/2" FLUSH. 


*CG:P-7763253-5 REV 3. 


6/5/41 CG23800-43 *SEE ABOVE 
NOV. 43 

22345 Tex 17-1:12 
MILLIAMMETER OC PR TO 6/1743 


0 TO 250 MA DC; 2-3/2" FlusH. 


*CGSP-7763233- REV 


6/6/41 core00-43 *SEE ABOVE & 
Nov. 43 

co- 22346 C6 17-0 12 
THERMOCOUPLE PR TO 6/1/43 


INTERCHANCEASLE THERMOCOUPLE. {INHUiS 
5 AMPS RF. OUTPUT: 0.4 MA AT 13 MY OC. 


*CG:K-1284693 REV 6. 
6/4781 CotrORM 27 *SEE ABOVE 
NOV. 43 


22347 FC, 171-12 
AMMETER = AC. PR TO 6/1/43 
0 TO 5 AMP, 2-3/2" FLUSH MEIAL CASc, 
WITH THIRD TERMIHAL CONNECTED TO MOVE- 
MENT. : 


*(WITH GROUND TERMINAL.) 
6/3741 CV3517 
HOY. 43° *SEE AGOVE 


CV: 22348 °° Fc 17012 

AC VOLTHETER, SPECIAL; PR TO 6/1/43 
0 TO 25 VOLTS AC, 2-1/2" FLUSH WARK 
FLANGE METAL CASE. 


6/te/al Cvsst7 CV364034 
HOV. 45° METAL CASE : 


C6- 22549 os 

RECODER UNIT (ZERO CENTER) 

RECORDING WILLIANMETER FULL SCALE DE- 
FLECTION 2.5-0-2.5 MILLIAMPS DC, THO 
SPEED TYPE 1" PER MINUTE &«3" PER HOUR, 
INCLUDES AUTOMATIC CONTROL TO PROVIDE 
MAX, SPEED WHEN DEFLECTION EXCEEDS A 
PRECETERMINED AMOUNT. AUTOMATICALLY 
6/30/41 CG:5986076G) 

SEPT 43 


CG-223% 

EXPANDS SCALE AS MANY TIMES AS NECES- 
SARY WHEN DEFLECTIUN EXCEEDS FULL SCALE. 
HAS ADJUSTASLE SENSITIVITY, THE USES OF 
THIS NAVY TYPE DESIGHATION IS O1SCON- 
TINUED, ALL UNITS WERE MODIFIED 

BY REMOVAL OF FLUXHETER SHUNT. IDENTICAL 
TO CG-22357. , 


22350 YB 17:4 «12 
MICRO-AMMETER, ZERO PR TO 6/1/43 
CENTER. © TO £150 MICRO-AMP. OC. 
2-1/2" FLUSH METAL CASE. 


7/21/44 CAY33X-33 


NOV. 43 assianee 
issugD 


Taare’ AEA | 


cc- 22351 FO 17-902 
ELEVATION METER PR TO 6/1/43 
0 TO + } MA OC, RECTANGULAR FHENQLL YS 
FRONT 4 X 4-1/2 INCHES WITH $LLUMINATED 
DIAL, CASE DIAMETER 2.8%. IDENTICAL 
WITH -22341 EXCEPT FOR SCALE MARKINGS. 


MCG3K-4133331 REV 2. 


7725/4) 0061 *SEE AGOVE 
NOV. 43 


22352 GENERAL USE 17 1 12 
AMMETER, RE PR TO 6/1/43 
SCALE 0 TO 15 ANP RF, 2-1/2" FLUSH. 


Bslis4al 
NOV. 43 


22352-A TOK 17°49 «22 
AMMSTER, Re Fe3 PR TO 8/1/48 
SCALE 0 TO 15 aMP RF, 2-1/2" FLUSH. 
SAME AS TYPE -22352 EXCEPT HAS BLACK 
BACKGROUND WITH WHITE POINTERS. 


B/13/41 CGr89W44 ADR CS3P-7761557-17 
NOV, 43 REV 16 


22353 * SEE BELOW 17 1 12d 
DECISEL CONTPUT) METE PR TO 6/1/43 
SCALE -19 TO #5 03, RESPONSIVENESS 0.6 
SEC. OR LESS, DAMPING FACTOR BETWEEN 16 
AND 200. SENSITIVITY: ZERO LEVEL = 72 
MECROWATTS, 10.6 VOLTS. IMPEDANCES 
5000 OH4S -6 +10% AT 0.6 VOLTS, 1000 
* RBA, RBB. RBC. 

9/26/45 (CV) 506 CRYSK~964314 
NOV. 43 WIOE FLANGE SsuB |, 


CYCLES. 2-1/2" METAL CASE, 22353 
2-1/64" DEEP OVERALL. SAME AS CV-22257A 
EXCEPT HAS A YELLOx SCALE. 


22354 * SEE BELOW 17 1 12b 
VOLTHETER, DC PR TO 6/1/45 
SCALE 0 TO 259 VOLTS, 200 On=3 ren VOLT, 
2-1/2" FLUSH'TYPE. SAME AS -22124 
EXCEPT HAS A YELLOW SCALE INSTEAD. 


* WBA, ROB, RBC. 


9/26/41 (CY) 596 CRV3M-421740-2 


“NOV. 43° WIDE FLANGE sua t. 
22355 R33, RBC 171128 
DECISEL CINPUT) METER PR TO 6/1/43 


MOVEMENT O TO 1 VOLT DC, 1009 UMS reK 
VOLT. SCALE 1S YELLOW AND MARKED 10, 
20. 40, 60, 80, 120 08 ASOYE ONE 
MICROVOLT PER METER, INCLUDES A 1000 
OHM WAX FILLED RESISTOR BUILT INTO BACK 
OF CASE. 

9/26/41 (CV) 506 CRVIM~421740-1 
NOY. 43 1DE FLANGE sue l 


crv 22356 AYA, AYA=1 

ALTITUDE INDICATOR: 

SIMILAR TO CRV-22523 (20-1) EXCEPT 
INCLUDES THE FINAL DETECTOR AND HAS A 
“WRAP *AROUND" CASE. 


9/29/41 6§20437-S01 CRV3K-868179 
HAR. 43 $u2 0 


RESTRICTED 


[pare MASIUEAETHREE'S SEATS. 


ar 


DERCKAMCL [Fins assiqnee ror | A ABAMHG 


ce- 22357 Os-1 

RECORDER UNIT (ZERO 

CENTER): RECORDING RILLIAMETER FULL 
SCALE DEFLECTION 2,5-0-2.5 MILLIANPS 

OC. INPUT 115/1/60, 0.75A, 85 We TWO 
SPEED TYPE, 1% PER MINUTE AND I” PER 
HOUR. INCLUDES AUTOMATIC CONTROL TO PRO- 
VIDE MAXIMUM SPEEO WHEN DEFLECTION EXe 
10/14/41 CGsP-5986076G2 CG:K-8072448 
AUG. 43 REY 1 


6G-223557 
CEEDS A PREDETERMINED AMOUNT. AUTOMATIC~ 
ALLY EXPANDS SCALE AS MANY TIMES AS 
NECESSARY WHEN DEFLECTION EXCEEDS FULL 
SCALE. HAS ADJUSTABLE SENSITIVITY. SAME 
AS CG+22349 AS MODIFIED BY REMOVAL OF 
FLUXMETER SHUNT. o 


CG-2235T7-A 08-5 

RECORDER UNIT: 

RECORDING MILLIAMETER. FULL SCALE DE- 
FLECTION 2.5-0-2.5 HILLIAMPS OC. INPUT 
115/1/60, 0.75 AMP, 85 WATTS. TWO SPEED 
TYPE, 17 PER MINUTE AKO 1” PER HOUR. IN- 
CLUDES AUTOMATIC CONTROL TO PROVIDE 
MAXIMUM SPEED WHEN DEFLECTION EXCEEOS A 


4/25/44 P-5586076046 K-8077448 
JULY 44 REV 3 
CG-22557-A 


PREDEFERMENED AMOUNT. AUTOMANTICALLY EX- 
PENDS SCALE AS MANY TIMES AS NECESSARY 
WHEN DEFLECTION EXCEEDS FULL SCALE. HAS 
ADJUSTASLE SENSITIVITY. SANE AS +22357 
EXCEPT HAS NAVY APPROVED COMPONENTS AND 
OTHER MINOR CHANGES. 


22358 Ye-t . 17 4128 
DC MILLIAMMETER, SPECIAL RE 22A 103 
SCALE; 0 - 1 HA WITH SPECIAL LIwiaa 


SCALE CALIZRATED 0 TO 1 AMP RF, 3-1/2" 
FLUSH PHENOLIC CASE, 


*PR TO 6/1/43 


1/27/44) CAYENX-35 CRV3H°418316-24 


NOV.L32 Sus 12 
22359 YEst 174 128 

OC MELLIAMMETER, SPECIAL RE 22a 103 

SCALE, WITH SPECIAL SCALE 0.10 4 ca uC 


WITH SPECEAL LINEAR SCALE CALI@RATED O 
TO 100% MOJULATION, 3-1/2" FLUSH PHE- 
NOLIC CASE. 


7 *PR IG 6/1/43 
HU/27/4t CAYENX-35 CRiturwbosrores 
Nov. 42 Sus 12 


cen 22360 CCJ+6, QCL-5 SSREZ2II066 
BEARING REPEATER UNIT 

CONSISTS OF A BEARING REPEATER ASSEMBLY 
AS EMPLOYED IN TYPE CBM-2$262 HOIST 
TRAIN REMOTE CONTROL UNIT ASSEMBLED IN A 
WATER TIGHT CASE. ILLUMINATION JS 
PROVIDED. 


V2/S/41 0 Brie CEMseGC 79 ALT O 
AUG. 43 Cur: SK-4921ALT O 


c3X22559-A QGA 

BEARING REPEATER UNIT 

SAME AS -22360 EXCEPT IS PROVIDED WITH 
ULTRA-VIOLET BLACK LIGHT ILLUMIHATION. 


12/04/43 SITE SK-5900 
FEB. 44 ALT 1 


marta [fare | MART? 


Class 22—Indicating Instruments 


SEACLIAT —_[rase assronco ron | QMACLRRAMDIS, 


322-19 


C84 22560-8 WEB 

BEARING REPEATER UNIT 

SAME AS -22560 EXCEPT (1) BEARING AND 
REPEATER SCALES ARE BLACK WITH WHITE 
MARKINGS (2) DOUZLE INDEX ON LUBZER LINE 
DISC,ONE MARKED QC AND THE OTHER MARKED 
JK (5) RED POLARIZED TRANSPARENT STRIP 
BETWEEN LAMPS ANO THE SCALES JS PROVIDED 
2,e4;44 B1LG 60. O79 

MAR. 44 ALT O 


can22350-8 
TO GIVE ILLUMINATION SUITABLE FOR DARK 
ADAPTION. 


cBM- 22360-C HFA 

BEARING REPEATER UNIT 

SAME AS =223560-A EXCEPT RED LIGHT {5S 
USED FOR ILLUMINATION & BEARING SCALES 
ARE BLACK WITH A WHITE BACKGROUND, 


117484440 815d 600739 ALT 1 
FEB. 45 55 RE 10d1163 


co- 22361 OS SERIES 

FLUXHETER - GALVANOMETER: 

SENSITIVITY 1.8 MiCROAMP PER RADIAN 
WHEN UNCOMPENSATED, THE CURRENT REQUIRED 
TO COMPENSATE FOR THE SUSPENSION TORQUE 
1S APPROX, 40 MICROAMP PER RAQIAN, DC 
RESISTANCE OF OPERATING COIL 74 OHMS 
(LEAD-IN 4 TO 10 OnMS). DC RESISTANCE 
1/27/42 CAT NO. $986099-GI K-8072849 
APR. 42 : 


OF COMPENSATING COIL 3.6 
OHNS CLEAD-INS APPROX. 23 
OHMS) 


C6-22361 


CG-2227451-A oS-5 

FLUXHETER GALVANOMETERS 

SENSITIVITY 1.8 MICROAMPS PER RADIAN 
WHEN UNCOMPENSATED. THE CURRENT REQUIR- 
ED TO COMPENSATE FOR THE SUSPENSION TOR- 
QUE 1S APPROX. 40 MICROAHPS PER RADIAN. 
DC RESISTANCE OF OPERA@ING COIL 74 ONS 
LEAD IN 4-10 OH"%S) DC RES. OF COMPENSA- 


4729744 P-3936099-GI K-3072349 
AUS, 44 REV 3 
c5-22361-a | 


TING COILS 3.6 OHMS (LEAD IN APPROX. 23 
OHMS), SAME AS *22361 EXCEPT HAS ALUMI- 
NUM. HIN®OW FRAME AND ZERO ADJUSTING 
SCREW MECHANISM REDESIGNED TO FACILITATE 
REPLACEMENT OF ADJUSTING SCREW, 


22362 * SEE BELOW 17 1 42 
VOLTMETER, DC PR TO 6/1/43 
0 TO 300 V DC, 1000 OHNS PER VOLT, mice 
HUMIOETY RESISTING. 


* NYS/68-42(SHIPS? 
tafr7far 
NOV. 43 


 BONHTAPTRAEEA, 


RESTRICTED 


HA URE, FIRST ASSIGNED FOR ATG | 


22363 TOB-1, TCC-3 17 6 22 


MELLIAMMETER, O¢ PR TO 6/1743 
0 TO 5 RA OC, 3” SQUARE FLANGE. 


@ (CV) 301, (COL PART) 4SONCSN, 
12/23/41 @ SEE AGOVE COLS350A-4 
WOV. 43 


22364 TEB-1, Toc-3. 17 4 12 
MILLIASMETER, OC PR TO 6/1 AES 
0 TO 25 HA OC, 3” SQUARE FLANGE. 


$ Cvr301, COL PART 450NC25EN. 
12/23/84) © SEE ABOVE COL: 350A-1 
NOW. 45 


22365 TCB-1, TCC-3 17 1 «52 
MILLIAMMETER, DC PR 10 6/1/43 
0 TO 150 MA DC, 3” SQUARE FLANGE. 


@ C¥3501, COL PARTS 450NCISON 
12/23/41 ® SEE AZOVE COL: 350A- 
Nov. 43 


22366 TCB-1, TCC-3 17 1 12 
MILL EAMMETER, OC PR TO 6/1/43 
0 TO 300 MA OC, 3" SQUARE FLANGE, 


© Cvi3501, C@L PART 450NC390N 
42/23/41 © SEE ABOVE COOLS 350A- 
NOV. 43 


22367 TCC-3 W724 t2 
MILLIAMMETER, OC PR YO 6/1/43 
O TO 800 MA OC, 3" SQUARE FLANGE. 


@ CV:301, COL PAST 450NCB8O0N, 
12/23/41 9 SEE ABOVE CoL:350a-1 
NOV. 43 


22368 TCoc-3 17 1°12 


AMMETER, OC PR TO 6/1/43 
O TO 1 AMP DC, 3” SQUARE FLANGE. 


@ CVi301. COL PART 458NO96CH. 
12/23/41 © SEE ABOVE COL: 3504s1 
NOV. 43 


22369 TCB-1 174 42 


AMMETER, RF PR TO 6/1443 
0 TO 3 AMP RF, EXPANDED SCALE, $” SyVAKE 
FLANGE. 


@ CVI4625E, COL PART 451NC3EN 


12/23/45 SEE ABOVE cou:3soa—¥ 
HOV. 43 
22370 TCC-3 17112 


AMMETER, RF PR TO 6/1/43 
0 TO 5S AMP RF. EXPANDED SCALE, 5” SUARE 
FLANGE. 


$ CV2425E, COL PART 451NCSEN, 
12/23/41 @ SEE ABOVE COLS350A 
NOV. 43 


ACUI _| 


RETHORS 


NAVSHIPS 900,109 


3.22-20 


Class 22—Indicating Instruments 


SEAS, [ease asucnen vor | uspeananyigy | [_ aHAGLINGS. [ease asenao ron | oiartanaving, |. [GHAR [ruse aso vox | otArteaNNs, | 


22371 TCB-) 171-12 
KILOVOLTMETER, 0C; PR TO 6/1/43 
0 TO 3 KV DOC, 1000 OHMS PER VOLT, 3” . 
SQUARE FLANGE, FULL SCALE DEFLECTION- 

1 MA OC, INCLUDES ONE NAVY TYPE 63825 5 
MECOHM STYLE MFB EXTERNAL MULTIPLIER. 


* (CY) 301, (COL PART) 458NO24CN ~~ 


12/25/41 *SEE ABOVE COL:350A- 

NOV. 43 : 
22372 Tec-3 ee ae i) 

KILOVOLTMETER, OC; PR TO 6/1443 


0 TO 4 KV DC, 1000 OHMS PER ¥OLT, 3“ 
SQUARE FLANGE. FULL SCALE DEFLECT‘ “NN t 
MA DC. INCLUDES ONE NAVY TYPE 63815 4 
MEGOHM STYLE MFA EXTERNAL MULTIPLIER. 


*(CV) 301+ CCOL PART) 458NO22CN) 


12/25/61 * SEE ABUVE COLS350A-8- 
Hov. 43 ; 

22373 TCB-1° “174 42 
VOLTMETER, AC, DOUBLE PR TO 6/1/43 
SCALE: 


0 TO 15 V AC AND O TO 150 V AC, THREE 
BINDING POSTS, 3” S¥UARE FLANGE, INTER- 
NAL MULTIPLIERS. 3 : 


© (CV) 476, (COL PART) 453NO062CN 


12/23/41 @ SEE ABOVE COL: 865A 
NOV. 43 

22374 TOL-3 171 12 
VOLTMETER, AC, DOUBLE PR TO 6/1/43 
SCALE; 


0 TO +S V AC AND O TO 300 V AC, THREE 
BINDING POSTS, 3% SQUARE FLANGE, INTER- 
NAL MULTIPLIERS. % 


* (CY) 436, (COL PART) 458NOS1CN” 


12/23/41 * SEE ABOVE COLLdbOAs1 

NOV. 43 : 
22375 TCC+3 17 1:12 

TUBE LIFE NETERS PR TO 6/1/43 


250 V, 60 CYCLES, O TO 9999.9 HOUSS WITH 
TENTH DIGIT IN RED, 3" SQUARE FLANGE. 


* (CV) 691, (COL PART) 453N093CN 
12/23/41 * SEE ABOVE COLss99A-1 
MAR. 44 


22376 TCB-1, TCC-3:'17 1 12° 
DECIBEL METER: PR TO 6/1/43 
+10 TO +6 DECIBEL, 3% SQUAR: FuAdNuc, 
REFERENCE LEVEL 6 MW IN CIRCUIT OF 500 
OHMS. INTERNAL RESISTANCE S000 OHMS, 
HIGH SPEED MOVEMENT, 1.75 V AT.0 08, 


6 CCV) 301, (COL PART) 455N2N 
12/23/41 @ SEE ASOVE COL:350A-4 


NOV. 43 
22377 = Teast rarer 


PERCENT MODULATION HETER; PR TO 6/1/43 
HOVEMENT O TO 1 MA OC. SCALE MARKED QO, 
25, 50, 75. 800, 3-1/2" FLUSH CASE FOR 
FLUSH MOUNTING. 


* (CV)301. CCOL PART) 458N0701 
@ COL2362A-4 MARKED COPY DATED 12/24/41 


12/51/41 * SEE ABOVE O SEE ABOVE 
PNOV. 43 4g 
22378 | Tca-1 174012— 


CHANNEL INDICATOR METER: PR FO 6/1443 
MOVEMENT O TO 50 V DC AT 2000 GHMS reR 
VOLT. SCALE MARKED "OFF", 1 TO 10 
INCLUSIVE, 3" SQUARE FLANGE. 


@cCV) 301, (COL PART) 454N8N, COL PART. 
453035350+ COL-35CA-2 


12/31/41 @ SEE ABOVE COL:759A 
DEC. 44 


(eae SR | a 
NAVSHIPS 900,109 


ee 


22379 so W714 12 
MILLEAMMETER, DCs PR TO 6/1/43 
15 - O - 15 MILLYAMPERES OC, 3-i/e 
FLUSH PHENOLIC CASE. 


1/6/42 CGsD0-41. 
NOV, 43 


22380 RBM, 1,2 17:2 12 
VOLTMETER OC: SCALE 0-15 PR TO 6/1/43 
VOLTS, 200 OHMS/VOLT, SAME AS WAVY TIPE 
22094 EXCEPT THAT IT IS PROTECTED 
AGAINST EXPOSURE TO HIGH HUMIDITIES, HAS 
NON-GLARE DIAL GLASS, WITH WHITE FIGURES 
AND MARKINGS ON BLACK BACKGROUND 2-1/2" 
FLUSH CASE. 

4/13/42 CAYSBX°33 CAY:P-7708328- 
NOV. 43 sue 4 


22381 SA : 
THERMOCOUPLE VACUUM: 
HEATER 10 MA, 38 OHNS, COUPLE 16.2 MV 
12 OHMS + 2 -5HS, APPROXIMATELY 1-1/8" 
LONG, 9/16" DIAMETER, FOR USE WITH NAVY 
TYPE -22382. 


413/42 CATHIIXS33 CRV:K-875358 


SEPT. 42 CGIKA sua o 
22382 SA 121 12 
KiCROAMMETER OC PR TO 6/1/43 


0-500, 3-1/2" FLUSH PHENOLIC CASE, 50 
SCALE DIVISiONS CALIBRATED 0-100, OC 
RESISTANCE 10 OHMS + 10%, NON~GLARE 
GLASS MODEL 8 DO4I. 


4/13/42 CC630041 CRVIM-322453-1 
NOV. 43 $uB8 oO 


22383 GENERAL USE 17 1 12 
VOLTMETER DC: 0-250 VOLTS.? PR TO 6/3/43 
1000 OHMS PER VOLT, 2-4/2" FLUSH WITH 
SELF-CONTAINED HIGH HUMIDITY RESISTING 
MULTIPLIER. 


FRE 22A 103 
4/30/42 506 WF METAL 
NO¥., 43 


22334 GENERAL USE 121 12 # 
VOLTMETER OC: 0-150 VOLTS RE 22A 103 
1000 OHMS PER VOLT, 3-1/2" FLUSH WITH 
SELF-CONTAINED, HIGH HUMIDITY RESISTING 
MULTIPLIER. 


* 
*PR TO 6/1/43 
8/12/42 
NOV. 43 
22385 WEA-I 12:2 42 
MILLIAMMETER OC: 5-0-5 PR TO 6/1/43 


MELLAMPERES DC (ZERO CENTER TYPE). 
3-1/2" FLUSH. 


5/14/42, CAYSNX-35 CRVEM-S22619-1 
WOV. 43 $us Oo 


22386 3 Ya-1 24 12 
MILLIAMMETER DC: 0 TO 20 PR 10 6/1/43 
MA OC, 3-3/2" FLUSH. 


$/98/42 Cv¥s30I 
NOV. 43 


RESTRICTED 


22387 YA+) 171012 
AMMETER RF: 9 TO 7.5 PR TO 6/1/43 
AMPERES RF. 3-1/2" FLUSH. 


§/15/42 CV3425 
NOV. 43 


22388 #8 Ya-i 17-4 12 
DECIBEL METER-RECTIFIER PR TO 6/1/43 
TYPE: RANSE -10 TO + 6 0B; 0 Os Crnicr 
SCALE, FULL SCALE 3.8 VOLTS AC. INSTRU- 
WENT RESISTANCE $000 OHMS, REFERENCE 
LEVEL 6 MILLIWATTS Ut 600 OHMS 1S ZERO 
DB. MEDIUM SPEED MOVEMENT; DAMPING FAC- 
TOR 1.6 TO 2.2; RESPONSIVENESS 0.5 TO 
5/tS/42  CVvs30 
NOV. 43° TYPE 21 


: 22588 


0-7? SECS. 1.9 VOLTS AC EQUALS ZERO 0B. 
45% TO 62% OVERTHROM. 3-1/2" FLUSH, 
PHENOPIC CASE. SAME AS -22500 EXCEPT 
HAS MEDIUM SPEED MOVEMENT. 


cat 22389 ASB-5 17-10-12 
VOLTMETER AC? PR 10 6/5/43 
0-150 VOLTS AC, 600-1400 CYLLES. muriis 
VANE TYPE, TEST AT 11S VOLTS £2% AI 800 
CYCLES. FREQ. ERROR AT GOO CYCLES SHALL 
NOT EXCEED +23. FREQ. tRROR AT 1400 
CYCLES SHALL NOT EXCCED 44%. 


W2N/42  CAVENA-35 CRR2C-58983C 
NOV. 43 : 
TOTAL ERROR AT 600 cay22389 


CYCLES SHALL NOT EXCEED t4%, TOTAL ERROR 
AT 1400 CYCLES SHALL NOT EXCEED +68, 
2-1/2" FLUSH TYPE. 


cwy 22390 RAO-2) 

MILLIAMETER OC: 

MOVEMENT 0. TO 1 MA DC. METAL CASE 2-1/16 
Otam., FOR FLUSH MOUNTING USING MOUNTING 
RING, SCALE MARKED 1 TO 9 IN "S" UNITS, 
AND $0,20,30,40 08 ABOVE "SO". MARKER 
FOR $9 CAND FOR D8 AZOVE S9) IS IN MIO- 
DLE OF SCALE. 


8/3/42 b2-kA CNA:0-837 
BAR, 43 6/26/42 

22351 QeF 12:1 12 
VOLT MILLIAMMETER: PR TO 6/1/43 


3-1/2" FLUSH, SCALE READINGS 0 10 150 
UPPER AND O TO 750 LOWER. PERMANENT MAC- 
NET, MOVING COIL TYPE. FULL SCALE SEN- 
SITIVITY t MA OC, RESISTANCE 215 OumS 

t th. ENCLUDES EXTERNAL MULTIPLIERS. 


12/9/42 CwsKS-8898 
NOV. 43 


22392 * SEE BELOW 
KILOVOLTMETER OC: 
O-1.5 KV, 3-1/2" F.0.8. 1000 OHMS PER 
VOLT, INCLUDE NAVY STYLE MFB (NAVY TYPE 
NUMBER-63755) 1-1/2 HEGOHM, EXTERMAL 
HULTIPLICR. SAME AS -22105 EXCEPT HICH 
SENSITIVITY. FOR REPLACEMENT USE ONLY. 
* NAVY YARD NoY. REQ. 60/45 
8/21/42 
OCT. 42 . 


[datitartanita | [etre 


MPRIASHOTS | MANHIASTURA 


Class. 22—Indicating Instruments 


3.22-21 


SATAN [res asscnem ror | SGN. | | SANGRE [ruse assonen vor | oHASEGRALHS, [ BUARLRRE. [rns astonto ron | AALATAHS, 


22333 W7-4-12 


VOLTMETER, ACS PR To 6/1/45 
0 TO 25 VOLTS AC, 2-1/2" FlusiH. 


* SEE @ELOW 


® RACAR KARK 35 & 4 
8/29/42 °° CAYSSH BA-35 
HOV. 43 


CAY34°0-1303 
Sus 2 


ce- 22334 os-4 

RECORDER UNIT (ZERO CENTER): 

RECORDING M LLIAMMETER, SCALE 2.6-0-2.5 
MILLUASPS OC. TWO SPEED TYPE, ONE &NCH 
PER MINUTE AND ONE INCH PER HOUR. IN- 
CLUDES AUTOMATIC CONTROL TO PROVIDE MAX 
SPEED WHEN DEFLECTION EXCEEOS A PREOE- 
TERMINEO AMOUNT. AUTOMATICALLY EXPANDS 
VEST3S142 CGP -5986076G-3 CG2K-80774648 
AUS. 43 Rev J 


€622394 
{SCALE AS MANY TINES AS NECESSARY WHEN 
DEFLECTION EXCEEDS FULL SCALE. HAS AD- 
JSUSTAZLE SENSITIVITY. SAME AS -22357 
EXCEPT INCLUDES TELECHRONS FOR 50 CY 
OPERATION. INPUT 1415/1 /5C, 0.8A, SOWQ 


cw 22395 CEN USE 171:12 
INDICATING INSTRUMENT: * PR TO 6/1443 
DC MILLIAMMETER 1 MA FULL SCALc DeFLeC- 
TION, 105 OHMS RESISTANCE, 3-1/2" FLUSH, 
ROUND, BAKELITE CASE, NON-GLARE GLASS. 
LINEAR SCALE WITH ARZETRARY CALIBRATION 
0 TO 25 (50 OIVISTONS?. 

*NOT APPROVED 
12/28/42 0164762 
NOV. 43 


ec- 22396 TAJ-15 

TUBE LIFE METER: 

110 V, $0 CY. 0036 AMP, 3-172" FLUSH, 
3-9/8" O£Er OVERALL, RECORDS 99,999 HOUR 
WITH & WHEEL VEEDER COUNTER, LOWEST CAL: 
ABRATION 1 HOUR. SIMILAR TO TYPE -222a9 
EXCEPT EREQUENCY AND -224603 EXCEPT VOLT- 


ACE. : 
W13443S COLBKTBED CGIM-7463729-6 
APR. 43 REV 17 

ca" 22397 Qcs-1,Qct-1 


BEARING REPEATER UNIT? 
CONSISTS OF A BEARING REPEATER ASSEMBLY 
INCLUDING A 70 VOLT STEP-BY-STEP MOTOR 
ALL ENCLOSED IN A WATER TIGHT CASE. SAME 
AS TYPE -22360 EXCEPT USES A STEP-BY- 
STEP INSTEAD OF A SYNCHRONOUS MOTOR. 
SiMLLAR TO TYPE +22417. 
1718743) «CBMS81ID 

AUG. 43 


CBM360079 
Aut 0 


CBM- 22397-A WEA-2b 

BEARING REPEATER UNIT 

CONSISTS OF A BEARING REPEATER ASSEMBLY 
INCLUDING A 70 VOLT STEP BY STEP MOTOR 
ALL ENCLOSED IN A WATER TIGHT CASE. SAME 
aS TYPE -22397 EXCEPT USES A JK DIAMOND 
ON THE LUBBER LINE DISC. 


8/30/44 BITH 60079, 
OCT. 44 REV 2 
22398 YB-3 


THERMOCOUPLE: INPUT 0 TO 3 
AMPS RF, OUTPUT 3.1 MA OC AT 16 MVe 


1/21/43 CAY287-0-366 


APR. 43 SuB 4 


oats | MARUEASTHBEFS 


665197 O- 45 - 19 


[_ aenertinga, [are TT 


caY 22399 RBE-3 17-4 «12 
MICROAMMETER OC; PR TO 6/1/43 
50-0-50 MICROAMPS DC. 3-1/2" FLUSH. 


1/26/43 CAYSNXSS CHQrPART 16A7 
RCV. 43 
22400 SF-2 


VOLTMETER ACS 

150 ¥ AC, 400 CYC. 3 1/2" FLUSH, NARROW 
FLANGE. CALIBRATED FOR USE ON 1716" 
STEEL PANEL. 


276/43 = CG317G2528A021 
APR. 43 
cc- 22401 TBC-4 


TUBE LIFE METER? 

230 ¥, 50 CYC, 3-172" FLUSH, 3-578" 
DEEP OVERALL, RECORDS 99,999 HOURS, WITH 
§ WHEEL VEEDER COUNTER. LOWEST CALIBRk- 
TION ONE HOUR. SIMILAR TO TYPE -22596 
EXCEPT VOLTAGE. 


2/5/43 CGSSKTBES2 COLM-7463729-5 
APR. 43 REV 15 
CG- 22402 MARK It 17-4 12 


MILLIAMMETER OC? PR TO. 6/1/43 
3-1/2" FLUSH RATED 5 MA. CALIBRATED FOR 
USE ON 1416" STEEL PANEL. 


2710732 COS004tAFY25 CO:P-7764994-) 
NCV. 43 REV i 


cc- 22403 SM 17:1 12 
MILLIAMMETER 8C3 PR TO 6/1/43 
3-1/2" FLUSH RATED 250 MADC CALIBRATED 
FOR USE ON 178" STEEL PANEL. 


2710/43 CG:8D041AET23 CG:P-7764994-2 
NOV. 43 REV 4 
cc- 22404 SH 174-12 


KILOVOLFMETER OCs PR TO 6/1/43 
3-1/2" FLUSH RATED 20 KVOC, CALIBRATED 
FOR USE ON 178" STEEL PANEL, SAME AS 
°22408 EXCEPT FOR CALIBRATION. 


2710443 CC-80041VUY8 CGrP-7764994-3 
WOV. 43 REV 4 
coe 22405 Su 17 1«12 


AMMETER AC? PR TO 6/1/43 
3 2/2" FLUSH RATED 3 AMPS. ACe CALI- 
BRATION FOR USE ON 1/8" STEEL PANEL. 
SAME’ AS -22409 EXCEPT FOR CALIBRATION. 


2710743 CGz8A022AFAI2  CG:P-77649948-8 
NOY. 43 REV 4 
co- 22406 SM 17: 4:12 


VOLTMETER AC: PR TO 6/1/43 
3 172" FLUSH. RATED 3 V AC. CALIBRATED 
FOR USE ON A i/8" STEEL PANEL. SAME AS 
°22410 EXCEPT FOR CALIBRATION 


27107485 
NOV. 43 


CCr8D046VAWE CG3P*7764994-5 


REY 4 


RESTRICTED 


dawracraia | [bare] 


cay 22407 Bs 
THERMOCOUPLE: 
INPUT 0 TO 15 AMPS, RE. OUTPUT 343 MA DC 


AT 16 MILLIVOLTS. 


3/6/43 CDELA-2416 
APR. 43 We2tsas 
cc: 22408 PEst 


08 METER: RAGE G TO 2208 

ZERO D356 MELLIWATTS INTO A $00 OHM LINE 
‘FULL SCALE DEFLECTION | MILLIAMPERE. HAS 
SCALE CALIZRATED TO READ O TO 22 OB AND 
ALSO RECORDING LEVEL O TO 100. 3." REC- 
TANGULAR METER C2 63/64" X 3 1/8" HIGH X 
2 13/32 OVERALL DEPTH). %18152R-3/18/43 
4/24/43 00-55 MODEL CMXSTB130R- 
JUNE 43 80055A4F1 3/20/45*SEE AY 


Co: 22409 MKT2 MKS MKG 

TRAIN METER (ZERO CENTER): 

0 TO +1%ADC, HAS ILLUMINATED SCALE AND 
1S EQUIPPED WITH INDICATING BULLS EYES. 
SAME AS -22341 EXCEPT FOR THE DAMPING 
WHICH IS SLIGHTLY LESS & THE SCALE MARK~ 
ING WHICH 1S "TRAIN RIGHT-OZPRESS" AND 
"TRAIN LEFT*ELEVATE™, 4X4 S/S"X2 S1/16" 


4/30/43 CwrKkS-9525 Cw2ES0-649294 
JUNE 43 CG? 0058 issve oO 
cc: 22409 


OEEP. OC RESISTANCE 1S 12.7 OHMS. 


cv: 22410 TCS-3 17 4 «72 
KILLEAMETER DC: PR TO 6/1/43 
2%" FLUSH RATED 200 MILLIAMPERES UC, 
tNTERNAL RESISTANCE 1S 0.34 OHMS. FULL 
SCALE VOLTAGE DROP 1S ABOUT 50 MV. THE 
WORD "VOICE" CENTERED AT 85MA AND "Cw" 
CENTERED AT 175MA 


5/18/43 CV:506 CHZ:ME-1001-A 
NOV. 43 
cay 22411 YB-3 


THERMOCOUPLE?: 
INPUT 0 TO 8 AMP RF. OUTPUT 3.1 MA AT 36 
KILLIVOLTS. FREQUENCY RANGE 300 - 800 KC. 


3729/43 
MAY 43 


CAY387-0-366 
Sus 4 


cc- 22412 sw 

VOLTMETERS: 

RATED O TO 150 V DC, 30,000 OHMS. SCALE 
75 DIVISIONS. FOR VERTICAL MOUNTING ON 
178° STEEL PANEL. 3 1/2" FLUSH TYPE. 


473743 CG 200-41 CGLK~-43 J447 
May REV O 


cG- 22413 sé 

VOLTHETER, OC? 

RATED O TO 300 V DC, 300.000 OHMS. SCALE 
60 DIVISIONS. FOR VERTICAL MOUNTING ON 
ON #78" STEEL PANEL. 3 1/2" FLUSH TYPE. 


4/3/43 CG:00-44 CGrK-43N267 
MAY 43 REV O 
MTORR TONS SeAWHEAE RULE 


NAVSHIPS 900,109 


3.22-22 


Class 22—lIndicating Instruments 


RAEI [ruse assicne ror | HAUL REAYY PHAM [rinse assicneo rox | HAST ARAKDNS, OTH [rise assioneo ror | oAVLERN, 


cc- 22414 SH” 

VOLTNETER, OC: 

RATED 0 TO 500 V DC. 500,000 GHHS. SCALE 
50 DIVISIONS, FOR VERTICAL MOUNTING ON 
178" STEEL PANEL. 5:12" FLUSH TYPE. 


4/3743 CG300-41 o 4 COmK-435268 
MAY 43 oe REVI 


cc- 22415 SM 
MILLIAMMETER, DCs 
MOVEMENT: O TO 1 MADC, APPROXIMATELY 100 


OHMS RESISTANCE. 40 SCALE DIVISIONS. CAL- 


{BRATED O TO 2 MADOC; MARKED “FOR USE 
WITH EXTERNAL SHUNT." FOR VERTICAL MOUNT- 
4uG ON 178" STEEL PANEL. S$ 3/2" FLUSH 


TYPE. 
443742 cosbo-41 COLK-43 5526 


MAY 43 REV O 


ce- 22416 SN 

AMMETERS % 

RATED 0 TO 3 AMP OC, 0.05 OHMS RESIST- 
ANCE. SCALE, 50 DIVISIONS. FOR VERTICAL 
MOUNTING ON 178" STEEL PANEL. 3 172° 
FluSnH TYPE. . 


473643 CG:D0-41 CG-439264, 
MAY 43 REV 1 


ce4¥- 22417 acs-1 Qct-i 

BEARING REPEATER UNIT? 

CONSISTS OF A SEARING REPEATER ASSEMBLY 
UNCLUDING NEITHER A STEP-8Y-STEP MOTOR: 
OR A SYNCHRONOUS GENERATOR. OTHERWISE 
SIMILAR TO +22360 AND 22397.. 


$/24/43) BLIF : CBM360079 


AUG. 44 : ALT o 
CG- 22413 SG : 17-92 


BELLIAMMETER, DC? PR TO 6/1/43 
RATED O TO 1 MA OC, HITH SCALE CALI ~ 
BRATED 0-50 MA. 3 1/2" FLUSH,» WITH 
ROUND BAKELITE CASE, NON-GLARE GLASS, 
FOR MOUNTING ON 175" STEEL PANEL. METER 
INTERNAL RESISTANCE 1S APPROX. 60 OHMS. 


6/18/43 CG:90-41 ANK CGsk4121298 
NOV. 43 REV 4 


cG- 22419 SR "AP de 2 
MILLIAHMETER, OC? PR TO 6/1/43 
RATED O TO 1 MA DC. 3 172" FLUSH, FUR 
MOUNTING ON 178" STEEL PANEL. SPECIAL 
SCALE MARKINGS CALI2RATEO FROM O TO 1 MA 
AND 1 TO 4 STANDING WAVE VOLTAGE RATIO. 
HNTERNAL RESISTANCE 25 OHMS, BAKELITE , 
CASE. 


11343 CG00-45 CG2k-4121298 


NOV. 43 : REV 4 
ce- 22420 SQ 17 4-42 
VOLTMETER-AC: PR TO 6/1/43 


0-150 V AC, 2 1f2" FLUSH. 46300 OHMS RE- 
SISTANCE, FRONT 8S SPLASH PROOF AND DIAL 
GLASS 1S ANTIGLARE, CALIBRATED FOR USE 
ON 1/8" STEEL PANEL. 


7/14/43 CGIBAWA4IVAX26M CG2K+3$ 4277-2 
NOY. 43 ae REV 1 ; 


ec- 22421 sq Vt Wz 
MILLIANMETER OC? PR TO 6/10/43 
0 10 1 MA OC 2 1/2" FLUSH, 450 OHS RE- 
SISTANCE. FRONT 1S SPLASH PROOF AND Di AL 
GLASS iS ANTIGLARE. CALIBRATED FOR USE 
ON 1/8" STEEL PANEL, 


7414443 CGSOW-41AAH2ZT0 CGSK-35U278-2 
wov, 43 REY 3 ‘ 


care | MSWUEREIBERS | 


NAVSHIPS 900,109 


cG-22422 SH 171 42 
MILLIAMMETER OCt PR TO 6/1/43 
0 70 5 HA DC. 3 1/2" FLUSH, 7 GH%S OC 
RESISTANCE. FOR MOUNTING ON 1/78" STEEL 
PANEL. 


7/14/43 COSBOP4TAEEZS CGSK4aJ44 
NOV. 43 REV O 


cv: 22423 Ye 

OUTPUT (0B) METERS 

2 1/2" FLUSH. -10 TO +608. ZERO POWER 
LEVEL INTO 600 OHMS IS 64W. 1.9 VOLTS. 
ACTUAL LEVEL AT O ON SCALE FROM ZERO 
POWER LEVEL 1S 0. WHEN SCALE INDICATES 
ZERO THE INSTRUMENT RESISTANCE 4S 5000 
OHMS, POINTER OVERSWING IS 2 TO 6% AND 
7428/43 MOD 506 TYPE 61 CV:92543 

SEPT 43 REV A 


cv: 22423 
DANPING FACTOR tS 16-50. RESPONSE IS 
0.28 TO 0.36 SEC. DEFLECTION TIME TO 
99% READING ON FIRST SWING JIS 0.12 TO 
0.16 SEC, CHAS NOT BEEN TYPE TESTEO) 


cvs 22424 Yu 
MICROAMMETER-DC3 
3 1/2" FLUSH. O TO 100 MICROAMPS DC. 


7728/43 CV3301 CV3C.0.93884 
SEPT 43 SUB A 


cG- 22425 MK-12 

TUBE LIFE METER 

110 VOL¥S, SINGLE PHASE, 60 CYCLES3 1/2" 
FLUSH, 3"CAPPROXIDEEP OVERALL RECORDS 
99,999 HOURS WITH S WHEEL VEEDER COUNTER, 
LOWEST CALIGRAT. §S ONE HOUR. INCLUDES 
T16/1/60, 2nW TELECRON MOTOR. SIMILAR [O 
TYPE -22289 EXCEPT LESS TERMINAL PLATE, 
8/23/43 94X918 CwsBA-10014-1 
ROV. 43 ISSUE 2 


22426 MK-12 17-4 «12 
D.C. VOLTMETER PR TO 6/1/43 
200-0-200 D.C. 3 1/2" FLUSH, MOLDED 
CASE LANTERHAL MULTIPLIER, 400,000 OHMS 
RESISTANCE. 1000 OHMS PER VOLT. 


9/25/43 CG:BNO4IV-YISO Cw2689518-2 


NOV. 43 : ISSVE 4 
- 22427 RCK 17 10:12 
OB METER: PR TO 6/1/43 


SCALE - 1€/0/720 db. 2 172" FLUSH. SAME 
AS ASA TYPE MR25 Wi24 SPEC EXCEPT FOR 
SCALE RANGE. 


O(CV)S06 RECTIFIER TYPE 
9/28/43 (SADRI2DU- 347 CNASH344 
JUN, 45 USEE ABOVE REY 0 


cu- 22428 MK-42 w7 1-42 
KILOVOLTMETER, D.C. PR TO 6/1/43 
RATED 0 TO 6.0 KV. 5 1/2" FLUSH. 
ENCLUDES THO (2) WavY STYLE HEB 
(N.T.W06°63325) EXTERNAL RESISTORS, 3 
MEGOHMS EACH. CALIBRATED FOR MOUNTING ON 
209" STEEL PANEL. 
10/4/43 0-164686 CMZESA+656478 
NOV. 43 


RESTRICTED 


cG- 22429 *SEE BELOW 

VOLTHETER AC 

SCALE O TO 25 VOLTS AC. RECTIFIER TYPE. 
3.1/2" FLUSH. ACCYRACY WITHIN 5% CFLS.) 
AT CALIBRATION FREQUENCY €3090 CPS), 
FREQUENCY ERROR 1S 1% FPER 1000 CPS FROM 
30090 CPS. HAS RED LINE AT 12.5 VOLTS. 
BRADIO FAN MARKERS (CODE 976) 

bi; ia/43 00-46 

NOV. 43 


cG- 22450 *SEE BELOW 

VOLTMETER AC 

SCALE 0 TO 150 VOLTS AC. RECTIFIER TYPE, 
3.1/2" FLUSH. ACCURACY WITHIN 5% (FS) 

AT CALIBRATLON FREQUENCY (3000 CPS), 
FREQUENCY ERROR 1S 1% PER 1000 CPS FROM 
3000 CPS. 

*RADIO FAN MARKERS (CODE 976) 

11/18/43 00-46 

FEB. 44 


cv- 22431 sp 

HEIGHT METER 

CONSISTS OF A 20 MA DC AMMETER WITH FACE 
GRAOUATED 0-50 THOUSAND FEET AND 50,000 
TO 0 OHKS. RESISTANCE OF METER 1050 

OHMS +20%. MEETS PERFORMANCE REQUIREMENT‘ 
‘OF 17:1 «12, 


2/13/43 743 MC CG2K-52N269 
REV 2 


22432 GENERAL USE 17 1 T2 
KILOVOLTHETER, O.C. 
RANGE: O TO 3.5 KILOVOLTS DC; 1000 OHMS 
PER VOLT; 3 1/2" FLUSH PHENOLIC CASE. 
1 5/8" DEEP PLUS 27/32" STUO. FULL SCALE 
DEFLECTION | MA DC. INCLUDES 3.5 MEGOHM 
EXTERNAL MULTIPLIER (STYLE MFB). SAME AS 
722311 EXCEPT FOR TYPE OF EXTERNAL 
1/20/44 CAY2NX-35 
FEB. 44 


24352 
MULTIPLIER. 


CH 22433 UF 

MILLEAMMETERS 

MOVING COIL, PERMANENT MAGNET TYPE DC 
VILL FAMMETER, AC VOLT*ETER. SINGLE SCALE 
100-0-100, 40 OIVISIONS, #§ MA DC ACROSS 
TERMINALS 4 AND 2 O8 4 aND FT FOR FULL 
SCALE DEFLECTION 3¥ AC RMS ACROSS TERMI- 
NALS 5 AND 6 WITH TERMINALS | AND 7 


4/4/44 0-165573 BA-4101008 
MAY 45 iFew ' 4ss 1 
cw-22433 


STRAPPED FOR DEFLECTION 40 60 ON REGHT 
HAND SIDE. 


Cw- 22434 uF 
OB METER: 

MOVING COIL, PERMANENT TYPE SCALE 0-100, 
$0 DIVES{ONS WILL MEASURE 3.88V LINE 
VOLTAGE AT TOP SCALE #N FREQUENCY RANGE 
OF 595 TO 1955 CYCLES, RESISTANCE ACROSS 
TERM(NALS 5000 OHMS, FULL SCALE SENSI- 
TIVY 260 MICRO AMPS AC AT 1000 CYCLES 
444044 D-168947 ESA-65159 

MAR, 45 ITEH 4 (SS 6 


MORMON SUNOS, 


’ 


cw. 22434 
ACCURACY 9% AT FULL SCALE AT ANY POINT. 
EXCEPT THE REO LINE AT 3516 POINT. 


cG- 22455 TOY 
DC VOLTMETER: 
RATED 0.5¥ DC FULL SCALE. SCALE TO READ 


0-50. 1000 OHS PER VOLT. FOR USE ON NON- 


MAGNETIC PANEL. WHITE BACKGROUND WITH 


BLACK MARKINGS AND POINTER. 3 2/2" FLUSH. 


4/17/44 800-41 P-7766660 
JULY 44 = REY O 


ci- 22436 REA 

HETER PANEL? 

CONTAINS 3 METERS WHICH FROM LEFT TO 
RIGHT AS VIEWED FROM 1HE FRONT READ RE- 
SPECTIVELY AUTOMATIC VOLUME. CONTROL 
RECTIFIER CURRENT .GROUP 2 VACUUM TUBE 
PLATE AND SCREEN CURRENT, AND OUTPUT 
VOLUME. TUSE CURRENT NETER IH THE CENTER 
4124744 0-169182 

FEB. 45 


cW-22436 
US TRANSFERRED FROM ONE CIRCUIT TO 
ANOTHER 2Y MEANS OF SWITCH MOUNTED OW 
TYPE CW-23433-HONITOR PANEL. 


CSV> 22437 AK/APA-6 

MILLIAMMETER DOC: 

0-2.75 MILLIAMPS, CALIZRATED IN PLUSES 
PER SECOND. 2.75/2.37/1.6/1.23/.95/.51 
MILLIAMPS CORRESPOND TO RIGHT HAND INDEX 
1#25/50/100/150/200/300 PULSES PER SECOND 


*CGCOWS52842157 REV O 
4/28/44 25 17412 
JULY 44 *SEE ABOVE 


c¥- 22433 tcs-9 

AMMETER RLF. 

O-3 AMPS. 2 172" FLUSH. SIMILAR TO 
722022 EXCEPT HAS PHENOLIC CASE WITH AS- 
SOCSATED CHANGES tN DIMENSIONS. 


CCOL-DWG-457N114 REV 0) 


6/22/44 507 W712 
VULY 44 356A-3 


cv- 22439 MK 31 

D.C. MICROAMMETER? 

0-100 MiCROAHP. 2 1/72" FLUSH METAL CASE. 
SCALE HAS 20 DIVISIONS. 5 MAYOR OIVi- 
SiOHS, HUMINESCENT CALIBRATIONS AKO 
CAPTION. 


7413744 $06 MOD Cw 38992 
SEPT. 44 USSUE 4 


cG- 22440 xipz- tor | 
MILLIAMMETER DCCDOUSLE SCALE) 

FULL SCALE DEFLECTION IMA OC. SCALE 
#130 TO 100MA DC WITH 2,022 EXTERNAL 
SHUNT. SCALE72:0 TO 50¥A DC WETH 4.0812 
EXTERSAL SHUNT. THIRD RANGES O TO 1OMA 
DC WITH 22.292 t1% EXTERNAL SHUNT. READ 
ON SCALE #1 AT 1/10 VALUE. 2002 41% OC 
7/14/44 CGzDwW-St CGsH-74,/2565P1 
NOV. 44 REV 0 


SET 


[pare |___ MANASTHBERS 


ae Dare MSOC? | BANNAN 


Class. 22—lIndicating Instruments 


cG-22440 
RESISTANCE. 2.5 INCH ROUND FLUSH 
PHENOLIC CASE. 1.60 INCHES BEHIND FLANGE 
PLUS 0.69 X #8-32 STUD. 


CG- 22441 XTOZ*TOZ 

MILLEAMMETER OC (DOUBLE 

SCALE): FULL SCALE CEFLECTION | MADC. 
SCALE #1: 0 TO 200 MADC WITH 1.0052 EX- 
TERNAL SHUNT. SCALE #2: 0 TO 100 MADC 
WITH 2,022 EXTERNAL SHUNT. 2002412 OC 
RESISTANCE. 265 INCHES RO0UNO FLUSH 
PHENOLIC CASE. 1,60" BEHIND FLAIG& PLUS 
7/14/44 (CGIDH-S1 €CGIM-7472568P1 
OCT. 44 REV O 


cG- 22441 
0.69 X 8-32 STUD. 


CV =-22442 Roo 

08 METER 

SCALE -t0/0/2008, 2 1/2" FLUSH CASE, 
CALIBRATED FOR USE ON NON-MAGNETIC 
PANEL. 2ER0 POWER LEVEL IN 600 OHMS IS 
6 MW. ENSTRUMENT RESISTANCE 9000 OHMS. 
DAMPING FACTOR 16-50. RESPONSE TIM 
0.28-0.55 S&C. HIGH SPEED MOVEMENT. 


7419744 506 (CZ) 8230 
DEC. 44 iss. 5 
Cv - 22442 


STANDARD WHITE DUAL. SELF-CONTAINED. 
BAKELITE CASE. 


-22443 MK 20 MOD 1 
MECROAMMETER 
OC METER, SINGLE SCALE. 0 TO 20 MICRO- 
AMPS DC FULL SCALE SENSITIVITY 54 HILLI- 
VOLTS OC IN SERIES WITH A 1500 OHM EXTER: 
HAL RESISTOR, 3 1/2" FLUSH PHENOLIC 
H(CGIIC~41, MODEL 8504 1AAAZ42 (CV) BODEL 
301 SPECIAL TYPE § 
8/12/44 RSEE ABOVE (CWIBL-100610 
OCT, 44 Iss. 


722443 
CASE. REFERENCE TRNPERATURE 77F (250), 
POINTER WILL OPERATE FREELY IN AMBIENT 
TEMPERATURE OF -40°F TO ¥t50°F, 


cG- 22444 SP-¥M, SP 

SPEED iNDICATOR 

A 10 VOLT AC INSTRUMENT, 1000 OHMS PER 
VOLT. THE BASIC UNIT 1S A 1 MA DC IN- 
STRUMENT WITH RECTIFIER AND MULTIPLIER 
INTERNAL. CALIBRATED FOR HORIZONTAL 
MOUNTING IN A 1/8" STEEL PANEL. SCALE IN 
BLACK WITH WHITE MARKINGS. 0-500 AND 
8/29/44  (0G)00.60 (CG)K-58491 
OCT. 44 REVO 


ASSIGNED 
sssUED 


2.22-23 


HALAS SHERI, CRETE rr assianto von | AAMEAHAIN. NEI, [rast assoneo ror | AMANUN, _| 


C6-22444 
"TARGET SPEED KNOTS" BELOW THE SCALE. 


cG- 22445  xToz & ToZ 

INDICATOR 

INDICATES POSITION OF SELSYNS IN DEGREES 
SCALE 3 WIRE NORMAL SUPPLY 12¥ OC. DIAL 
MARKED | TO 10 OVER 180 DEG. WHITE 
CALIBRATION OH 3LACK BACKGROUND. 


8/29/44 SIMitaR TO CG2P-7767258-1 
HAR. 65 BOUITIPFS REV 7 


cG- 22445-A xT02 & TOZ 

(NDECATOR 

INDICATES POSITION OF SELSYNS IN DEGREES 
SCALE. 3-WIRE NOR“AL SUPPLY I12V¥ DC. DIAL 
MARKED 1 TO 10 OVER 180 DEG. WHITE Catl- 
BRATION BLACK BACKIROUND. SANE AS -22445 
EXCEPT HAS THE WORD “LOCAL” AT LOWER 
LEFT OF SCALE. 

272/45 = SI4ILaR TO CGrP+7767258-3 
MAR. 45 BOUITPFT REV 7 


CAY> 22446 HARK 31 

TNDICATOR MOTOR-CROSS 

POINTER: HAS 2 FLUORESCENT CROSS PO- 
UNTERS. HOUNTED IN 3 1/8" HOLES IN IN- 
STRUNENT PANEL SY NEAMS OF 4 LUGS WITH 
GOCAYIIZ10999 (SIGNAL CORPS) 1-101-C 
*(SUNGAL CORPS) SC-C-5983 ISSUE B 

SPEC -271-171 


8/29/44 QSEE ABOVE ® SEE ABOVE 
OCT. 44 
SELF-LOCKENG NUTS. CAY- 22446 


PROVIOED WITH TYPE AN-31G2-+14S-2P FOUR: 
TERMINAL RECEPTACLE. MAGNETICALLY AND 
ELECTRICALLY SHIELDED. RESISTANCE ACROSS 
TERMINALS 1S 1000 OH*S 410%. RESPONSE 
TIME NOT OVER O18 SECOND. *ENSTRUMENP 
SCALE DULL BLACK WITH FLUORESCENT HARK- 
(NGS. CONFORMS TO 17412 3 172" DIAM DC 
PNSTRUNENTS EXCEP? FOR EXTERNAL DIMEN- 
SbONS. 


cHY 22447 LORAN C-1 

MUELLIAMMETER OC 

O-1 MA DC. POINTER ZEROED AT 0.5 MA AND 
ZERO ADJUSTING SCRiW RENVERED {NOPER- 
ATIVE, CENTERLINE BRSAN ON SCALE AT 0.5 
MA. : 


9/1/44 
SEPT. 44 


.06+ 22448 Ts-t20/UP 


MECROAMMETER DC 

SPECIAL SCALE, 150°0-150. ZERO SET. 
INTERNAL RESISTANCE OF 75 OHMS. 3 172 
INCH ROUND PHENOLIC CASE AND FLANGE, 
FLUSH MOUNTED. 


10411744 800-41A4675 CCREIME-10t3 
NOV. 44 ISSUE A 


CN- 22449 MK 20 MOD J 

MICROAMMETER DC (HEIGHT 

ENDICATOR) RANGE 0-50,000 FT 50 
DIVISIONS OF 1000 FEET EACH. FULL SCALE 
DEFLECTION 200 MICROAMPS DC. 3 1/2" 
ROUND PHENOLIC CASE, FLUSH MOUNTED 
ILLUMINATING SCALE, 633 OHMS OC RES, 
CALIBRATED FOR 0.08" STEEL PANEL. 
1179744 0-169187 BA-103904+1 
JAN. 45 iSs. i 


care | aRWARTHBIS® | RAWHACTUREN | 


RESTRICTED 


NAVSHIPS 900,109 


3.22-24 
“NAR SM EHG. SE 


Class 22—lIndicating Instruments 


a 


cG- 22450 MK 20 MOD 1 

HICROAMMETER, DC : 

RANGES ZERO CENTER SPECIAL MARKINGS, 
FULL SCALE DEFLECTING + 500 MICRO AMPS 
DC. 3 172" INCH ROUND PHENOLSC CASE 
FLUSH MOUNTED, WITH ILLUMINATING SCALE, 
8000 OHNS DC RES., CALIBRATED FOR USE ON 
0.09. INCH STEEL PANEL. 

11/9/44 D=169188 BA-103904-2 
FEB. 45 iss. : 


CASA- 22451 An/TPS-18 

FREQUENCY METERS 

RATED 100 TO 130 VOLTS, 1-75 WATTS, 70 
OHHS PER VOLT AT 400 CYCLES. NINE ViI~- 
BRATING REEDS, 5 CYCLE INCREMENT 380 
TO 420 CYCLES PER SECOND, 3 1/4" FLUSH 
PANEL MOUNTING. 


“11/28/44 33-F . CAT. SHEET 
OEC. 44 VF-43-1A 


cv- 22452 — NK-347 
D.C. VOLTHETER: 

RANGES O-10 VOLTS. LINEAR SCALE, BLACK 
ON WHITE, 1/2 VOLT PER DIVISION, WITH 
REO MARK AT 5 YOLTS AND 6 VOLTS, 2 1/2" 
FLUSH ROUND KETAL CASE, NARROW PLANGE. 
NON-SLARE GAASS; TROPICAL TREATMENT. 
SENSITIVITY 325 OHMS/VOLT. 

11/29/44 Cv:506 

DEC. 44 CBN2808~-448 


CAY- 22453 NK-8 “VTVV2CENT)D 
D.C. VOLTHETER: ‘ 

RANGE: 0-15 VOLTS. LINEAR SCALE WITH RED 
MARKS AT 11 VOLTS AND 12 VOLTS. 2 1/2" 


FLUSH ROUND PHENOLIC CASE, NARROW FLANGE. 


NON*GLARE GLASS; TROPICAL TREATMENT, 
SENSITIVITY 250 OHMS/VOLT. 


11/29/44 VX-33 CBM: 1000F-17 
DEC. 44 . ALT 0 : 


CG= 22453-A NK-8 F71S2C1NTD 
D.C. VOLTNETER: 

RANGES O-15 VOLTS. LINEAR SCALE IN SO 
STEPS WITH RED MARKS AT*I1 VOLTS AND 12 
VOLTS, 2 1/2" FLUSH ROUND PHENOLIC CASE, 
NARROW FLANGE. NON-SLARE GLASS; TROPICAL 
TREATMENT. SENSITIVITY 250 OH4S/VOLT. 
SAME AS NAVY TYPE -22453 EXCEPT FOR 


11/29/44 DW-40 CBM-1000F -16 
DEC. 44 ALT O 
CG- 22453%a 


13/64" SHALLER DEPTH, 


CV- 22454 NJ-4 

DeC. MILLIAMMETERS 

RANGES 1-50 HA. 2 1/2" PLUSH ROUND 
METAL CASE; NARROW FLANGE. FURNISHED 
WITH CLAMP FOR PANSt. MOUNTING. METER 
RESISTANCE 1S 1.0 OHM. 


11/30/44 CVv:506 CVSCATALOG 
FEB, 45 COM:801-13 


C¥- 22455 NJ-30407090 

AoC. VOLTMETERS 

RANGE: 0-150 VOLTS. 2 1/2" FLUSH ROUND 
METAL CASE; NARROW PLANGE. PROVIDED 
WITH CLAMP FOR MOUNTING. SENSITIVITY 110 
OHMS/VOLT. 


11/30/44 517 CVSCATALOG 
OEC. 44 


NAVSHIPS 900,109 _ 


CAY- 22456 ter W712 
MILLIAMMETER, RFs 

SPECIAL METER. SCALE BLANK EXCEPT FOR 
LUMIROUS 1/8" HIDE MARK AT MIDSCALE AND 
AT ZERO ADJUSTHENT. BLACK BACKGROUND. 
3.1/2" ROUND PLUSH NETAL CASE. SCALE IS 
ARBITRARY, 


12/18/44 NX-33 CAY:37606437-67 
JAWs 45 REV. 12 


CASA- 22457 SO-7H &SO-7N 

VOLTMETER (ACIS - 

O-150¥, 60~, 13,5009 RESISTANCE’ 

: MAGNETECVANE MOVEMENT 13.5002, 
O7i7¥ RESISTANCE. CALIBRATED INSTEPS,OF 
G0-100-115-120-150. RED MARK AT 1ISV., 5 
CALIBRATED FOR NON-MAGHETIC “TG, 2% 
ACCURACY AT FULL SCALE DEFLECTION. 
92/20/44 CRP245-50t2 
BAK, 4§ REV. 0. 


CASA- 22457 
3 4/4" FLUSH, ROUND BRASS CASE. 


CASA- 22458 So-7M, SO-7N 

FREQUENCY METER: 

VIZRATING REED TYPE AC 55 TO 65 CYCLES. 
WORKING VOLTS 100-150. PERMANENT MAGNET 
TRAUSMITS IMPULSES TO SERIES OF 9 TO 11 
REEDS WHERE VIBRATION APPEARS ON SCALE. 
CALIGRATED tN STEPS OF 1 CYCLE. CALI- 
*CRPIL-45-S011 REV O 

12/20/44 33°F CASA+45-S011 
MAR. 45 REV. 0 * 


* casa- 22458 
BRATED FOR NON-MAGNETIC PANEL MOUNTING 
0.32% ACCURACY AT FULL SCALE DEFLECTION 
3.1/4" FLUSH, ROUNO METAL CASE. 


CaY- 22459 eB 

MILLIAMMETER, DCs 

0-390 MA DC SCALE DIVIDED AT EVERY 100 
MA WITH SUB-DIVISIONS EVERY 5 MA. REC- 
TANGIRAR 4 7/32" X 3 31/32". FLUSH 
MOUNTING. MOLOARTA CASE. D'ARSONVAL 
HOVEMENT. 


12/26/44 Qx37 SKETCH 
MAR. 45° $,71360149 


cCaAY- 22460 TEB 

HILLIANMETER, OC: 

RANGE 0-200 HA OC. RECTANGULAR PLUSH 
MOUNTING 4 7/32 X 3 31/32. SCALE CAL- 
1BRATEO EVERY SO MA WITH SUSDIVISIONS 
EVERY 5 HA. MOLDARTA CASE. D'ARSONVAL 
MOVEMENT, 


42/26/44 QX37 SKETCH 
MAR, 45 G§/1160147 


CaY> 22461 TES 

HILLIAMMETER, DCs 

RANGE 0°500 HA OC 4 7/32 X 3 31/32 REC- 
TANGULAR FLUSH MOUNTING. SCALE DIVIDED 
AT EVERY 100 HA WeTH SUBDIVISIONS AT 
EACH 10 HAs MOXOARTA CASE D'ARSONVAL 
MOVEMENT, 


12/26/44 QX37 SKETCH 
MAR. 6& S#1160151 


MRIS | BHANUTOCTUAERA, 


RESTRICTED 


CAY- 22462 TEB 

MILLIAMMETER, OCs 

RANGE 0-750 MA OC 4 7/32 X 3 31/32 REC- 
TANGUL.AR FLUSH HOUNTING. SCALE DIVIDED 
AT 250-500-750 MA WITH SUG-DIVISIONS AT 
EACH 10 MA. NCLDARTA CASE. 


12/26/44 QX37 SKETCH 
MAR, 45 S#lt60153 


cay- 22463 TE 

AMMETER OC? 

RANGE O-3 AMPS DC 4 7/32 X 3 31/32 REC- 
TANGULAR FLUSH MOUNTING. SCALE DIVIDED 
AT 0.5°1.0-1,5°2.0-2,5-3.0 WITH SU3- 
OIVISIONS AT EVERY .05 AMPS. MOLDARTA 
CASE. D*ARSONVAL MOVEMENT. 


12/26/44 QX37 SKETCH 
MAR. 45 $/1160060 


CAY- 22464 TEB 

VOLTMETER, ACS 

RANGE O-15 VOLTS AC 4 7/32 X 3 31/32 REC- 
TANGULLAR FLUSH MOUNTING, SCALE OIVIDED 
EVERY 3 VOLTS WITH SUBDIVISIONS AT EACH 
0.5 VOLTS. MOLDARTA CASE. 


12/26/44 QA37 SKETCH 
MAR. 45 S#1160707 


CAY> 22465 TES 

VOLTMETER AC: 

RANGE 0-300 VQ@LTS DC. RECTIFIER TYPE. 
4.7732 X 3 31/32 RECTANGUV.AR PLUSH MOUN ~ 
ING. SCALE DIVICED AT EVERY 50 VOLTS 
WITH SUBDIVISIONS AT EACH 10 VOLTS. 
MOLOARTA CASE. 2000 OHMS PER VOLT. 


12/28/44 QC-37 SKETCH 
MAR. 45 $#196023L 


CAY- 22466 TEB 

KILOVOLT NETER, DC: 

RECTIFIER TYPE. RANGE: O-1 MA OC WITH 
0-5 KV SCALE. USED WITH EXTERNAL MULTI- 
PLIER. CALIGRATED AT SOURCE. SCALE 
DIVIDED AT EVERY KILOVOLT, WITH SUB- 
DIVISIONS AT EACH 0.1 XV. MOLOARTA CASE 
47/32 X 3 31/32 RECTANGULAR PLUSH 
12/27/44 Qx-37 SKETCH 

MAR. 45 S#1160095 MOD 


n cay- 22466 
MOUNTING. 


cAY- 22467 Tee 

KILOVOLTMETER, DCs 

RANGES O-t HA, OC WITH O-15 KV SCALE FQR 
USE KITH EXTERNAL MULTIPLIER. SCALE 
DIVIDED AT EVERY 3 KV. WITH SU3DiVISIONS 
AT EACH 0.5 KV. HOLOARTA CASE, 4 7/32 X 
3.31/32 RECTANGULAR FLUSH MOUNTING. 


12/27/44 Qx=37 SKETCH 
HAR. 45 S#1160094 MOD 


CAY- 224698 Tes 

AMMETER, RFs 

RANGE O-10 AN?S RF. SCALE DIVIDED AT 
EVERY 2 AMPS WITH SUZDIVISIONS AT EACH 
0.2 AMPS. 4 7/32 X 3 31/32 RECTANGULAR 
FLUSH MOUNTING. MOLDARTA CASE. 


32/27/44 Qt-37 SKETCH 
MAR. 48 #1160367 


[pare | MAIRRAGTHANRS 


[SSN TUREA, 


CEA, [rinse assicnep ror | GAMERS, 


CCxX- 22469 TEs 

TUSE LIFE METER? 

230¥ AC 60 CYCLES. RUNNING TIME METER 
30,000 HRS. SCALE HARKINGS TOTAM HOURS, 
6 DIGIT VECTOR COUNTER. 3 1/2" DIA. 
FLUSH MOUNTED BAKELITE CASE. 


12/27/44 RT-2H SKETCH 
JAN. 45 


eav- 22470 = reE8 

MILLIAMHETER, DCs 

RANGE: O-100 MA DC 4 7/32 X 3 31/32 REC~ 
TANGULAR PLUSH MOUNTING. SCALE DIVIDED 
AT EVERY 20 HA WITH SUBDIVISIONS AT 

EACH 2 HA. MOLOARTA CASE. D‘ARSONVAL 
MOVEMENT. 


82/27/44 Qx-37 SKETCH 
WAR, 45° gll60145 


Cato 22471 SO-74/7N 

AMHMETER, DOC. : 

RANGE -20-0 -+20, 2 1/4" ROUND FLUSH 
MOUNTING NARROW FLANGE 15/16" BEHIND 

PANEL, 13/16" LENGTH OF STUDS. SCALE- 

LINEAR RANGE CALIBRATED IN STEPS OF 2 

AMPS. BRASS CASE WITH OYLL BLACK FENISH. 

D'ARSONVAL MOVEMENT. EACH SCALE 

PF15/45  VAbee caTO:4000 

NAR, 45 REV 4 


cato 22471 
CALIBRATED INDIVIDUALLY. 


cy- 22472 WK 20 Moo | 

WATTMETER. AC, 0C 

ELECTRODYNAMOMETER TYPE. SINGLE SCALE, 

1D00 WATTS, 50 SCALE DIVISIONS, SINGLE 

PHASE, 100-150 VOLTS. POWER CONSUMPTION 
POTENTEAL CIRCUIT AT 11SV, 1.96 WATTS: 

AT 25 OR 60 CYCLES, 1.96 VOLT-AMPERES. 

POWER. CONSUMPTION CURRENT CIRCUIT AT § 

ts18745 641 C0-44982 

KAR. 45 REY 8 = 29-39 


cv- 22472 
AMPS, 0.67 WATT: AT 25 CYCLES 0.73 VOLT- 
AMPERE AND AT 60 CYCLES, 0.98 VOLT- 
AMPERE, SELF-CONTAINED CURRENT AND PO- 
TENTIAL RANGES 


cu- 22473 uP 

VOLUME INDICATOR 

A STEEL PANEL EQUIPPED WITH A RECTIFIER 
TYPE MELLIAMMETER WITH 2 SCALE MARKERS. 
MEASURES VOLUME LEVELS -(N CIRCUITS OF 
600 OHMS EMPFOANCE & IN VOICE FREQUENCY 
RANGE. EQUIPPED WITH ATTENUATOR FOR 
CHANGING VOLUME RANGE & AN ADJUSTING 
1/18/45 0-152902 

FEB. 45 


cw- 20473 
RESISTANCE COIL FOR tNCREASING 
SENSITIVITY. 


Class 22—lIndicating Instruments 


OT ANA AT 


Cu- 22474 TS-1O07/TPA-1 

MILLEAMETER, OC 

DOUBLE SCALE: O-1.5 MA, O-15 MA 3 172" 
FLUSH CIRCULAR BAKELITE CASE. MOVEABLE 
COL PERMANENT HAGNET FULL SCALE OE- 
FLECTION 3.5 MA DC, 75 OHMS RESISTANCE 
ACROSS TERMINALS. REQUIRES AN EXTERNAL 
RESISTANCE FOR 0-15 HMA OC SCALE. : 
1434745 D-t66824 CWSESA-651591-5 
FEB. 45 ISSUE 6 


CH- 22474 
CALIBRATED FOR 0.09" PANEL. 


C¥- 22475 
YOLTMETER 
0-150 VOLTS, 300-600 CYCLES. 2 172" 
FLUSH, ROUNO METAL CASE. MOVEASLE VANE 
MOVEMENT. 16.5002, J100/V. CALIBRATED UN 
STEPS OF SV. RED MARK AT 11S¥, +58 
ACCURACY V AT 135¥ AC 409 OR 50~, 

SCALE: SILVER BACKGROUND WITH BLACK 


SO-7H/7N T-4-12 


1422045 CV3517 CRP: US5-5009 
MAR. 45 REV 4 
cY- 22475 


MARKINGS. HIDE FLANGE. 


CHL: 22476 Rex 

MICROANHETER 0.C. 

D'ARSONVAL MOVEMENT 3 174" ROUND FLUSH 
MOUNTING, SPECIAL SCALE. RANGE 160-0-40 
MOiCROAMPS. SCALE CALIBRATED tN STEPS OF 
1'S TO 9°S ANDO THEN FROM 1 db TO 25 db- 
FULL SCALE DEFLECTION 200 MA. 1250 OHS 
RESISTANCE. BAKELITE CASE CALIBRATED FOR 
1724/45 701 CHL: 82A006-A 
BAR. 45  SCALE283A047 82A074-0 


CHL- 224735 
+09" STEEL PANEL. . ; 


CHL: 22477 RBK-12,13,14 

MICROMMETER, DC 

D'ARSONVAL MQVEMENT. 3 372" ROUND FLUSH 
MOUNTING. SPECIAL SCALE. RANGE 160-0-40 
MICROAMPS. SCALE CALIBRATED (HN STEPS OF 
Vv TO 9 S THEN FROM S TO 20 IN DECIBELS 
OVER S$. FULL SCALE OLFLECTION 20U mA. 
BLACK BAKELITE CASE CALISRATED FOR .03" 
1724/45 3001 CHL:82A065-0 
MAR. 45 SCALE 2834216 


: CHL: 22477 
STEEL PANEL 


~ UIA 


RESTRICTED 


3.22-25 
FIRST ASSIGNED FOR | WANE ARANINS, 


caAyY> 22478 HK 8 MOD 4 

MILLIAMMETER, DC 

SCALE 0-250 HA. SINGLE SCALE. SCALE 
CALIBRATED 90°-0° LATITUDE, 250 MA GIVE 
FULL SCALE DEFLECTION. 3" SQUARE, FLUSH 
HOUNTED. BODY DIAMETER 2 344%, 


ENERO 


201745 RX-35 CAYS2CC-8077 


FEB. 45 CHANGE 2 


CMY: 22479 RAQ-3 

MILLA AMMETER, OC 

O-t HA SCALE WITH t TO ¥ ©S™ UNITS UN 
BLACK AND O TO 40 db ABOVE'"S9" EN RED. 
LINEAR SCALE. 2 174" ROUND FLUSH CASE. 


CANCELLED 

2715745 S$2RN CHQIIGA9 

FEB. 45 TSSUE B 
-22489 QGA 17-6012 CENT) 


MILLIAMMETER, OC 

0-600 KA. O'ARSONVAL MOVEMENT. 3 342" 
ROULO FLUS: HAKELITE CASE FOR USE ON 
3/32" STLEL PANEL BLACK MARKINGS ON 
WHITE BACKSROUND. 2% ACCURACY AT FULL 
SCALE OEFLECTION. 


2416/45 CG:00-41 CB4IIOOF-19 
MAR. 49 Ait 0 


ceM- 22481 RFA 

BEARING REPEATER UNIT 

CONSISTS OF A BEARING REPEATER ASSEMBLY 
(NA WA TIGHT CASE. BEARING SCALES 
ARE ILLUMINATED, BLACK WITH WHITE BACK= 
GROUND. SIMILAR TO TYPE +22560-C EXCEPT 
(T tS mOGdFIED FOR BRACKET MOUNTING TO 
PERMIT ROTATION OF FNDICATOR, 


2ei7/4as Brig 60.459 
MARe 45 ALT 2 
vG- 22482 SU, SU-I 


TIME METER, aC 

0 TO 99,999 HOURS, 3 1/2", FLUSH, CER- 
CULAR. PLASTIC CASE, GEARED TO A SYH~ 
CHRONGUS KOTOR, DARK GRAY FACE, WHITE 
LETTERS, THREE MTG. HOLES. 


2417745) OKT8yY2) 424134426 
MAR. 45 REV 6 


CG- 22433 SU 

METER. POSITION ENDICATOR, DC 

0° TO 249°, 2 23/64", PROSECTION MOUNT- 
EO, CIRCULAR, PLASTIC, SELSYN TYPE, Lt- 
NEAR SCALE, MAGHETIC SHIELOING, 3 WIRE, 
24 VOLTS, 600-800 OHXS, 4 MTG. HOLES. 
SPECIAL MARKS AT 0°, £20°, 240% 


, 
2417/45 BOTH PCL K+41462777 
MAR. 45 REV 46 


caSa> 22484 UM 

FREQUENCY METER 

CaLiBRaTEO 46 TO 54 CYCLES/SEC. ANDO $6 
TO. 64 CYCLES/SEC IN 2 CYCLE STEPS, § 

REF OS PER EaCh KANSE, INPUT 120 VOLTS, 3 
WAIT Max. 3.1/2" FLUSH PANEL MOUNTING, 


2720745 S0-FX CG2K +4 5876 
MAR. 49 REV 2 


CVs 22485 080 

MECROSAMMETER, OC 

ZERO CENTER METER SENSITIVE TO.30°0°30 
MICROAMPS. NO MARKINGS ON SCALE~ CALt- 
BRATED AT 20 MICROAMPS RIGHT DEFLECTION 
MARKED “BATTERY AQJUSTYENT™. 3 172", 
FLUSH, ROUND, BAKELITE CASE. O° ARSONVAL 
MOVEMFHT, CALIBRATED FOR USE ON 178" 
2/20/45 Cvs501 SPEC. 

MAR, 45 


ce? | awn | 
NAVSHIPS 900,109 


3.22426 


Class 22—Indicating Instruments 


SHALE [rast anon von | RAWAL 


DEORE, [rise asscnan ron | ASRIMHN _| 


cv-22485 
STEEL PANEL. 


CAVK-22486 SO. S0a 

VOLTNETER, AoC. 

RANGE 0 TO $$0 VOLTS; 2 172" FLUSH ROUND 
BAKELITE CASE; D'ARSONVAL MOVEMENT. EX- 
PANDED SCALE CALIBRATED #N STEPS OF 10 
FROM 0 TO 20 AND IN STEPS OF & FROM 20 
10 150, WITH REO MARK AT 11S, BLACK 
MARKINGS ON WHITE, RESISTANCE OF METER 
2/28/85 22a CRP 545-5013 
MAR. 45 ; . $UB 


CAVK-22486 
1S 2070 OHMS; SENSITIVITY 1S 1500 OHMS/ 
VOLT. FOR USE ON 1/16" STEEL PANEL. 


cv- 22487 “BM 

VOLTMETER, AC 

RANGE O-250¥ AC. 3 1/2" ROUND FLUSH 
BAKELITE CASE. MOVEABLE IRON TYPE. 


3/3745 476 
MAR. 45 


tG- 22488 SP-14 

MILLEAMETER, OC 

0-200 MA, 2 63/64 X 3 1/8" FLUSH ROUND 
CASE WHITH RECTANGULAR FLANGE, FOR MOUNT- 
(NG OM I/716" MAGNETIC PANEL. LINEAR 
SCALES; BLACK MARKINGS ON WHITE. RESIS~ 
TANCE OF METER 1S 300 OHMS. 

375745  8D0053AAF207 CG2K-4158122 
MAR. 45 


CAY- 22489 Nxsr-83355 F7-E-t2 
HETER, O08: 

-18 08 TO #3 0B. 3" X 3 1/8" FLUSH 
ROUND CASE WITH RECTANGULAR FLANGE FOR 
MOUNTING, D'ARNSONVAL MOVEMENT. DIFFERS 
FROM CAY RC*35 ONLY IN SCALE AND RANGE 


AS SHOWN. FULL SCALE DEFLECTION 60 VOLTS. 


3/14/45 CAYsRC+35 
MAR, 45 MODIFIED - REV O 


cay- 22490 YG : ed od 5 
MICROAMMETER, OC? : 
0-200 MICROAMPS. 2 1/2" FLUSH ROUND 
HETAL CASE. D'ARSONVAL MOVEMENT. STAND- 
ARO LINEAR SCALE CALIBRATED IN STEPS OF 
& MICROAMPS, FOR MOUNTING ON NON-MAG- 


NETIC PANEL. RESISTANCE 154 OWMS + 10%. 


3/16/45 BX-33 STYLE 
MAR. 45 PH-413591-4 Sus: 2 


cc- 22491 SU, SU-1 V7 P12. 
MILLEAMETER, OC: 


0 TO 25 MILLIAMPS DC 3 1/2", FLUSH, CIR- 
FULA® BAKELITE CASE. D'ARSONVAL MOVEMENT. 


CALHBRATED FOR 3/32 STEEL PANEL. BLACK 
DIAL WITH LUMINOUS MARKINGS. 3.68 OHNS 
RESISTANCE. 


S/V7/45 CGTBOO-4UAAY225 CGrK 4421298 
“MAR, 45 CBH2975°3 REV 7 


CKB241-£00A098 -2 


CRVEM=422603-1" 


cc- 22492 su su-1 V7-1-42 
VOLTMETER ACs 

0-150 VOLTS AC 3 1/2" FLUSH CIRCULAR 
BAKELITE CASE. MAGNETIC VANE MOVEMENT. 
15,000 OHYS RESISTANCE. BLACKDIAL 
LUMINOUS MARKINGS CALIBRATED 75 DIVI- 
SIONS FOR 3/32" STEEL PANEL. EXPANQEO 
SCALE. 

3/17/45 CG2BAO-22VAX28S40 CGEK~41211462 
HAR. 45 CBN2975-2 REV 17 


CAY- 22493 ICS SERIES 17-41-12 ENT 
MILLEAMMETERs DC 

0-200 mA OC. 2 4/2" FLUSH ROUND BAKELITE 
CASE. O'ARSONVAL MOVEMENT. LINEAR SCALE, 
WHITE ON BLACK, STEPS OF 5 MA WITH RED 
BLOCKS IN RANGE 80 TO 90 AND 175 TO 180 
MA, WORD "VOICE™ CENTERED AT 85 MA. ANO 
LETTERS "Cw" CENTERED AT 175 MA IN 
3/20/45 WX+33 COL:458 0710 40 
APR. 45. SE1,164,005 REV 2 


caY- 22493 
TERNAL RESESTANCE &S 0.34 OHMS. SIMILAR 
TO -22410 EXCEPT FOR SIZE. 


Cay- 22494 TCS SERIES 17-41-12 INT 
AMMETER, ROF. 

O-3 AMPS. 2 172" FLUSH ROUND BAKELITE 
CASE. D'ARSONVAL MOVEMENT. EXPANDED 
SCALE, WHITE ON @LACK, STEPS OF ONE AMP. 
PO4ER CONSUMPTION NOT MORE THAN 1.2 
WATTS. SESILAR JO -22458 EXCEPT FOR SIZE. 


3/20/45 NT-33 CoLs457 1240 00 
APR. 45 S#t,t64,002 REV 4 


cG- 22495 LES! 

MICROAMMETER. OC 

0-200 méicRoamPS, 3 1/2", FLUSH, FAN 
SHAPED BLACK BAKELITE CASE. NON-MAGNETIC 
PANEL. D'ARSONVAL MOVEMENT. 


3420/45 CGiBD049XMR-200 CFDSI85-0-1A 
APR. 45 


CG- 22496. LXx-t 

VOLTMETER, AC 

0-765 VOLTS AC. 3 1/2", FLUSH, FAN 
SHAPED, GAKELITE CASE, NON-MAGNETIC PA 
NEL. NTERNAL MULTIPLIER FOR 7.5 VOLTS. 
1000 OHMS DC RES. PER VOLT. 


3420/45 CGi8D049ADE-200 CFO:185-0-1A 
APR. 45 : 


CG+ 22497 TBS-8 

DECIBEL METER (MILLI AMMETER)D 

0 TO 100 08,0 TO 5 MA. .2 142", FLUSH 
ROUND BAKELITE CASE. SCALE CALI@RATED EN 
STEPS OF 10 9B; FULL SCALE DEFLECTION At 
3.0 MA: 10 0B aT 2.0 MA, 60 0B AT 150 
HA, 100 06 AT 0.2 HAs 


3423/45 DW-4Xx CRVIK*850862~-] 
APR. 45 . y REV 5 


cG- 22498 T8s-8 

DECISEL METER CAC VOLTMETER) 

16 TO +3 DB, 5.47 TO 48.8 VOLTS AC. 

2 1/2" ROUND FLUSH BAKELITE CASE. RESIS- 
TANCE 500 OHMS PER VOLT. SCALE CALI- 
BRATED FOR «16, =12. -10, -8, ~6, -4, 
<2e 1, Os #1, #2, +3 08, 


3423/45 OW-4X CRV3K-850855-1 
APR. 45 i REY 7 


oA ER, FIRST ASSIGNED FOR SAWRMINE | 


cG- 22499 Tez 
MELLUAMMETER, RoFe 
0-250 MA. 2 1/2" FLUSH ROUND PHENOLIC 
CASE FOR NON*MAGNETIC PANEL. D°ARSONVAL 
MOVEMENT WITH INTERNAL THERMOCOUPLE. EX- 
PANDED SCALE; BLACK SACKGROUND WITH YEL- 
LOK NARKINGS, ENSULATED FOR €00 VOLTS. 
SAME AS -22500 EXCEPT FOR SIZE. 

3/2t14o  BDN4GATO7 COL :4$1000100-1 
MAR. 45 REV D 640) 


§7-4-42 ONT 


car- 22500 Tez 
MILLIAMMEFER, ReFe 
0-250 MA, 2 172" FLUSH ROUND PHENOL EC 
CASE FOR NON-MAGNETIC PANELS O'ARSONVAL 
MOVEMENT WETH INTERNAL THERMOCOUPLES EX- 
PaNDED SCALE: BLACK BACKGROUND WEPH TEE~ 
LOW HARKENGS, FNSULATED FOR S00 VOLES. 
SAME AS -22499 EXCEPT FOR SIZE. 

3/27/45 NESSS CoL:45t 0001 00-2 
APRS 45 Sl. 164.0034 REY 9 6401 


T7-1-82 CNT 


cG- 22501 Tez 
MILLIAMMETER, OC 
O-1 MA. 2 1/2" FLUSH ROUND BAKELITE CASE 
FOR NON-NAGNETIC PANEL. O° ARSONVAL MOVE - 
MENT. (INTERNAL RESISTANCE 42 OHMS. ONE 
SPECHAL SCALE ANO 2 INOICATOR LEVELS. 
YELLOW MARKINGS ON BLACK BACKGROUND. 
BATTERY INDICATOR HAS 50,000 Onm RESIS- 
3727745) gowatay7a CoL:450 st25 00-1 
APR. 45 REV D 6400 


V7-t-12 ENT 


cG-22501 
TOR; FA GRID HAS 24,000 OHM RESISTOR. 
AND PA PLATE HAS 4020 OHM RESISTOR. SAME 
AS -22502 EXCEPT FOR SéZ2E. 


cays 22502 Tez 
MILLIAMMETER, OC ° 
O-1 ma. 2 1/2" FLUSH ROUND BAKELITE CASE 
FOR NON-**AGNETIC PANEL. D*ARSOYVAL MOVE- 
MENT. INTERNAL RESISTANCE 42 OHMS. ONE 
SPECIAL SCALE AND 2 INDICATOR LEVELS. 
YELLOW MARKINGS ON BLACK BACKGROUND. 
RaTTERY #NDICATOR HAS 50,000 OWN RESIS- 
3/27/45 NK=33 COL:450 4125 00-2 
APR. 45 S#i,164,004A nev vo o4uu 


V7-tet2 ONT 


caY- 22502 
TOR, PA GRID HAS 24,000 OHM RESISTOR, 
AND PA PLATE HAS 4020 OHM RESISTOR. SAME 
AS -22508 EXCEPT FOR SiZE. 


CG- 22503 SJ-l 

VOLTMETER. AC 

0-150 VOLTS. RECTANGULAR CASE OF MOLDED 
TEXTOLITE. MAGNETIC VANE MOVEMENT, RE- 
SISTANCE 100 OHMS PER VOLT, SCALE 2.2" 
LONG tN 75 DIVISIONS. 2% ACCURACY AT 
FULL-SCALE DEFLECTION. 


3/28/45 993X474 
APR, 45— 


CWsWH-811822) 


cG- 22504 Mar 

MILLEAMMETER 

FULL SCALE AMPS 0.001 + 2%; 100 OHHS OC 
RES; BLACK PHENOLIC CASE. 1 3/4" X 
1374" X 4 23/64" DEEP. FOUR 0.125 MIG. 
HOLES. 


¥CG-K-4155966, REV 2 
3/28/45 BDN-1 CRVE4-450715 
APR. 45 REV QO ® 


[ “SRE? | aeRO, 
RESTRICTED 
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Class 22—Indicating Instruments 


3.22-27 


RATE, * [rst assionse ron | SWARLGRHG, | ate ee SULT [ruse assronto vox | SAMEERA | 


, 


caY- 22505 SF 

MELLEAMMETER, OF 

G-1 ANO O-10 4A. RECTANGULAR, FLUSH, 
PHENOLIC CASE OD'ARSONVAL MOVEMENT. LI- 
NEAR SCALE §N 50 DIVISIONS: BLACK MARK- 
(NGS ON WHITE. RESISTANCE OF METER 45 
AND 60 OHMS. 

SECTION 45+350 Pe F ISS, JULY 22. 1940 
3729745 RX=35 CAY CATALOG 
APR. 46 * SEE ABOVE 


caTx- 22506 ctK-60044-A 
MECROAMMETER, OC 

0-200 MICROAMPS, RECTANGULAR, PROJECTION 
MTGe BAKELITE CASE FOR NON-MAGNETIC PAe 
HEL. D'ARSONVAL MOVEMENT TWO SCALES 
BLACK ON WHITE FOR © TO 1000 MEGOHMS AND 
0 10 3 VOLTS Ove ONE SCALE REO OK WHITE 
FOR 0 TO 30 VOLTS AC. SENSITIVITY OF oc 
3430445 CATX: 45 CG: 

APR. 45 CRVSSTOCK 43923 


cTax-22506 
VOLT SCALE 3 2/3 MEGOHM PER VOLT: SENSI- 
TIVITY OF AC VOLTS SCALES 1000 OHMS PER 
VOLT. 


csv- 22507 sP-in 

MICROAMMETER OC: 

0-400 MICROAMPS. RECTANGULAR, SEMI - 
FLUSH FRONT OF BOARO MIG. BAKELITE CASE 
FOR NON-MAGNETIC PANEL. D'ARSONVAL MOVE: 
MENT, SCALE (H STEPS OF 50, BLACK HARK- 
INGS ON WHITE. RESISTANCE OF METER 200 


OHMS, 
4/2/45 M29-S CASE CGLFRONT OF FILE 
MAY 45 STOCK Fle-1t0 


ce- 22508 sx 

TUBE LIFE METER: ‘3 
0 TO 99,999 HOURS, 3 1/2" FLUSH. ANTI- 
GLARE GLASS, SLACK DIAL WITH WHITE MARK- 
INGS MUST BE SUITA3LE FOR OPERATION AT 
AMBIENT TEMPERATURE BETWEEN O°C TO 50°C 
AND FOR ANY VALUE OF RELATIVE HUMIDITY 
UP TO 958. FOR 110/1/60 OPERATION. 
4/3/45 BKTBES M-7468163-1 

MAY 45 REV. O 


cc- 22509 WEA 17112 TINT) 


MILLIAMMETER, OCs 

0.5-0-0.5 MA, SPECIAL, FLUSH METAL CASE. 
NON-GLARE GLASS. ILLUMINATED DIAL WITH 
GE MAZDA 322 LAMP. SCALE CALIBRATED IN 
STEPS OF 0.1 MA; BLACK BACKGROUND WITH 
GRADE 38 N RADIYM MARKINGS. HAS WORD 
"BOTTOMSIDE” ON DIAL PLATE. 

4/6/45 OW-53 CBM-1000F -4 

RAY 45 . aut t 


cG- 22509-a WEA 17082 CUNT) 
MILLIAMMETER, OC: \ 

0.5-0-0.5 MA, SPECIAL, FLUSH METAL CASE. 
NON-GLARE GLASS. ILLUMINATED DIAL WITH 
GE MAZDA 322 LAMP. SCALE CALIBRATED IN 
STEPS OF 0.1 MA; BLACK BACKGROUND WITH 
GRADE 38 N RAOIM MARKINGS, SAME AS 
-22509 EXCEPT HAS WORD "TOPSIDE” ON 


4/6/45 OK-53 CBM-1000F -3 
MAY 45 Aur t 
cG-22509-A 


DIAL PLATE. 


cv- 22510 TS-268/U 17542 
MILLIAMMETER, OC: 

DUAL SCALE: O-1 MA. INFINITY TO O OHMS. 
3 t/B" X 3" FLUSH, RECTANGULAR, BAKELITE 
CASE, D*ARNSONVAL MOVEMENT. SCALE HAS 
SPECIAL GREEN AND RED SECTORS CALIBRAT~ 
ED GOOD AND BAD, 100 OHMS INTERNAL RE- 
SISTANCE. 

4/9/45 CV:301 CAORTH-1229-A 
MAY 45 RECTANGULAR CHANGE A 


cv- 22511 oax 

OECIBEL METER: 

720 TO +3 D3, AUXILIARY SCALE 0 TO #00, 
4" X 4 £/4" RECTANGULAR BAKELITE CASE. 
DESIGNED TO INDICATE POWER LEVEL IN CIR- 
Curt OF 600 OHMS IMPEDANCE AT 20 KC, 
ZERO DB AT 0.659¥ AC. FULL SCALE 1.225¥ 
AC. REFERENCE LEVEL 6 MILLIWATTS, DC 
4/9/45 862-358 OWG IN FELE 

BAY 45 


cv- 22511 
METER RES, 2000 OHMS. TO BE USED WITH 
3600 OHMS EXTERNAL SERIES RES. CASE IN- 
TERNALLY ILLUMINATED WITH 2 #47 MAZDA 
6-8 V LAMPS. CASE DUST PROOF AND NOIS- 
TURE PROOF. : 


Cv 225742 Waa 

THERMOCOUPLES 

RES. 0.053 OHMS £15%, 40" LEADS HAVING 
RES. OF 0.017 OHMS, FOR USE WITH NAVY 
TYPE -22282 RF. AMMETER. 


4/18/45 102456 CBM-769~2 
HAY 45 alr oO 


cav> 22513 TEC 

VOLTMETER OCs 

RANGE 0-S00V OC, 3 1/2" FLUSH, RECTANGU-~ 
LAR BAKELITE CASE, SCALE MAIN OtVESIONS 
EVERY 100V, SUBDIVISIONS EVERY SOV. EN- 
SULATION RATING 750V. 


4/24/45  QX37 
MAY 45 9 #1160498 


OWG ON FILE 


cav- 22514 Tec 

AMMETER: : 
RANGE 0-5 AMPS DC, 3 1/2 FLUSH, REC- 
TANGULAR BAKELITE CASE, SCALE MAIN 
OEVISIONS EVERY 1 AMP,, SUBDIVISION 
EVERY O11 AMP. INSULATION RATING 750V. 


4/25/45 QX37 


OWG IN FSLE 
MAY 45 #1160062 : : 


cay- 22515 Tec 

VOLTMETER CRECTIFIER TYPE): 

RANGE O-25V AC, 3 1/2" FLUSH, RECTANGU- 
LAR BAKELETE CASE. SCALE MAIN DIVISIONS 
EVERY SV SUBDIVISIONS EVERY O.5v, 10002/ 
VY OC RES. BHSULATION RATING 750V, 


4/25/45 QC37 
MAY 45 S#NY-7E399-8 © 


OWG IN FILE 


CaY- 22516 TEC 

AMMETER, OC; 

RANGE 0-1.5 AMPS DC. 3 1/2" FLUSH REC- 
TANGULAR BAKELITE CASE. SCALE MAIN 
DIVISIONS EVERY 0.3 AMP, SUBDIVISIONS 
EVERY 0.05 AMP. INSULATION RATING 750V¥. 


4/25/45 Qx37 OWG IN FILE 
MAY 45 $#}160057 


[pate MANPACTHBERS — | SMNHACTNREA 


DATE MOUEACTHEE® | HANHKACTUEES, 


sssueD 


[care | MOAGNREE? | AANA 


RESTRICTED 


cay- 22577 tec 

AMMETER R.Foe 

RANGE O-15 AMPS, 3 1/2" FLUSH RECTANGU- 
LAR BAKELITE CASE. SCALE: MAIN DIVISIONS 
EVERY 3 AMPS, SUZDIVISIONS EVERY 0.5 
AMPS, INSULATION RATING 750¥. DESIGNED 
FOR URE USE. 


4/25/85 QT37 OWG IN FILE 
HAY 45 SZti60368 


cw- 22518 MARK 22 

METER CVOLT-MILLIAMMETER) 

RANGE: O-3 VOLTS OR MA OC 8 £/2" ROUND 
FLUSH BAKELITE CASE. PERMANENT MAGNET 
MOVEMENT, LINEAR SCALE WITH 60 DIVISIONS 
FULL SCALE OEFLECTION AT 100 HICROAMPS, 
CENTER PIVOT, 770 OHNS DC RES ACROSS 


TERMINALS, . 
4/25/45 0167433 CKEESA-651591-2 
MAY 45 iss. 6 

CaY- 22519 Qen-4 V7T42A 


AMMETER, OC: 

RANGE: 0-15 AMPS, 3 1/2" FRONT OF BOARD 
ROUND BAKELITE CASE. PERMANENT MAGNET 
MOVING COLL TYPE. LINEAR SCALE IN STEPS 
OF 1 AMP, BLACK ON WHITE. NOR-GLARE 
GLASS TROPECALLY TREATED. INSULATION 
RATING 750 VOLTS. 
4/28/45 $x-35 
MAY 45 


CBM-S71-498 


cw- 22520 9 sv 

MILLEAMMETER OC: 

DOUBLE SCALE: 0 TO 1.5 MILLIAMPS CIS 
DIVISIONS) AND O TO 22.5 MELLIWATIS 

(24 OIVISTONS). 3 1/2" ROUND FLUSH PHEN- 
OLIC CASE. FULL SCALE DEFLECTION IS 3.5 
MILLEAMPS OC AND ACCURACY IS WITHIN 28 


.OF FULL RANGE. REQUIRES EXTERNAL CIR= 


5/4/45 D-170136 ESA-651594-6 


MAY 45 (Ss. 8 


cw-22520 
CUIT FOR MILLIWATT SCALE. OC RES. OF 
WETER 1S 75 OHMS. CALIBRATED FOR USE IN 
HORUZONTAL POSITION. 


“ew-22521 9 8¥ 


KELOVOLINETER, OC 

3 RANGES: 0 TO 400 VOLTS, O TO 460 VOLTS 
O TO 8 KILOVOLTS (40 DIVISIONS). 3 172" 
ROUND FLUSH PHENOLIC CASE. FULL SCALE 
DEFLECTION 1S 500 MICROAMPS. §00 OHMS 
t22% ACROSS TERMINALS; 400 VOLT RANGE 
400,000 O44 »oP2gx, 160 VOLT RANGE 
574745 0-170282 ESA-651591-7 


“MAY 465 ; 1ss 6 


cw-22521 
160.000 OHMS APPROX. AND 8 KV RANGE 8 
MEGOHMS APPROX. 8&8 KV RANGE SCALE IS IN 
RED. 


Cad- 22522 sv 

MICROAMMETER, OC 

RANGE: O TO 200 MICAOAMPS (40 DIVESTONS). 
3.442" ROUND FLUSH PHENOLIC CASE. FULL 
SCALE DEFLECTSON 200 MICROAMPS; ACCURA- 
CY WITHIN 2%. 65 OHMS OC RES. ACROSS 
TER4ENALS. CALIBRATED FOR USE IN HORI 
ZONT4&L POSITION. 

8/4/85 D-170286 ESA-651591-6 
MAY 45 _ 48s 8 


NAVSHIPS 900,109 


3.22-28 


Class 22—lIndicating Instruments 


P okay. nek, FIRST ASSIGNED FOR oA ORAM 


CW 22523, sv 

VOLTMETER, OC : 

3 RANGES: O TO 500 VOLTS, 0 TO 1000 
VOLTS, 0 TO 2500 VOLTS (50 DIVISIONS). 
3 142" ROUND FLUSH PHENOLIC CASE. CALS- 
BRATED FOR USE ON 0.09" THICK STEEL 
FAHEL. 160 MILLEA4P FOR FULL SCALE DE- 
FLECTION; ACKU-ACY WEEHIN 2%, 227 OHMS 


574745 0-170 130 ESas65159t-t0 
MAY 45 iss @ 
CW 22523 


ACROSS TERYINALS. METER SENSITIVITY 1000 
OHMS PER VOLT. 


cw. 22524 PA 

MELLIAMHCTER. OC 

RANGE 0,5-0-9.5 HA. DC. 3 1/2" ELUSH, 
CIRCULAR, PHENOL-PLASTIC CASE, MOVING 
COIL. PERMANENT MAGNET TYPE FOR USE ON 
0-09" STEEL PANEL. ACCURACY 2% OF FULL 
SCALE DEFLECTION, 25 OHMS OC RES. ACROSS 
TERMINALS. 

$/4/45 — 0-164386 ESA-651591-9 
MAY 45 (ss 8 


C¥- 22525 Ga. 

VOLTMETER, AC 

SENSLE SCALE O-7 VOLT, RECTIFIER TYPE, 
3.172", FLUSH, CIRCULAR, BLACK BAKELITE 


CASE. FOR USE ON 7/52" STEEL PANEL; IN- | 


TERNAL RESISTANCE. 3000 OHMS, ERROR NOT 
TO EXCEED +5% OF FULL SCALE. FOR USE 
WETM FREQUENCI-S BETWEEN 255 & 3145 CPS, 
$/5/45 301 SPECIAL CwtESt-32739 
MAY 465 = Cwsns-8356 ISS 1 ISS 4 


Cos- 22526 SG-6, S0°6 

MILLEAMMETER, OC 

RANGES O-1 MA OC, 2 1/2" FLUSH, CIRCU- 
LAR, BAKELITE CASE. ENTERNAL QESISTANCE 
100 OHMS. FULL SCALE ACCURACY 42%. SHAT- 
TER PROOF GLASS. SPECIAL SCALE ¢S DIVID- 
EO NTO 3 SECTIONS: LEFT THIRD 4S MARKED 
"LOW" AND COLORED WHITE, CENTER T+ERD 1S 
‘fares = $°210 CRPT4S-5025P4 
MAY 45 Sen (SSue | 


cos- 22526 
MARKED "NORMAL" AND COLORED GREEN ANO 
RIGHT THIRD tS MARKED "DANGER" AND 
COLORED REO. ‘ 


CG- 22527 AN/CPNSG 

MELLIAMMETER, DC 

RANGE: 0-50 mA DC. 3 172" ROUND FLUSH 
BAKELITE CASE. D'ARSONVAL MOVEMENT, MET~ 
ER REStSTANCE SO OHSS, FULL SCALE DE- 
FLECTION AT 10 MA. REQUIRES 12.5 OHMS 
EXTERNAL SHUNT FOR $0 MA OPERATION. Li- 
NEQR® SCALE, BLACK ON WHITE. 

$/11745 00-41 CGG 2520103126 
KAY 45 ’ . iss t ae 


ce- 22528 AN/CPN-6 

KALOVOLTMETER, OC . 

RANGE: 0-20 KY OC. 3 1/2" ROUND FLUSH 
BAKELITE CASE. FULL SCALE DEFLECTION AT 
600 MICROAMPS 42%. OD'ARSONVAL MOVEMENT. 
28 ACCURACY. LINEAR SCALE. BLACK ON 
WHITE. 


B/11/65 00-41 cGG:52c1 02447 
MAT 45°. 3 Iss 8 


care | MARMASSE’ | MANHLACTHIE A, 


NAVSHIPS 900,109 


DESELATICN__| FIRST AssiGHED For | oR AAR ISR DESIGRATION _[ FIRST ASSIGNED For [_ HAMSRAYNS, ] 


cG- 22529 AN/CPNOS 

VOLIMETER, AC 

RANGES 0-190 VOLTS, 50 TO 70 CPS, 3 1/2" 
ROUND FLUSH BAKELITE CASE WITH NON- 
GLARE GLASS. D*ARSONVAL MOVEMENT. 18 
ACCUXACY. 60 SCALE DIVISEGNS, BLACK ON 
WHITE wIiTH RED MARK AT 115 VOLTS, 


S/11765 A022 CGG352C101065 
MAY 45. 3 {ss 6 


ev: 22530 WBA 17: # 12CINT 
WALLEAMMETERs THERMO 

RANGES 0 TO 500 HA AC. 6O GPS. 5 142" 
RQUiD FLUSH BAKELITE CASE. EXPANDEQ 
SCALE. CALIBRATED Ji STEPS OF 10 MA, 
BLACK ON WRITS; Z2& ACCURACY. RES. OF 
METER 163 OHMS, USED WITH EXTERKAL THER- 
MOCOUPLE CV TYPE 102.457. 


RdTE448 gay COMsPT. 7803-58 
MAY 49 
°22531 TOH 17 4 V2CENT) 


MILLIAMBETER, OC 

DUAL SCALE: @-5 MA ANDO 0-50 MA, 3” REC- 
TANSULAR FLANGE FOR FLUSH MTG. BAKELITE 
CASE. LINEAR SCALE, 50 DIVISIONS. FULL 
SCALE DEFLECTION 5 VOLTS DC. RES CF MET- 
ER $000 OHMS +14. D ARSONVAL MOVEMENT. 
*COL3458 0010 00, REV! 


$718/45 CV¥3301 COL:508 1077 20 
MAY 45 REV 0739 # 
-22531 


EXTERNAL SHUNT. SAME AS -22532 EXCEPT 
FOR CASE. 


-22532 TOH 17 6 t2CUNT 
MILLGAMMETER, OC 
QUAL SCALE: O°5 MA AND 0-50 HAs 3” REC- 
TANGULAR FLANGE FOR FLUSH MTG. BAKELITE 
CASE. LINEAR SCALE, SO OIVISHONS. FULL 
SCALE DEFLECTION 5 VOLTS DC. RES. OF 
METER 5000 OHMS t1%. D'ARSONVAL MOVE~ 
*COL24258 0010 008, REV t 
5/18/45 CG239053A-¥243 COL2508 1077 20 
MAY 45 REV 9739 # 


-22532 
MENT, EXTERNAL SHUNT. SAME AS -22531 EX- 
CEPT FOR CASE. 


722533 ToH 
MILLUAMMETER. OC 
RANGE: 0°500 MA DC. 3% RECTANGULAR 
FLANGE FOR FLUSH MTG. BAKELITE CASE. LI- 
NEAR SCALE, 50 DIVISIONS. O° ARSONVAL 
MOVEMENT. RES. OF METER 1S O+2 OHMS. 


17:4 F2CENT) 


5718745 CVz308 COL2450 3500 $0 
MAY 45 REV O 


-22534 oH 17 § V2CINTD 
AMHETER, OC 

RANGE: 0-2 AMPS OC. 3” SQUARE FLANGE FOR 
FLUSH MTG. BAKELITE CASE. O° ARSONVAL 
MOVEMENT. LINEAR SCALE, 40 OIVISIONS- 
RES. OF METER 1S 0.025 OHMS t40%~ FULL 
SCALE DEFLECTION 2000 MA; FULL SCALE 
VOLTAGE OROP 1S 50 MELLIVOLTS +5). 
S/13aras C3501 
RAY 45 REV Oo 


[sare [MAURER 
RESTRICTED 


COL:458 0833 50 


°22535 oH 
THERMOAMMETER, RE 
RANGE? O-10 AMPS AC. 3 5/64" SOUND BAKE- 
LITE CASE FOR SURFACE MIG. FREQ, 2 4C TO 
Vd. MC. O'ARSONVAL MOVEMENT WITH ENTERS 
NAL THERMOCOUPLE. EXPANDED SCALE. 50 Ot- 
VISHORS. POWER CONSJNPTION NOT MORE THAN 
2 WATTS. FREQ, ERROR NOT MORE THAN 2% UP 
S718745 CGIdI045A-vSI COL:451 210% 00 
MAY 45 CAT. @93K137 REV O 


°22535 
To 3000 KC. 


*22535 TOW 
THERMOAMMETER, RE 
RANGES O-5 AMP, 2 MC TO 18.1 MC. 3 5/64" 
ROUND BAKELITE CASE, SURFACE MIG. 
D'A@RSONVAL MOVEMENT; ENTERAL THERMO- 
COUPLE. EXPAXOED SCaLe. $0 DIVESTONS. 
POWER CONSUMPTION NOT MORE THAN 1 WATT. 
FREQ. ERROR ZERO AT 60 CPS, +54 AT 10 
§718745 CG259045435202 COL2451 2510 00 
MAY 45 CAT. Z95K154 REV 9641 


-22536 
MC; 417% AT 20 HCe 


"22537 TOH 


“KILOVOLTMETER, OC 


RANGES 0-725 KV. 37 SQUARE BAKELITE 
CASE, FLUSH MIG. D’aRSONVAL MOVEMENT. 
LUNEAR SCALE, 75 DIVISIONS. FULL SCALE 
OEFLECTION O-1 4a OC. FULL SCALE DEFLEC- 
TIO, RES. OF METER 105 OMS 415%. SENH 
S{TIVATY 1000 OHMS PER VOLT. EXTERNAL 
6718/45 CVv:501 COL:458 0233 50 
MAY 45 Rev 0 


“22537 
MULTOPLIER. 


CEV- 22538 osc 

0.0. RECORDING MILLIAMMETER: 

RANGE: 0.5-0-0.5. SCALE 0-500. FLUSH 
MOUNTED; RECTANGULAR, EQUIPPED WITH A 
TYPE 957 CHART DRIVE. AN EXTERNAL 115V 
OC MOTOR WITH. QUICK TRIP COIL ATTACHED 
TO AND PART OF METER. MOTO? DRIVES GEARS 
WHICH PROVIDE SPEED OF 3/4" PER SECOND 


$/24/45 Aw CH F3A-633881-5 
MAY 45 : ss. 

ceEVv-22538 
TO CHART. 


SHANA RAAT 


Closs 22—Indicating Instruments 3.22-29 


/ 
[BENEATH [rus asscnen ron | MARRY, 


Aris a AMIS, 


cv- 22539 oBc 

VOLTMETER, ACE 

RANGE: O-150 VOLTS (30 DIVISIONS), REC- 
TANGULAR. CALIBRATED FOR USE ON NON 
MAGNETIC PANEL, AND IS ACCURATE TO 
WITHIN 2% FULL SCALE REFLECTION. RES. 
ACZOSS TERYINALS FS 16,500 OHNS. OPERAT~ 
ING FREQUENCIES IS 25-125 CPS. 

6/24/45 734 Cw234-438883-1 
RAY 45 iss. 


cy- 22540 oec 

MILLEAMMETER, OC 

SINGLE SCALE, RECTANGULAR. RANGES 0-5 

MA (50 DIVISIONS), CALIBRATED FOR USE 

ON A KON-*MAGHETIC PANEL, AND 1S ACCURATE 

TO WITHEN 2% OF FULL SCALE DEFLECTION, * 
RES ACROSS TERMINALS IS 5.8 OHMS. 


$/24/45 731 : CWSBA-438884-1 
May 45 iss 4 


cw- 22541 MK 3 HOD 2 

MILLEAMMETER, OCs 

RANGES 25-70-25 MA 3 1/2" FLUSH ROUND 
PHENOLIC CASE. D*ARSONVAL MOVEMENT. 
METER RES. 220 OHMS +10%. 50 SCALE 
DivisiOnS. 2% ACCURACY. FOR USE ON NON? 
MAGNETIC PANEL. 


5/25/45 0-170223 ESA-65ES91-11 
MAY 45 Iss 8 


cco- 22542 MK 34 MOD 384 

METER, TIMES 

RATED LISVY AC, 60 CPS, 2 WATTS, 5 OIAL 
VEEDER TYPE COUNTER, RANGE O TO 9,999. 
9 HOURS, LOWEST CALIBRATION 0.1 HR, 
3.1/2" ROUND CASE FOR FLUSH PANEL ATG. 
SYNCHRONOUS MOTOR ORIVE. 


$/28/45 94x922 Cas3A-10014-2 
MAY 45 Iss. 4 


csv- 22543 sF 
MILLIAMMETER, OCs 
0 TO 1.0 MA. 5" X 3 1/8" RECTANGULAR 
FLUSH BAKELITE CASE TO MOUNT IN ROUNDS 
HOLE. BODY OAM, 2 3/4" D'ARSONVAL 
MOVEMENT. LINEAR SCALE CALIBRATED IN 
STEPS OF 0-2 MA. 


5/30/45 27 CATALOG 
MAY 45 CBM-921-141 


Ber | Tare | MarR 
RESTRICTED NAVSHIPS 900,109 


| BRIE | 


